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Abstract. A one week field campaign took place in Septem-
ber 2002 at El Arenosillo, Spain. The objective was to com-
pare total ozone column (TOC) and aerosol optical depth
(AOD) from near ultraviolet to near infrared, measured by
several Spanish and French instruments. Three spectrora-
diometers, Brewer, SPUV02, and LICOR, and a CIMEL
photometer, have been used simultaneously and the results
are presented for four clear days.TOC values are given by
the Brewer instrument, and by SPUV02, using two differ-
ent methods. The ground instruments compare satisfactorily
(within 5 DU) and the values are consistent with TOMS data
(within 10 DU).

AOD from the various instruments are compared at seven
different wavelengths between 320 nm and 1020 nm: the
agreement is very good at 350, 380, and 870 nm; at the four
other wavelengths the difference is smaller than 0.03, which
can be explained by a relative difference of 4% only between
the calibrations of the various instruments. LargerAODdiur-
nal variations were observed at short wavelengths than in the
visible and near infrared; this is most likely due to changes
in aerosol size along the day, during the campaign.

Keywords. Atmospheric composition and structure,
(Aerosols and particles; Middle atmosphere-composition
and chemistry; Instruments and techniques) Instruments and
techniques

1 Introduction

Intercomparison campaigns are of great interest for checking
the maintenance and behaviour of different instrumentation
used for the same type of field atmospheric measurements.

Correspondence to:A. de la Casinìere
(alain.de-la-casiniere@ujf-grenoble.fr)

The measurement of solar ultraviolet radiation is not an easy
task because of the low level of radiation, together with the
variation of its magnitude in a short range of wavelengths
(bear in mind that irradiance can change by three orders of
magnitude in about 30 nm). In this way, field intercompari-
son campaigns permit one to fix the level of uncertainties of
instruments relative to each other, or the range of differences
when distinct methods of measurements are used. The un-
certainties and differences are transferred from the primary
measurements to the derived quantities, such as ozone and
aerosol optical depth.

The main objective of a French-Spanish cooperative pro-
gramme (2002 Integrated Action Programme) was to inter-
compare the values of total ozone column (TOC), and of
aerosol optical depth (AOD) between 320 nm and 1020 nm,
measured with different instruments from both partners.
The major campaign took place at the station “ESAt-El
Arenosillo” near Huelva, on the southern coast of Spain, at
the end of September 2002.

The Brewer spectroradiometer of El Arenosillo, and a
Jobin Yvon UV spectroradiometer (hereafter referred to as
SPUV02), brought by the IRSA group, measured the ozone
column amount. The aerosol optical depth was measured by
both of these instruments, also by the sunphotometer CIMEL
of El Arenosillo (at 4 discrete visible wavelengths), part of
the Aerosol Robotic Network (AERONET), and lastly, by
a UV-visible LICOR1800 spectroradiometer brought by the
GOA group.

As a secondary objective, intercomparisons are done be-
tween the global spectral irradiances given by the Brewer and
the UV spectroradiometer SPUV02, and between the direct
irradiances given by SPUV02 and by the LICOR1800. We
must emphasize that Brewer and CIMEL are operational sys-
tems at the station of El Arenosillo (Spain) and SPUV02 at
Briançon (France).
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The paper is structured as follows: Sect. 2 presents the
conditions of the campaign, and the characteristics of the in-
struments, including their intercomparison for irradiance val-
ues. Section 3 concerns ozone value comparisons, together
with the method used for the retrieval, and the same is done
for aerosol measurements, in Sect. 4. The conclusions are in
Sect. 5.

2 Site, campaign, instruments and measured irradi-
ances

The site of the campaign is the atmospheric sounding
station “ESAt-El Arenosillo”, belonging to INTA (Insti-
tuto Nacional de T́ecnica Aeroespacial), which is located
near Huelva (37.1◦ N, 6.7◦ W, 17 m asl) on the south-
western Spanish coast. The campaign was organised from
23 September to 1 October 2002. Measurements started on
25 September after the instruments brought from other sites
were installed and calibrated. Although the sun often shines
at this station, the weather was rather bad at the beginning of
the campaign, corresponding to a raining period. During the
four following days (26, 27, 28, 29 September), the weather
was somewhat better, with large sunny periods, although the
sky was never completely cloudless; our analysis is limited
to these four days. Then the sky was again overcast, and the
instruments were dismounted.

The Brewer spectroradiometer operates routinely at El
Arenosillo to provide ozone values and global UV irradi-
ance, as part of the WMO network (Fioletov et al., 1999).
This spectroradiometer works at five fixed wavelengths,
306.3, 310.1, 313.5, 316.8, and 320.1 nm for ozone retrieval.
Aerosol optical depth can also be retrieved at these same
wavelengths, as seen later (Sect. 4). At our request, spec-
tral global irradiance measurements were performed, every
30 min, or more often. The spectrum is scanned between 290
and 363 nm, in about 7 min; the resolution (Full Width at
Half Maximum, FWHM) is 0.55 nm and the step of the scan
is 0.5 nm.

The UV spectroradiometer SPUV02, based on a Jobin
Yvon HD10 double monochromator (Pachart, 1997; Pachart
et al.; 2000, Masserot, 2001), belongs to the “Centre
Euroṕeen Ḿedical et Bioclimatologique de Recherche et
d’Enseignement Universitaire” (CEMBREU) and operates
regularly at Briançon in the French Alps, under the supervi-
sion of IRSA. A similar instrument, SPUV01, has taken part
in an international intercomparison of 19 instruments. The
agreement between the SPUV01 measurement and a refer-
ence spectrum based on six selected instruments was within
5% (Bais et al., 2001: see Table 3). During the present
campaign, it recorded the UV global spectral irradiance be-
tween 280 and 450 nm in about 5 min, four times an hour
(right on the hour, hour+20, hour+30, hour+50); the FWHM
is 0.8 nm, and the scan step 0.5 nm. At the hour+10 and
hour+40, a shadow disc blocks the direct solar beam, and
the diffuse irradiance is recorded; the global irradiance at
the same time is evaluated as the average of the two closest

global measurements. The direct irradiance is therefore re-
trieved twice an hour, as the difference between the average
global and the diffuse irradiances. The shadow disk presents
a field of view (FOV) of 6.8◦ which partly blocks the circum-
solar diffuse flux and leads, in meanAOD conditions, to an
overestimation of the direct irradiance ranging from 0.5% to
2%, depending on SZA and on wavelength; but no correction
was applied.

The GOA UV-visible spectroradiometer LICOR1800,
points to the Sun by means of a Sun-tracking system with
a FOV of 2.3 deg (Duŕan, 1997; Cachorro et al., 1998). It
scans the direct solar irradiance twice an hour, between 320
and 1000 nm, in about 30 s, with a step of 1 nm; the FWHM is
6.3 nm. More details about the instrument and calibration can
be seen elsewhere (Cachorro et al., 1998; Martinez-Lozano
et al., 2003).

The automatic CIMEL instrument from El Arenosillo ob-
serves the direct Sun and scans the sky at four wavelength
channels, 440, 670, 870, 1020 nm, according to AERONET
protocols, as part of this network (Holben et al., 1998). Then
AODdata at these four wavelengths will be used for this com-
parative work.

In order to control the quality of the measurements, com-
parisons of irradiance spectra simultaneously recorded by the
various instruments are done. SPUV02 and Brewer spec-
troradiometers measure global irradiance in the common
range of 290–360 nm. But as the two spectroradiometers
have slightly different slit functions, their respective spec-
tra are difficult to directly compare. Following a method
proposed by de La Casinière et al. (2001), these spectra are
first re-convoluted by a triangular slit function with the same
FWHM; for global spectra from Brewer and SPUV02 the
chosen common FWHM is 0.80 nm. As an example of this
comparison, the ratio of Brewer to SPUV02 global irradi-
ances is presented in Fig. 1 for 4 spectra on 27 September
under clear sky conditions. The mean ratio is about 0.98,
with a standard deviation of 0.015, which is a very satisfac-
tory agreement for UV spectroradiometry. The regular oscil-
lations of about±0.02 are likely due to a spectral variation
of the calibration error for one or both instruments, as well as
due to cosine errors not spectrally corrected; but these varia-
tions are too small to impact on the data quality.

For direct spectra from LICOR and SPUV02, the compar-
ison is more delicate, because LICOR has a very low res-
olution, and also because its results are not expected to be
good below approximately 320 nm (Cachorro et al., 2002).
The chosen common FWHM is 6 nm and the spectra are re-
convoluted in the range 305–394 nm. Ratios are presented
for the same 4 spectra of 27 September in Fig. 2. As ex-
pected, the oscillations are much larger than in the previous
case; however, the mean ratio of direct spectra from LICOR
and SPUV02 is found to be close to 1.00, with a 0.055 stan-
dard deviation. This agreement is a necessary condition for
a valid comparison between parameters retrieved from data
recorded by the various instruments.
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Figure 1. Ratios of global irradiance spectra from Brewer spectroradiometer to global 

irradiance spectra from SPUV02 spectroradiometer simultaneously measured on a 

clear sky period (27 of September 2002). 

 

 

 

 

 

 

 

 

 

 

 

Fig. 1. Ratios of global irradiance spectra from Brewer spectro-
radiometer to global irradiance spectra from SPUV02 spectrora-
diometer simultaneously measured on a clear sky period (27 of
September 2002).

3 Ozone measurement comparison

As we mentioned above, the Brewer of El Arenosillo is part
of the global Brewer network (Fioletov et al., 1999). During
the four mostly sunny days analysed, it routinely provided
ozone values from direct Sun observations, approximately
every 20 min; some data are missing due to temporary ob-
structions of the Sun by clouds. Very few zenith sky obser-
vations have been performed, mainly in the early morning,
but they are not used here.

Both the global and the direct irradiances measured by
SPUV02 are used to retrieve the ozone total column amount.
The analysis of the global irradiance relies on the method
first proposed by Stamnes et al. (1991). The ratio of aver-
age irradiances in two narrow wavelength intervals, located,
respectively, in the ozone absorption band and outside, is
compared with model computed values for the same solar
zenith angle, and for various ozone amounts; this compar-
ison uses precomputed look-up tables (LUT). Masserot et
al. (2002) obtained satisfying results using the wavelength
intervals 305–310 nm and 340–345 nm. Houët (2003), and
Houët and Brogniez (2004) have improved the method by
averaging the results obtained with five different spectral in-
tervals.

The retrieval for “El Arenosillo” uses the LUTs built for
Villeneuve d’Ascq in the north of France (Houët, 2003),
because the altitude and the mean turbidity are similar. The
major source of uncertainty in this method is due to clouds,
for several reasons: the cloud extinction varies slightly with
wavelength, and is not exactly the same in both channels,
as assumed in the method; the variability of cloudiness
during a spectral scan can distort the channel ratio; finally,
the increased path length in a cloud can enhance the tro-
pospheric ozone absorption. Only data with a solar zenith
angle smaller than 75◦ were used; from a detailed analysis
of uncertainties, Bernhard et al. (2003) concluded that in
this case, ozone is retrieved from global irradiance with an
accuracy similar to TOMS and Dobson.
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Figure 2. Ratios of direct irradiance spectra from LICOR spectroradiometer to direct 

irradiance spectra from SPUV02 spectroradiometer simultaneously measured on a 

clear sky period (27 of September 2002). 

 

 

 

 

 

 

 

 

 

 

 

Fig. 2. Ratios of direct irradiance spectra from LICOR spectrora-
diometer to direct irradiance spectra from SPUV02 spectroradiome-
ter simultaneously measured on a clear sky period (27 of September
2002).
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Figure 3. Total ozone column amount measured at El Arenosillo, 27 September 

2002; black squares from SPUV02 direct irradiance, open squares from SPUV02 

global irradiance, and triangles from Brewer. 

 

 

 

 

 

 

 

 

 

 

 

 

Fig. 3. Total ozone column amount measured at El Arenosillo,
27 September 2002; black squares from SPUV02 direct irradiance,
open squares from SPUV02 global irradiance, and triangles from
Brewer.

The direct irradiance is analysed according to the method
detailed in Lenoble et al. (2004); instead of using ratios
of irradiances at discrete wavelengths, as it is done for
Brewer, we use the slope of the spectrum between 305
and 330 nm, correlated with ozone cross sections. This
avoids the difficulty of selecting discrete wavelengths in
a spectrum which can never be perfectly corrected from a
wavelength shift, and the method is very direct and easy
to implement. The method is independent of the aerosol
contribution and of the calibration uncertainty, as long as
they are not wavelength dependent; the uncertainty due to
these assumptions and to the wavelength scale uncertainty
has been estimated at around 5 DU (Lenoble et al., 2004).
Whereas the Brewer instrument points directly to the Sun
and can measure at any time when there is no cloud on
the direct solar beam, the SPUV02 instrument retrieves the
direct irradiance as the difference between global and diffuse
irradiances. This needs a clear, stable atmosphere during
about 25 min, necessary for the 3 spectral scans. Even
limiting the retrieval to the period when the solar zenith
angle does not vary rapidly, some of our results are impaired
by variable cloudiness; this is definitely the weak point of
the method.



3402 A. de la Casinière et al.: Comparative measurements of total ozone amount and aerosol optical depth

Table 1. Daily average ozone amount in DU with standard deviations in parenthesis, from Brewer, SPUV02 (two methods) and TOMS
ozone.

Date Brewer SPUV02/global SPUV02/direct TOMS

26 September 293.1 (4.9) 286.4 (12.7) 300

27 September 291.6 (4.7) 287.5 (7.8) 292.8 (6.8) 302

28 September 291.4 (4.1) 290.4 (5.0) 293.1 (7.2) 305

29 September 287.3 (4.4) 284.8 (12.4) 298
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Figure 4. Spectral UV variations of AOD from SPUV02 direct irradiances recorded on 

27 September 2002. 

 

Fig. 4. Spectral UV variations of AOD from SPUV02 direct irradi-
ances recorded on 27 September 2002.

The ozone amounts obtained from Brewer and by the
two methods from SPUV02 are compared in Fig. 3 for
27 September 2002; the comparison is similar for the three
other days, and shows a general good agreement between
ozone retrieved from the SPUV02 data and the Brewer
ozone. In the morning three erratic points (values larger than
300 DU or smaller than 270 DU) have been omitted; they
are most likely due to clouds.

Table 1 summarises the daily average ozone amounts from
Brewer and from SPUV02; we have added in this table
the values given by the Total Ozone Mapping Spectrome-
ter (TOMS) (McPeters et al., 1998); they are the operational
daily gridded ozone product and correspond to an average
of the pixels within a grid of 1◦ latitude x 1.25◦ longitude;
the time of observation is close to local noon; their uncer-
tainty is estimated at around 5 DU. On 26 and 29 Septem-
ber, only a few spectra, during limited periods of the day,
allow a retrieval from the direct irradiance, and a daily aver-
age has not been given. The ground-based values of Brewer
and SPUV02 agree very well, within their expected accu-
racy of a few DU. They are about 10 DU, or 3% lower than
TOMS values; this is not a very large difference, however, it
is somewhat higher than the expected uncertainties.

The systematic difference between ozone values from
Brewer and TOMS have not been evaluated at the El
Arenosillo station but we have evaluated the systematic dif-
ferences given by Dobson and TOMS, and by Brewer and

Dobson. According to Vilaplana (2004), for the period
1996–2003, the ozone daily values given by TOMS are about
2% greater than the Dobson values with no seasonal trend.
The mean annual relative difference between Brewer and
Dobson (B-D/B) is 0.9% with a slight seasonality of 3% (bet-
ter agreement in summer). Hence, the TOMS ozone values,
about 1–2% higher with respect to Brewer values, are sys-
tematically observed at El Arenosillo, also corroborated by
the results given during this short campaign.

During a similar comparison at Briançon in the French
Alps in 2000, we had found values from SPUV02 global ir-
radiance of about 4% larger than the TOMS values (Masserot
et al., 2002). From SPUV02 direct irradiance (clear days) at
the same site in 2001 and 2002, we have also found SPUV02
values slightly larger (about 2%) than TOMS (Lenoble et al.,
2004). This different behavior between both sites may be
due to their different geographical situations; in Briançon,
the TOMS grid covers mountainous areas, whereas for El
Arenosillo-Huelva, part of the grid is above the sea. Fio-
letov et al. (1999), in an extended study, compared TOMS
and Dobson monthly means for 85 stations, and TOMS and
Brewer for 30 stations; they found differences of around 2–
2.5%, either positive or negative, depending on the station.

4 Aerosol measurement comparison in UV and visible-
NIR bands

One objective of this campaign was to compareAOD re-
trieved from measurements by the three spectroradiometers,
Brewer, LICOR1800 and SPUV02, together with the current
AOD monitoring of the CIMEL sunphotometer. Because of
the rainy weather, unusual for the season, the atmosphere re-
mained rather clean for the Huelva site, with moderateAOD
values during the Sun episodes.

The spectral UV direct irradiances measured by SPUV02
are used both to studyAOD wavelength dependence in the
UV band and to assess the Angström turbidity factorβ and
the Angstr̈om exponentα. As an example,AOD spectral
variations in UV-A are shown in Fig. 4 at four times in
the early afternoon on 27 September, with this period cor-
responding to the clearest sky conditions occurring during
the campaign.
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It is usual to expressAOD spectral variations in terms of
the 2 parametersα andβ, defined byAOD =β λ−α and re-
trieved from a linear fit betweenAOD and the wavelength
in a double logarithmic scale. Averaging the four spectra in
Fig. 4 givesβ=0.019 andα=1.6 for the range 320–400 nm.
Nevertheless, it is well known that the Angström coefficients
depend on the wavelength range considered, and the aboveα

andβ values are not suitable for extrapolatingAODat wave-
lengths in other bands. Moreover, minor spectral variations
in the extraterrestrial flux error or in the instrument calibra-
tion error, can lead to large errors inα, as discussed in Leno-
ble et al. (2002); they can also produce an artificial variability
of α, which shows further a strong dependence on SZA, ac-
cording to results discussion in Cachorro et al. (2004). The
difficulties are obviously the same when using the Angström
coefficients determined in the visible band for extrapolating
AOD in the UV region.

After radiometric calibration, Brewer data in the six ozone
channels could be used for retrievingAOD (Marenco et al.,
2002), but the wavelength separation is too small (between
306 and 320 nm) to obtain reliable values of the Angström
coefficients. In such a case, negativeα are even frequently
obtained, as observed by Jarowslaski et al. (2003). Following
Vilaplana et al. (2004), the negativeα given by the Brewer
instrument in El Arenosillo would be due to a calibration er-
ror.

AOD values from the LICOR1800 spectroradiometer are
calculated at the fixed discrete wavelengths 350, 380, 440,
670, 870, 1020 nm, although this instrument provides a
continuous spectrum from 320 to 1100 nm (Cachorro et al.,
1998). These wavelengths are chosen outside the gas absorp-
tion bands.

As mentioned before in Sect. 2, the CIMEL instrument
measures direct irradiance at 4 visible and near infrared
wavelengths: 440, 670, 870 and 1020 nm; the correspond-
ing AOD values used in the present study are those available
in the AERONET database (Holben et al., 1998; Eck et al.,
1999).

In the visible and near infrared band theα values given
by CIMEL (from wavelengths 440, 670, 870 nm) and by
Licor1800 (from the spectral windows [370–490 nm], [748–
757 nm], [776–782 nm], [862–872 nm]) compare reasonably
well, as shown in Fig. 5.

Outside the gaseous line absorption spectra,AOD is basi-
cally obtained from the following equation (ifSZA<75◦):

AOD=cosSZA ln(KdIoλ/Iλ) − ROD− kO�.

ParameterKd is the ratio of actual to mean Sun-Earth dis-
tance,Ioλ and Iλ are, respectively, the extraterrestrial so-
lar direct normal spectral irradiance and its value at ground
level; ROD is the Rayleigh optical depth, whilekO and�

are the ozone absorption coefficient and the amount of ozone.
When calculatingAOD from various instruments operat-

ing simultaneously, the same respectiveSZA, Kd , Ioλ, ROD,
kO and � values are used. Consequently,Iλ is the only
variable capable of introducing differences between the re-
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Figure 5. Diurnal variations of α coefficient from CIMEL and LICOR1800 for days 26 

to 29 September. 

 

 

 

 

 

 

 

 

Fig. 5. Diurnal variations of theα coefficient from CIMEL and
LICOR1800, for days 26 to 29 September (Julian days 269 to 272).
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Figure 6. Estimated difference between AOD from two instruments as a function of 

time on 27 September 2002 in El Arenosillo, for various relative differences between 

the irradiances given by the two instruments. 

 

 

 

 

 

 

 

Fig. 6. Estimated difference betweenAOD from two instruments
as a function of time, on 27 September 2002, in El Arenosillo, for
various relative differences between the irradiances given by the in-
struments.

sults. Then, letδIλ be the difference between theIλ val-
ues at a given wavelength from two instruments working
simultaneously, the difference between the twoAODmay be
written as:

δAOD = − cosSZA ln

(
1 +

δIλ

Iλ

)
.

As an example, theδAOD variations on 27 September 2002
at El Arenosillo are presented in Fig. 6 for discreteδIλ

/
Iλ

values, ranging from−10% to +10%. Because the relative
uncertainty of theIλ measurements in the UV band is 4%,
at least (for details, see Lenoble et al., 2002; Groebner et al.,
2003; Martinez-Lozano et al., 2003), the relative difference
δIλ

/
Iλ can reach 8% and theδAOD differences as large

as 0.06 are possible. Moreover, in the El Arenosillo cam-
paign, the respective values ofSZA, Kd , Ioλ, ROD, kO and
� used for calculating the variousAOD are not strictly iden-
tical, because of the different computer routines of the var-
ious instruments. Then, the trueδAOD can still be larger
than indicated above, and does not follow exactly the diurnal
variations plotted in Fig. 6. In any case it is large enough to
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Figures 7a, b, c. Diurnal variations of AOD in UV bands on 27 September 2002 

following measurements from Brewer, LICOR and SPUV02 instruments. 
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Fig. 7. Diurnal variations ofAOD in UV bands on 27 September
2002, following measurements from Brewer, LICOR and SPUV02
instruments.

explain the differences between theAOD obtained from the
various instruments.

Comparisons are presented in Fig. 7 for the UV band on
27 September 2002. In Fig. 7a (comparison SPUV-Brewer at
320 nm) the differences are within the expected uncertainty
previously discussed, whileAOD in Figs. 7b and c (compar-
ison SPUV-LICOR at 350 and 380 nm) are in good agree-
ment.

The link between the instrument calibration error responsi-
ble forδIλ, and the apparentAODdiurnal variations strongly
correlated withSZAvariations, has been extensively anal-
ysed and explained by Cachorro et al. (2003; 2004). On
27 September 2002, when solar noon is at about 11:40 UT,
such a correlation could explain the decreasingAOD ob-
served from 11:30 to 16:30 UT in Fig. 7. But, if mainly gov-
erned by the diurnalSZAvariations, theAOD curve has to
present at noon either a maximum or a minimum, depending
on the sign of the calibration error; so the general decreasing
in Fig. 7 would imply that all instruments would have a same

 26

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 440 nm

LICOR 440 nm

(a)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D
Time (UT)

CIMEL 670 nm

LICOR 670 nm

b)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 870 nm
LICOR 870 nm

c)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 1020 nm
LICOR 1020 nm

d)

 
 

Figures 8a, b, c, d. Diurnal variations of AOD in visible and near infrared bands on 27 

September 2002, following measurements from CIMEL and LICOR instruments. 

 26

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 440 nm

LICOR 440 nm

a)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D
Time (UT)

CIMEL 670 nm

LICOR 670 nm

(b)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 870 nm
LICOR 870 nm

c)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 1020 nm
LICOR 1020 nm

d)

 
 

Figures 8a, b, c, d. Diurnal variations of AOD in visible and near infrared bands on 27 

September 2002, following measurements from CIMEL and LICOR instruments. 

 26

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 440 nm

LICOR 440 nm

a)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D
Time (UT)

CIMEL 670 nm

LICOR 670 nm

b)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 870 nm
LICOR 870 nm

(c)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 1020 nm
LICOR 1020 nm

d)

 
 

Figures 8a, b, c, d. Diurnal variations of AOD in visible and near infrared bands on 27 

September 2002, following measurements from CIMEL and LICOR instruments. 

 26

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 440 nm

LICOR 440 nm

a)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 670 nm

LICOR 670 nm

b)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 870 nm
LICOR 870 nm

c)

 

0

0,1

0,2

0,3

10 11 12 13 14 15 16 17 18

El Arenosillo 27 Sept 2002

A
O

D

Time (UT)

CIMEL 1020 nm
LICOR 1020 nm

(d)

 
 

Figures 8a, b, c, d. Diurnal variations of AOD in visible and near infrared bands on 27 

September 2002, following measurements from CIMEL and LICOR instruments. 

Fig. 8. Diurnal variations ofAOD in visible and near infrared bands
on 27 September 2002, following measurements from CIMEL and
LICOR instruments.

sign calibration error at all tested wavelengths. Because such
an occurrence is very improbable, we can conclude thatAOD
variations in Fig. 7 are due to real changes in aerosol content.

Comparisons betweenAOD from the LICOR spectrora-
diometer and from the CIMEL sunphotometer were also car-
ried out on 27 September 2002, but in visible and near in-
frared bands at the respective wavelengths 440, 670, 870 and
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1020 nm. As shown in Figs. 8a, b, c and d,AODvalues from
both instruments compare satisfactorily.

The ratios ofAODat 11:00 toAODat 15:00 decrease reg-
ularly from 2.5 at 350 nm (Fig. 7) to 1.5 at 1020 nm (Fig. 8).
This result indicates that the diurnal decrease ofAOD ob-
served on 27 September is associated with a change in its
spectral variation. In the morning, theAOD increases faster
toward short wavelengths than in the afternoon; this could be
explained by a progressive change in the mean aerosol size
along the day.

The results for the three other observation days are not
presented, as they lead to similar conclusions in UV band,
as well as in visible and near infrared bands.

5 Conclusions

Three spectroradiometers, Brewer, SPUV02, and LICOR,
and a CIMEL photometer, have been used simultaneously
during four days in September 2002, at El Arenosillo, Spain.
After correcting for their different resolutions, spectral global
irradiances measured by Brewer and SPUV02 instruments
are in very good agreement, with a mean ratio of 0.98, and a
standard deviation of 0.015. Since Brewer is a standard in-
strument part of an international network, we consider that
this result validates the calibration of SPUV02 performed at
its home site in Briançon, France.

The comparison of direct spectral irradiance measured by
SPUV02 and LICOR presents a mean ratio close to 1, with a
standard deviation of 0.055.

Total ozone column values are given by the Brewer in-
strument and by SPUV02, using two different methods. The
ground instruments compare satisfactorily (within 5 DU) for
TOC, whose values are consistent with TOMS data, at least
for clear sky periods.

AOD from the various instruments are compared at seven
different wavelengths between 320 nn and 1020 nm: the
agreement is good at 350, 380, and 870 nm; at the four other
wavelengths the difference, which is smaller than 0.03, can
be explained by a relative difference of about 4% between
the calibrations of the various instruments. Considering the
performances of the present best spectroradiometers, a 4%
difference between irradiances from two distinct instruments
is a satisfactory result, particularly at short wavelengths.

ExtendingAOD measurements, generally done in visible
and near infrared, to UV wavelengths, makes the detection
of possible changes in aerosol properties easier. Accuracy
of AOD at short wavelengths, especially for low AODs, is
limited by the difficulty of UV spectroradiometer calibration.

The objectives of the campaign have been achieved, and
confidence has been gained inTOCandAOD measurements
performed by the different instruments.
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