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1 General outline 

 

The rapid development of molecular imaging techniques is progressively 

changing the way we practice Medical Imaging. While classical imaging explores 

mostly structural changes, molecular imaging techniques can provide information of 

the molecular processes that are the basis of structural or physical alterations in 

tissue. The most commonly used modalities of in-vivo imaging are: X-ray computed 

tomography (CT), Magnetic resonance imaging (MRI), ultrasound, nuclear medicine 

including Single-Photon Emission Computed Tomography (SPECT) and Positron 

Emission Tomography (PET), and optical imaging (OI). 

Among the different optical approaches, diffuse optical tomography is a relatively 

new technique, which provides volumetric and quantitative images of the targeted 

subject by reconstructing spatially resolved maps of a biologically-relevant optical 

property within the tissue. In particular, the development of fluorescent optical probes 

has significantly improved the image contrast of the optical readouts. The combination 

of diffuse optical tomography with the use of fluorescent probes has led to the recent 

development of fluorescence diffuse optical tomography (fDOT), which reconstructs 

the three dimensional distribution of fluorescent probes within tissue. fDOT provides 

functional and quantitative fluorescent images with non-ionizing radiation and 

relatively inexpensive equipment. These characteristics make fDOT well suited for 

small animal studies, related to tumor imaging, drug discovery and gene therapy. 
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However, fDOT is a novel imaging technique that is still under development. In 

the context of multimodal imaging, different studies have demonstrated the potential 

interest of combining optical imaging with other modalities. The most common 

approach is the combination with CT images, where the latter can serve as an 

anatomical reference. In the present thesis, fDOT is co-registered with PET, which 

represents a functional imaging technique. The aim of this approach is to explore the 

potential of multimodal functional imaging. To build an automatic and feasible 

PET/fDOT co-registration method based on multi-modal fiducial marker was the first 

of the two objectives of this thesis. A co-registration algorithm was developed by 

taking in account the particularities of fDOT with respect to other modalities (CT, MRI, 

PET etc.).  

The second objective of the thesis was oriented towards the improvement of 

fDOT reconstructions. The majority of fDOT systems are restricted to single camera 

(single angle) configurations, thus limiting the information gained from different 

angular  views. As a consequence, the reconstruction quality of the fDOT is 

restricted in terms of depth resolution. This can be solved with the incorporation of 

gantries in a similar manner to well established tomographic imaging techniques such 

as PET or CT.  A gantry system enables the recording of multiple-angle projections 

for image reconstructions. However these approaches result in increased apparatus 

costs and in challenging engineering. In the present study an approach is presented 

were multi-angle fDOT imaging is achieved with the use of mirrors. The aim was to 

improve fDOT reconstruction while retaining the instrumentation simplicity of the basic 

fDOT system.  

The necessary basic theoretical background, implementation and accomplished 

results of this work will be presented in this dissertation in five chapters. The chapters 

are organized as followed: 

In the next chapter, a basic introduction of the framework is presented, including 

an introduction to molecular imaging in pre-clinical research, the principle of optical 

tomography imaging and in particular of the fDOT imaging system. The challenges of 

multimodality imaging and the concept of image registration are also described This 
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part intends to show the context of the study and the basic knowledge acquired for 

implementation of objectives.  

In chapter three, the first part of the thesis concerning the automatic 

co-registration of the fDOT with PET is presented. The method is based on the 

automatic detection of fiducial markers visible in both modalities. The novelty of our 

method relies on the introduction of surface extraction techniques in the fDOT imaging 

acquisition and analysis. Quantitative evaluation after testing this method on a set of 

experiments confirmed the feasibility of this co-registration method. The method was 

applied to a practical tumor study, with co-registration of FDG-PET images of 

glycolysis and of tumor vascularity with fDOT using Sentidye® fluorescent probe. 

In the fourth chapter, the second part of the thesis related to the improvement of 

depth resolution in fDOT reconstruction will be presented. After analyzing the 

drawback of the conventional fDOT imaging system, the improvement proposed is to 

develop a new multi-angle fDOT system with two mirrors redirecting the signal coming 

from the lateral side of the subject to the camera. The new fDOT reconstruction 

method was tested on two different types of experiments: phantom and mouse kidney. 

The reconstruction based on the mirror geometry was compared with the 

conventional geometry to determine the improvement in depth resolution.  

Finally, in the fifth chapter, the essential elements of the study presented in 

chapter four will be discussed. The final section concludes the thesis with the 

summary of the works accomplished during the three year PhD thesis, the possible 

applications and the general perspective that may be valuable for future research.  
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2 Introduction 

 

Medical imaging, used to explore the human body in order to diagnose, monitor, 

or treat disease (Elliott, 2005), is based on the observation of contrast between 

diseased and healthy tissues. Obtaining a specific contrast is of particular diagnostic 

value and facilitate the early identification and staging of pathologies (Riker et al., 

1997; Black, 1998) The most commonly used imaging modalities include radiography, 

magnetic resonance imaging, nuclear imaging, ultrasound imaging and optical 

imaging. Each type of technology provides a different type of information about the 

studied subject, by relating tissue condition to the measurement of a physical property, 

e.g the radioactivity concentration in nuclear medicine. These measurements provide 

insight into the biochemistry or physiology of tissue.  

Conventional imaging methods probe structural or micro-structural and 

physiological alterations in tissue. However, these alterations are the results of 

molecular processes such as the activation or inhibition of a molecular receptor, or a 

physiological signal pathway (Mattson, 2000; Massoud and Gambhir, 2003). 

Molecular imaging is of particular interest because it allows the direct visualization of 

these molecular events.  
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2.1 Molecular imaging 

 

Advances in molecular biology, applied physics and biotechnology allowed the 

development of powerful tools for the imaging of the biological tissue. New imaging 

techniques have been developed for the direct visualization of molecular events. In 

contrast   to   “classical”   imaging,   molecular imaging sets forth rather to probe the 

molecular abnormalities that are the basis of disease, rather than image the ending 

effects of these molecular processes  (Weissleder et al., 1999; Weissleder, 2002). 

Molecular imaging exploits molecular processes with non-invasive methods to 

generate image contrast and provides annotations of molecular, structural and 

biochemical information. Based on the above, molecular imaging can be broadly 

defined as the non-invasive in-vivo characterization and measurement of biologic 

processes at the cellular and molecular level (Miller and Thrall, 2004; Rudin, 2005; 

Rudin et al., 2005; Weissleder, 2006). 

An important aspect of molecular imaging is its capacity to provide quantitative 

data, hence a greater degree of objectivity for the diagnosis of disease. The ability to 

image and quantify molecular changes opens up a number of exciting possibilities for 

medical applications, including the early detection of cancer based on the detection of 

specific biomarkers (Munnink et al., 2009; van der Meel et al., 2010) and efficient 

testing of new drugs in pre-clinical and clinical tests (Rudin, 2005; Hampel et al., 

2011). 

 

2.2 Molecular Imaging Techniques  

 

Efforts have been oriented towards the development of high-resolution, in-vivo 

technology, for studying diseases noninvasively and quantitatively at the molecular 

level (Weissleder, 2002; Massoud and Gambhir, 2003). The rapid growth of molecular 
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imaging has provided scientists with tools for the visualization of molecular processes. 

The most basic and the most commonly used modalities in molecular imaging include 

Nuclear Imaging, Optical Imaging, Magnetic Resonance Imaging and Ultrasound,. 

The studies presented in this thesis revolve around the first two modalities. 

2.2.1 Nuclear imaging, Single-Photon Emission Computed Tomography 
(SPECT) and Positron Emission Tomography (PET)  

Nuclear imaging methods detect radioactive radiation emitted by a decaying 

radionuclide (Rudin, 2005). SPECT and PET are both clinically established 

technologies and suited for translational applications (Stahl et al., 2004; Sharma and 

Ebadi, 2008).  

 

SPECT: the gamma radiation emitted by the radioisotope is detected directly by a 

gamma camera. Multiple 2D images (projections) are acquired in multiple angles that 

provide 3D information. However, the signals are detected by detector equipped with 

collimators that reducing the space angle. Therefore, the sensitivity is less than in 

PET scanners (in the order of nano-molar concentrations in comparison to pico-molar 

concentrations achieved by PET). Typical values of the spatial resolution for SPECT 

(Rudin, 2005) are in the order of 10mm for clinical scanners. In preclinical studies 

millimeter or sub-millimeter resolution is achieved by multi-pinhole techniques 

(Beekman and Van der Have, 2007; Gross, 2005).  

PET: PET radioisotopes emit positrons during positive beta decay. In the body the 

positron travels through the tissue for a short distance before being annihilated with 

an electron (Townsend, 2004). The annihilation produces two gamma photons that 

are emitted in opposite directions. These photons are detected by a scintillator 

detector, which creates a burst of light that is detected by photomultipliers. 

Coincidence detection yields a line of response on which the annihilation has 

occurred. During the time between positron emission and positron annihilation the 

particles travels 0.5-3mm, depending on the initial energy of the positron emitted 
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(Rudin, 2005). Typically the resolution of PET is of the order of 6-8 mm for clinical 

scanners (Townsend, 2004), and 1-1.5mm for small-animal scanners. An important 

advantage of PET is its high sensitivity, which allows the use of tracer concentrations 

that are far below the pharmacological effective dose (Rudin, 2005). 

PET is considered both a medical and research tool. It is commonly used in 

clinical oncology (Delbeke and Martin, 2001) and neuroimaging (Kim et al., 2010) for 

diagnosis of brain diseases. PET is also an important research tool to map normal 

human brain and heart function (Gusnard et al., 2001). PET scanning is non-invasive, 

but involves exposure to ionizing radiation. Thus, safety precaution should be paid to 

the total dose of radiation received by the patient. 

Improved spatial resolution allows PET imaging of mouse models of human 

disease, so that preclinical findings and concepts can be translated a posteriori into 

the clinical context. By employing the same technology in an experimental setting and 

in clinical practice, the translation from preclinical research to clinical application is 

facilitated (Nanni et al., 2007). Small animal PET (Myers and Hume, 2002), which are 

adapted to the geometry and size of mice, have been developed for molecular 

imaging studies. They exhibit substantially higher sensitivities (in the order of 10-11 – 

10-12 M) (Rudin, 2005) than the clinical PET scanners.  A main advantage of small 

animal PET is the possibility of longitudinal studies of the disease evolution and of the 

response to a specific therapy (Nanni et al., 2007). Applications of the PET imaging in 

preclinical studies include drug development (Tsukada, 2011), targeted radiotherapy 

of cancer (Anderson and Ferdani, 2009) and preclinical evaluation of tumour 

angiogenesis (Nayak et al., 2011). 

 

2.3 Optical imaging 

 

As stated in the previous section, medical images of living tissue can be obtained 

by using techniques such as CT, PET, Ultrasound or MRI. Each of the aforementioned 

techniques exhibits specific advantages and limitations. Despite constant advances in 
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the existing imaging technologies, the development of new modalities is still at the 

center stage of molecular imaging research. There is a high interest in developing 

modalities characterized by a reduced cost and use of non-ionizing radiation, and that 

can provide molecular and functional information on molecular processes. In the 

microscopic domain, a number of optical imaging techniques have been developed, 

including confocal imaging (Claxton et al., 2006), multi-photon imaging, or 

microscopic imaging with intravital microscopy (Tabuchi et al., 2008). 

In recent years, molecular imaging has encountered the rapid development of 

macroscopic imaging using light (Weissleder and Ntziachristos, 2003). Light is 

nonionizing over many wavelengths and in the Near Infra-Red (NIR), it can penetrate 

deep in tissue. This range of wavelengths where light exhibits low absorption is called 

light’s   “biological   window”, which is   also   known   as   the   “NIR window” (Weissleder, 

2001) (Figure 2-1). The figure below presents the absorption spectrum of the three 

major tissue chromophores: water (H2O), oxyhemoglobin (HbO2) and 

deoxyhemoglobin (Hb). As can be seen the area of low absorption spans the range 

between 600nm and 900nm.  

 

 
Figure 2-1: Absorption spectrum of the three major chromophores in tissue: 
water (H2O), oxyhemoglobin (HbO2) and deoxyhemoglobin (Hb). Within the NIR 
window, the absorption coefficients of all three chromophore are relatively low 
(Sharma et al., 2006). 
 

In the NIR window, photon propagation in tissues is possible over many cm 
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(Ripoll et al., 2005). During light propagation in tissue, photons are absorbed but also 

scattered. In   the  “biologic  window” where tissue absorption is low, the scattering of 

light is the predominant process that influences light propagation. Due to this effect, 

light propagates in a diffusive manner. The influence of the optical properties on  light’s 

propagation can be used to quantify these properties. These, in turn, often 

characterize tissue pathologies.  

Macroscopic optical imaging methods have received great attention in recent 

years. The main reason has been the development of a technology that incorporates 

NIR laser sources and sensitive cameras for probing signals originating from 

large-scale subjects. Advances in the field of tissue optics allowed the theoretical 

description of the propagation of light with tissue thus giving rise to 3D reconstruction 

techniques (Chance et al., 1992). The potential of this novel technology has been 

demonstrated by the probing of hemodynamics (Boas et al., 2004), detection of 

tumors (Ntziachristos and Chance, 2001; Yodh, 2008) and providing functional 

imaging of the brain (Benaron et al., 2000; Culver et al., 2003).  

There are three major macroscopic techniques for small animal imaging: 

Bioluminescence imaging, planar fluorescence imaging and optical tomography. 

2.3.1 Bioluminescence imaging 

In bioluminescence imaging, the enzyme luciferase transgenically expressed in 

transgenically modified animal models serve as the source for the contrast agent. 

After the administration of luciferin via injection, oxidation of the luciferin substrate 

occurs and visible light is emitted (Contag et al., 1998). The emitted photons travel 

through the tissue and are recorded by photon sensitive cameras that focus on the 

surface of the animal (Figure 2-2).  
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Figure 2-2: Schematic representation of bioluminescence imaging (BI). After the 
administration of luciferin, planar image of the emission light from the luciferase is 
captured by the CCD camera. 

 

Bioluminescent studies mainly involve the imaging of gene expression products 

(Contag and Bachmann, 2002) and the tracking of tumor cells (Sweeney et al., 1999). 

Luciferase imaging provides images of surface events with a high signal to noise ratio, 

since the light is intrinsically generated without any external excitation. However, full 

quantification of signal located deep inside the subject is not yet feasible.   

Overall, Bioluminescence technique is a very sensitive technique and enables 

throughput measurements; however the requirement of systemic delivery of the 

luciferin substrate to the animal is a limitation for long-term experiments. Another 

drawback is that the intensity of emission and the peak wavelength strongly depend 

on the temperature and the pH. 

2.3.2 Planar fluorescence imaging 

Molecular biology and biotechnology have provided tools to label cells and 

molecules with fluorescent probes, to produce valuable contrast agents for optical 

imaging studies (Bremer et al., 2003; Nolting et al., 2011). Fluorescent contrast 

agents, which were first applied in cell biology (Zhang et al., 2002) and cell 

microscopy (Brown et al., 2001), provide high signal to noise ratio and high specificity, 
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thus significantly improving the detection limit, the resolution and the depth of 

localization.  

Fluorescent probes label the target via three major labeling mechanisms (Figure 

2-3): 

a) Vascular probes (nonspecific probes): One hallmark of tumor and inflammation 

is enhanced vascular permeability (also called the Enhanced Permeability and 

Retention effect). Passive targeting of the vascular probes is achieved by 

extravasation of these long-circulating nanoparticles through increased permeability 

of the tumor vasculature and accumulation in the pathological site. (Maeda et al., 

2000). In addition, maintaining a required level of the vascular probes (nanoparticles) 

in the blood and a prolonged circulation can help to achieve a better targeting effect 

for nanoparticles and allows more time for interaction with the target tissue (Torchilin, 

2007).  

b) Targeted probes: a fluorophore is attached to a ligand, which is specific for a 

receptor.  Targeted probes are generally used to determine the position of the 

receptor concentration, or localize proteins. In antibody labeling, the fluorescent 

labeling uses the specificity of antibodies binding to their antigen to target fluorescent 

dyes to specific targets within a cell, and therefore allows visualization of the 

distribution of the target molecule (Vira et al., 2010). 

c) Activatable probes: Activatable near-infrared fluorescent probes have been 

recently developed (Weissleder, 1999) and they represent a unique contrast 

technique in the field of Molecular Imaging. These probes are initially quenched and 

thus non-fluorescent. Upon interaction with the target, they are dequenched and emit 

light.  These probes cleaved by a specific target. Thus, probes undergo a change in 

their optical properties (Lovell and Zheng, 2008). This activatable (quenching and 

dequenching) approach represents an amplification phenomenon that increases 

target-to-background ratios. It holds promise for imaging of a number of endogenous 

proteases in cancer, inflammation (including inflammatory arthritis), cardiovascular 

diseases, infections and degenerative diseases in humans (Weissleder et al., 1999; 

Massoud and Gambhir, 2003). 
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Figure 2-3: Three types of probe labeling mechanisms: a) nonspecific probes detect 
physiological parameters (blood volume, perfusion, flow) and target passively by 
extravasation through EPR effect in tumors, b) targeted probes specific for their 
receptor localize and determine the target tissue, and c) activatable "smart" probes 
are detected only after activation by the target (Weissleder, 1999). 

 

A variety of probes including the activatable probes have been used for molecular 

imaging studies in mice (Weissleder and Mahmood, 2001). The simplest way to 

detect fluorescence from a macroscopic subject is by planar fluorescence imaging. 

The fluorescent agents are administered to the animal and fluorescent signals are 

produced upon excitation by a planar light exposure (Ntziachristos et al., 2005; 

Ntziachristos, 2006) (Figure 2-4) . The excitation light has a defined bandwidth, which 

corresponds to the excitation spectra of the fluorophores. When it encounters the 

fluorescent probes, the latter emits a signal with different spectral characteristics that 

can be resolved with an emission filter and captured with a high-sensitivity 

charge-coupled–device (CCD) camera. 
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Figure 2-4: Schematic representation of planar fluorescent imaging (PFI). The 
emission of the fluorescent light after the excitation of fluorescent probes is captured 
by the CCD camera, in epi-illumination geometry. 
 

Planar fluorescence imaging, which is also called fluorescence reflectance 

imaging (FRI), is a simple and high throughput technique for in vivo surface imaging. 

However, planar imaging lacks multiple projections and the nonlinear dependence of 

light is not accounted for. Therefore, resolution in depth is not feasible and the ability 

of volumetric quantification of fluorescent signals is restricted within a depth of a few 

millimeters under the skin (Ntziachristos, 2006). 

 

2.3.3 Diffused Optical tomography (DOT) and fDOT 

Over the last fifteen years, optical tomography has become one of the main 

tomographic modalities applied to molecular imaging studies. Diffuse Optical 

Tomography (DOT) was the first technique developed aiming at reconstructing 

three-dimensional maps of the optical properties of tissue, such as oxygen saturation 

and blood volume (Ntziachristos et al., 2001). 
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Figure 2-5: Schematic representation of diffuse optical tomography (DOT). The CCD 
camera captures the emission light defined by the optical property of the tissue, after 
source illumination in trans-illumination geometry. 
 
 

For DOT, as shown in figure 2-5, a NIR laser source illuminates the subject and a 

camera captures the signals on the opposite side. Images of transmitted light are 

recorded at different source/detector positions by moving the source and/or the 

camera and/or the subject. 3D images of the targeted property are then reconstructed 

by applying mathematical algorithms that take into account the absorption and the 

scattering of light during its propagation through tissue. DOT can provide volumetric 

and quantitative images of the optical properties of the targeted subject (Ntziachristos 

et al., 2001). 

Fluorescence diffuse optical tomography (fDOT) or fluorescence molecular 

tomography (FMT) (Ntziachristos and Weissleder, 2001) has developed to provide 

better contrast sensitivity in comparison to DOT. FDOT incorporates the principles of 

DOT in combination with the use of fluorescent probes to improve contrast (Figure 

2-7). For fDOT acquisition, the tissue of interest is illuminated with a NIR laser light. 

The excitation photons travel through tissue and a portion of them interact with a 

fluorescent target. During this interaction, the excitation photon is absorbed and a 

fluorescence photon is emitted with a longer wavelength (Figure 2-6). 
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Figure 2-6: Scheme of the excitation signal of the laser source and the fluorescence 
signal of the fluorophore upon excitation (Hervé et al., 2007). 
 

As mentioned, in the NIR spectral wavelength, the photon propagates in 

biological tissue through diffusive process. A detector captures the photons reaching 

to the surface. In switching between appropriate filters, both excitation and 

fluorescence photon signals can be measured. 

 

 

Figure 2-7: Schematic representation of fluorescent diffuse optical tomography (fDOT). 
The emission of the fluorescent light after the excitation of fluorescent probes is 
captured by the CCD camera, in trans-illumination geometry. 
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The first fDOT modalities incorporated fiber detectors in contact with the probed 

medium (Ntziachristos and Weissleder, 2001). Recent systems account for the 

free-space propagation of the transmitted light, thus enabling the development of 

non-contact fDOT imaging (Deliolanis et al., 2007). The non-contact approach 

enables CCD-based measurements which are characterized by higher spatial 

sampling, when compared to the fiber-based systems, resulting in improved 

resolution (Culver et al., 2003; Graves et al., 2003). fDOT 3D images are the result of 

a reconstruction process using algorithms that take into account the propagation of 

light and the geometry of the subject. A detailed presentation of these algorithms will 

be given in chapter 3. 

FDOT is capable of resolving and quantifying fluorophores with nano-molar 

sensitivity in small animals and can achieve several centimeters of tissue penetration. 

FDOT provides 3-dimentional functional and quantitative images. An important 

advantage of fDOT in comparison to BI and PFI is its quantification capacity. 

Additional advantages include the fact that beacons and fluorophores are usually 

stable and do not decay like isotopes and that the technology is relatively inexpensive 

compared with other tomographic imaging systems. These characteristics make fDOT 

well suited for small animal studies, especially for cancer detection, drug discovery 

and gene therapy (Graves et al., 2003). It is also conceivable to perform 

multi-wavelength imaging to obtain information from multiple targets (Grieve et al., 

2006). 

 

 

2.4  Challenges in Multimodality imaging 

 

Basic molecular imaging techniques have been presented with emphasis on 

optical imaging and its fluorescent counterpart, the fDOT. Each technique has 

advantages but also limitations, and the information that can be extracted from each 

modality has distinct characteristics. The MRI offers anatomical images of notable 
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spatial resolution, but it may not provide high-sensitivity functional information. In 

contrast, nuclear imaging may monitor specific functional or metabolic processes in a 

highly specific way, but generally lacks spatial resolution to allow probing of 

anatomical structures. Differences also concern the potential harmfulness induced by 

the modality.  

Besides the molecular imaging techniques presented above, a conventional 

imaging modality: X-ray Computed Tomography (CT) has been commonly used to 

provide anatomical landmarks and co-register with different molecular imaging 

techniques. 

2.4.1 X-ray Computed Tomography (CT):  

In CT images, the contrast is due to tissue specific attenuation of X-ray beams 

travelling inside tissue. CT provides high-contrast resolution that allows distinguishing 

differences in the physical density of the tissue (Goldman, 2007). The development of 

the CT scanner made feasible the collection of full 3D data set that covers the whole 

subject. CT provides unsurpassed signal intensity of bony structures, but is also 

applied to studies of pulmonary diseases as it yields high contrast image for lung 

parenchyma and adipose tissue (Langheinrich et al., 2004). CT scanning can also be 

used in brain imaging to detect infarction, tumors etc., and in cardiac imaging for 

imaging of the coronary arteries. In clinical scanners the resolution is typically of the 

order of 0.5 -1  mm  and  for  animal  scanner,  in  the  order  of  10μm  or  less  (Rudin, 2005). 

The administration of contrast agents containing iodine or barium enhances X-ray 

contrast (Widmark, 2007). Contrast agents allow CT to give some contrast to 

anatomical images of soft tissue, e.g. kidney, in small animal.  Consequently, CT is 

generally used as an anatomical reference for molecular imaging. However, one 

significant drawback of CT is the radiation dose delivered during the imaging session. 

The radiation in some cases can lead to damage of the tissue and increase the risk of 

cancer (Anand et al., 2008). Precautions are needed to avoid excess radiation dose to 

the patients. 
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2.4.2 Multimodality imaging:  

As mentioned, different imaging modalities have different characteristics and 

each of them provides either functional or anatomical information. The development 

of multimodality imaging has originated from the need to compare information from 

multiple modalities in order to realize the complete study of a single subject. 

Multimodality imaging has been proposed as a means to enhance the information 

obtained from the use of one single imaging modality (Cherry, 2006; Townsend, 2008). 

Multimodality imaging facilitates the process of complementing functional data with 

anatomical data, thus facilitating the localization of the functional images. 

The first implementation of multimodal imaging concerned the fusion of SPECT 

with CT for clinical purposes (Hasegawa et al., 2002). Since then, the number of 

combined SPECT/CT and PET/CT scanners has increased steadily because of their 

wide clinical utility. The main application of PET/CT imaging is found in the field of 

oncology (Kapoor et al., 2004). SPECT/CT and PET/CT systems were introduced by 

the major scanner manufacturers for routine clinical use (Beyer et al., 2000; 

Hasegawa et al., 2002).  

Recently, the development of prototype systems that combine PET with MR 

Imaging represented a major technological achievement. The advantage from the use 

of MRI is the ability to image soft tissue contrast as well as functional processes. 

Some studies have reported the application of this multi-modal approach in the field of 

cardiac imaging (Nekolla et al., 2009) and high-resolution brain imaging (Cho et al., 

2008).  

The clinical technology was soon transferred to preclinical research with the 

development of small-scale system analogs devoted to animal studies. Preclinical 

multimodal systems need to address multiple instrumentation challenges. The subject 

should be measured by two techniques while maintaining its geometrical position 

between the two acquisition sessions. In addition the multi-modal system should 

provide co-registered images from the multiple scans. 

There are two approaches for addressing the above requirements: sequential 
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acquisitions sessions (Nahrendorf et al., 2009) between different modalities, and 

systems that allow simultaneous acquisitions with combined multi-modal detectors 

(Goertzen et al., 2002). 

Currently, the majority of multimodality research studies involve sequential 

imaging by moving the mouse support from one system to the other (Stout and Zaidi, 

2008). The sequential approach has been more commonly applied because of its 

simplicity. The main drawback of sequential imaging concerns the risk of changing the 

animal position when it is displaced between the imaging sessions. One solution for 

sequential imaging was the use of imaging chambers (Suckow et al., 2009). This 

approach integrated heating, anesthesia, and positioning within a chamber bearing a 

common mounting plate for the different modalities. The chamber can be fixed in the 

same location enabling a fixed translational offset to co-register the data, eliminating 

the often difficult task of software registration. Further refinements with software 

enable automated processing to create the fused images without user interaction, 

thus simplifying the creation of data and lessening the burden for the user (Suckow et 

al., 2009). 

Data processing in multimodality imaging concerns the use of software to achieve 

co-registration and fusion of multiple images. Depending on the type of the acquisition 

system, image registration software needs to account for misalignment due to the bed 

transportation or the movement of the animal between the different image scans 

(Chow et al., 2006).  

.  
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3 Automatic Co-registration of fDOT and 
PET images 

 

Several multimodality imaging systems are either in use or under development. 

As presented in the previous chapter, the most commonly used systems in practice, 

consist of dual-modality imaging scanners that combine anatomical imaging with 

functional imaging. fDOT was mainly fused with CT, so that the fDOT functional image 

could be visualized and processed in comparison to a structural reference image 

provided by CT.  

Recent studies have demonstrated the potential interest of combining fDOT with 

PET (Prout et al., 2004; Nahrendorf et al., 2010; Li et al., 2011). FDOT/PET 

dual-modality imaging involves two functional modalities, where each one provides 

information about a different process. This combination may serve to enhance the 

molecular information originating from a single subject at a given time point. The first 

attempts in combining fDOT with PET showed that complementary information was 

achievable and demonstrated the imaging performance of fDOT in comparison to PET. 

However, only few studies are devoted to the combination of PET with fDOT mainly 

due to the technical difficulties or some misconceptions for the benefits of the 

combined images. Another reason is that fDOT is a relatively novel technique and in 

constant development in comparison to the established PET technology.   

In oncologic imaging, there is a clear trend towards multimodal imaging of tumor 
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as the best way to provide relevant information on a significant number of various 

cancer hallmarks (Culver et al., 2008; Hanahan and Weinberg, 2011). The complexity 

of tumors interactions with their environment calls for imaging methods capable of 

detecting a diversity of tumor hallmarks (Egeblad et al., 2010; Hanahan and Weinberg, 

2011). Positron emission tomography (PET) with [18F]2-deoxy-2-fluoro-D-glucose 

(FDG), the most efficient imaging method to detect cancer, is an indicator of tumor 

energy metabolism dominated by aerobic glycolysis in both cancer and 

tumor-associated inflammatory cells (Gillies et al., 2008). However, FDG-PET carries 

no information about other cancer hallmarks such as angiogenesis, replicative 

immortality, evasion of growth suppressors, capacity to metastasize, and yields at 

best indirect information on resistance to apoptosis and proliferation (Hanahan and 

Weinberg, 2011). PET imaging with other radiotracers can complement FDG, 

although radiolabeling of multiple tracers add in the complexity of an experiment. As 

far as experimental molecular imaging is concerned, multiple PET sessions are 

difficult to envision on a large scale because of high cost and low practicability. 

Important information can be extracted from fusion images of glucose activity 

given by FDG-PET and an optical probe targeting a tumor-related process. The fusion 

images require image processing tools that would process images acquired 

separately by the different modalities. Given the resolution of small-animal PET and 

fDOT scanners (1–2 mm), accurate and reliable co-registration between both 

modalities is essential. Among different co-registration methods that have been 

developed, such as geometrical co-calibration (Cao et al., 2010) and dynamic 

contrast methods (Hillman and Moore, 2007), the use of fiducial markers (FM) 

(Nahrendorf et al., 2010) in close position to the body of the animal is the most 

straightforward and universal approach today. The coordinates of the FM in images 

acquired independently are used for the geometrical transformations leading to the 

fusion of images. Co-registration of large data sets from different imaging modalities 

results in time-consuming, tedious and operator-dependent image analyses when 

performed manually. Therefore, methods for the automatic identification of the FM's 

coordinates have been developed for co-registration of computed tomography (CT), 
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PET and magnetic resonance imaging (MRI) modalities (Wang et al., 1996; West et 

al., 1997; Fitzpatrick et al., 1998; Liu, 2003; Yang et al., 2006). However, so far, these 

methods have not been adapted to co-registration with fDOT because fDOT 

reconstructions are spatially restricted and do not cover the FM positions 

In the present thesis, the use of surface images obtained during fDOT acquisition 

session was introduced for automatic identification of the FM's positions in space. 

Surface reconstruction by laser patterning can retrieve the 3-D surface of the subject 

and that of the FM located in its close vicinity (Bernardini and Rushmeier, 2002). 

Surface reconstruction is directly implemented into the 3-D fDOT-PET combined 

image.  

In this chapter, the new method for automatic co-registration of fDOT image with 

PET image is presented. In section 3.1, the basic features of fDOT and PET are 

presented together with their complementarity for molecular imaging studies. In 

section 3.2 the material including the mouse model and the imaging probes are 

described. In section 3.3, the instrumentation and the image acquisition of our method 

are presented, focusing on the novelty of our method of optical surface extraction in 

fDOT. In section 3.4, the fiducial marker based image co-registration taking into 

account the particularity of the fDOT technique is described, with the details of the 

image processing procedure used in our method. Section 3.5 presents the results 

showing the co-registration of fDOT and PET images of the same mouse together 

with the quantitative evaluation of this method. As a proof of concept, mice bearing 

neuroendocrine tumors have been imaged for glycolytic metabolism with FDG-PET 

and for tumoral blood pool with a fluorescent blood pool contrast agent. Finally, a 

conclusion for this chapter is given in 3.6. 

 

3.1 Complementarity of PET with fDOT 

 

In this study, we were particularly interested in exploring the potential of fusing 

PET with the fDOT. PET is a well-established technique that is routinely used in clinic 
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for the diagnosis and staging of tumors. In preclinical research, the notable advantage 

of PET consists in a sensitivity in the range of pM and short acquisition times 

qualifying it as the reference method to analyze early probe pharmacokinetics (Pryma 

et al., 2006; Khandani et al., 2007).  PET systems are suited for whole-body 

measurements enabling the parallel measurement of kinetics in multiple organs. The 

main shortcomings of the nuclear methods are their high implementation and 

maintenance costs and the need of security precautions due to radioactivity. 

 In the table below, the imaging features of the PET are compared to of fDOT. 

 

 PET Optical 

Resolution ~ 1 mm3
 ~ 1 mm3

 

Kinetics Fast (~1min) 10-15 min/scan 
Time range of follow 

up ~ hours ~days 

Cost Expensive Low cost 

Activatable probes NO YES 

Labelling  Need radiochemistry Easy 

Sensitivity  pM nM 

Table 3-1 Comparison of the major feature of the PET imaging technique with the 
fDOT technique in preclinical study 

  

This table shows some notable imaging features of the fDOT technique. For 

instance, it is comparable with PET in terms of resolution and also offers nanomolar 

sensitivity (Garofalakis et al., 2010). fDOT is non-radioactive imaging and in controlled 

intensities does not cause any harm to the tissue. In contrast to imaging modalities 

demanding heavy instrumentation such as PET, fDOT is based on relatively simple 

hardware that does not require a sophisticated technological environment or tedious 

safety precautions. In terms of cost, fDOT is a low cost imaging system comparing to 

PET system that may serve as a technique of choice for functional imaging studies. 

fDOT also benefits from the huge portfolio of fluorescent probes and beacons that 

have been developed against a variety of molecular targets (Ntziachristos et al., 2002; 

Martin et al., 2008; Garofalakis et al., 2010). An important unique feature of optical 
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imaging is the availability of activatable probes that present some important imaging 

advantages, like an increased signal to noise ratio and a high specificity. Fluorescent 

probes may stay active over days or even weeks, enabling extended longitudinal 

studies.   

 Although fDOT may not replace PET in many applications, it can complement 

standard PET readings by enhancing the information that is extracted from a single 

subject. Preliminary studies have shown the potential of combining these two 

modalities: Nahrendorf et al (2010) have proposed a hybrid PET-optical imaging 

approach using biocompatible targeted nanoparticles that were imaged sequentially 

with both modalities. A good correlation between the PET and fDOT image was found 

in terms of probe concentration (r(2) > 0.99) and spatial signal distribution (r(2) > 0.85). 

This study suggested that fDOT can serve as a surrogate modality for the screening 

and development of radionuclide-based imaging agents (Nahrendorf et al., 2010). Li 

et al (Li et al., 2009) have developed a simultaneous PET and 3D fDOT system. This 

system on one hand provides a method of 3D fDOT imaging using simultaneous PET 

information as prior to guide the image reconstruction, and on the other hand 

demonstrates the feasibility of simultaneous PET and 3D FOT imaging (Li et al., 2011). 

Besides, they have proposed a fiber-based video-rate FDOT with preclinical 

NanoSPECT/CT system (Bioscan, Inc.) for combined optical and nuclear imaging of 

sentinel lymph nodes (Solomon et al., 2011). Garofalakis et al (2010) have proposed a 

method, using a dual-labeled Oligonucleotide, to image and calibrate the quantity and 

localization of a probe provided by free-space fDOT with PET and CT. This study has 

demonstrated a strong linear correlation ((r(2) = 0.95)) between free-contact fDOT 

and PET for probe concentrations ranging from 3nM to 1μM in a deep-seated organ, 

and quantified the sensitivity of fDOT in a range of nM (Garofalakis et al., 2010). 

 

3.2 Materials 
 

The imaging system used in this study for PET and fDOT acquisition are 
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respectively the Focus 220 MicroPET scanner (Siemens, Knoxville, USA), and the 3D 

optical imager TomoFluo3D (Cyberstar, Grenoble, France) (shown in Figure 3-1) with 

a mouse support on which four fiducial marker are fixed. 

The TomoFluo3D tomograph (Cyberstar, Grenoble, France) is composed of a 

high sensitivity CCD camera and a laser source (690 nm, 26 mW, Powertechnology) 

coupled to translation stages. The system is also equipped with excitation filters on a 

filter wheel allowing selection of the wavelength of transmission light. Moreover the 

tomography is equipped with an extra oblique green planar laser, giving access to the 

animal’s surface (Boutet et al., 2011). 

The Focus 220 MicroPET scanner provides high sensitivity and high-resolution 

image of small animal ranging from large rodents to small non-human primates. The 

PET reconstructions were performed using the MicroPET Manager software 

(Siemens-Concorde Microsystems), using Fourier rebinning and two-dimensional 

ordered-subsets expectation maximization (2D-OSEM). The attenuation correction 

was performed by the PET transmission measurements. Transmission scans are 

necessary for estimating the attenuation correction factors (ACFs) to yield 

quantitatively accurate PET emission images. The dimensions of reconstruction 

volumes were 256 x 256 x 95 with a voxel size of 0.475 x 0.475 x 0.796 mm3. The 

counts were decay-corrected and expressed in Bq/cc. 

 

 
Figure 3-1: The imaging instruments used in this study. Left: the 3D optical imager 
TomoFluo3D (Cyberstar, Grenoble, France); Right: Focus 220 MicroPET scanner 
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(Siemens, Knoxville, USA) 
 

The fiducial markers (FM) used in this work were four Plexiglas cubes of 

1cm*1cm*1cm containing a source of germanium-68 (74 kBq, 1mm diameter and 

0.5mm length; Isotop Product Laboratories, Valencia, USA) originally designed for 

PET-CT co-registration. The germanium-68 is an isotope of germanium with a half-life 

time of 270 days, hence it can provide adequate radioactive signals in PET images for 

a relative long period of time.  

 

Figure 3-2 Plexiglas cubes containing sources of germanium-68 are fixed in close 
position to the animal on the mouse supporting plate (Arrow) 
 

Concerning the fiducial marker for the optical image, a spot in the order of 2mm 

diameter was drawn with precaution using standard white liquid corrector (Tipp-Ex®, 

Bic, Clichy, France) on the top of each Plexiglas cube, exactly above the 68Ge sources. 

The Tipp-Ex® spots provide a high signal contrast in optical white light image, without 

interfering with signal coming from the 68Ge. Radioactive 68Ge and the Tipp-Ex® spots 

on the upper surface transform the Plexiglas cubes into a bi-modal fiducial marker 

that can be visualized both in PET and fDOT images. These four Plexiglas cubes 

were then glued permanently to the transparent glass mouse supporting plate at four 

corners close to the position of the mouse on the plate (Figure 3-2). 

3.2.1 Animal models  

Animal experiments were performed under an animal use and care protocol 

approved by the animal ethics committee and conducted in accordance with Directive 

2010/63/EU of the European Parliament. Six female nude mice (body weight of ~25 
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grams) were obtained from Elevage Janvier (Le Genest Saint Isle, France) and 

received a subcutaneous injection in the flank of 106 PC12-MEN2A cells (Michiels et 

al., 1997). The mice were anesthetized by continuous gaseous anaesthesia (1-2% 

isoflurane in O2) and imaged sequentially by fDOT and PET.  

3.2.2 Imaging probes 

The near-infrared (NIR) fluorescent dye Sentidye® (20 nmol; Fluoptics, 

Grenoble, France) was injected three hours before starting the fDOT acquisition. 

[18F]2-deoxy-2-fluoro-D-glucose (FDG) (7400 kBq; Flucis, IBA) was administered one 

hour before the PET scan. Each mouse underwent a 20-minute fDOT acquisition 

followed by a 30-minute PET acquisition. During the transfer from fDOT to PET 

instruments, the animal was kept under anaesthesia and care was taken to avoid 

movement of the animal on the supporting plate. 

 

3.3 Method- Image Acquisition 

3.3.1 Acquisition of the Optical Images 

The fDOT system used in this work consisted of a free spacing system 

avoiding animals being restrained between two glass plates. To obtain the position of 

the FM, two optical images covering both the subject and the FM were acquired with 

the mouse placed in the prone position: (i) a planar white light image recorded from a 

camera snapshot yielding the x and y coordinates (Figure 3-3, left); and (ii) an image 

of the 3D surface (the optical surface image) of the animal, acquired by rapid 

consecutive camera shootings during axial scanning with an inclined green planar 

laser of the TomoFluo3D, yielding the z coordinate (Figure 3-3, middle). 
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Figure 3-3: optical images acquired by fDOT system. Left: planar white light image 
(yellow squares refer to the region of detection). Middle: optical surface images. 
Image on the right serves to represent in altitude the grey-scale value of the optical 
surface image. 
 

3.3.1.1 Optical surface extraction 
 

The system is equipped with an extra oblique green planar laser connected with 

the x translation stage (Figure 3-4), which allows extracting the surface of the animal 

with green light and the maximum intensity distribution of the green light remains 

localized near the incidence point of the mouse skin. 

 

 

Figure 3-4: Scheme of the surface extraction technique: oblique green planar laser 
connected with the x translation stage, allows extracting the surface of the animal with 
green light. 
 

According to Koenig et al (2010), at a given x position, the intersection curve 
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between the laser plane and the studied object is acquired by the top camera. The 

intersection is linearly distorted along the x-axis depending on the height of the 

intersection. The object surface is recovered using the triangulation formula, with the 

condition that no region is in the shadow of the planar laser. This information about 

the object surface is then recorded on the optical surface image, with the value of the 

intensity  equivalent   to   the  altitude  of   the  object’s   surface.  This   technique  has  been 

validated by Koenig et al in using a staircase phantom (Koenig et al., 2010). 

 

 
Figure 3-5: Example of the optical surface image extraction. Right: white light image 
acquired during image acquisition with the use of white paper; Middle: opical surface 
image with grey scale intensity representing the altitude of the surface. Right: Envelop 
of the mouse and the FM reconstructed with the optical image surface. 
 

Care was taken to obtain a smooth surface image. The exposure time was 

adjusted to tens of milliseconds in order to obtain a good contrast between the subject 

and its surrounding plane surface. This included the use of white paper placed around 

the object to intensify the reflection of the laser in the surrounding area (Figure 3-5, 

left). The mouse and the four fiducial markers are both present in the optical surface 

image (Figure 3-5, middle), with the differences in gray level representing the 

differences in surface altitude. From this image, it is possible to reconstruct the 3D 

surface envelope or the mesh of the mouse (Figure 3-5, right) by constructing a stack 

of binary image with each value of the altitude from the surface image, and then to 

concatenate these images into a 3D volume taking in account the resolution in z 

direction. This process has been integrated into the Brainvisa image processing 

software (http://brainvisa.info/index_f.html) (Cointepas et al., 2001). 
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3.3.1.2 Acquisition of 3D fluorescent Images 
 

As presented previously, the optical surface image is acquired using a tiled 

planar green laser, which is implemented on the TOMOFLUO3D system (Figure 3-4) 

and scans in a linear horizontal movement over the top of the subject. During the 

acquisition, one temporary image was recorded for each green laser position during 

laser scanning of the animal, and all images were then integrated into a single image 

(Koenig et al., 2010). A surface image of the animal was then reconstructed from the 

intersection curve between the surface of the animal and the surface of the supporting 

plate by triangulation (Koenig et al., 2010).  

The 3D fluorescent fDOT image was obtained by a 20-minute scan of a defined 

volume of interest covering the region of interest, using excitation by a 680nm laser on 

the anterior side of the animal (Koenig et al., 2010) and recording with a CCD camera 

facing its dorsal side. The scanning grid consisted of 7×6 sources in steps of 2 mm 

and the detection area was 15×13 mm2.  A 2×2 binning was applied to the 

fluorescent image. The mesh volume corresponding to the detection area was 

mathematically discretized in voxels of 0.67×0.67×1 mm3 size to build the 

reconstruction mesh volume. Finally, the inverse problem of the tomographic 

reconstruction was solved with the Algebraic Reconstruction Technique (Koenig et al., 

2010).  

3.3.2 PET Image Acquisition  

 A 30-min scan was acquired in a Focus 220 MicroPET scanner (Siemens, 

Knoxville, USA). Image acquisition and reconstruction used the MicroPET Manager 

software (Siemens-Concorde Microsystems). Image reconstruction was performed 

using Fourier rebinning and two-dimensional ordered-subsets expectation maximization 

(2D-OSEM).The attenuation correction was performed by the PET transmission 

measurements. Transmission scans are necessary for estimating the attenuation 
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correction factors (ACFs) to yield quantitatively accurate PET emission images. 

Attenuation map was segmented in three compartments, the soft tissue, the bones and 

the mouse support plate, and corresponding attenuation coefficients have been attributed 

at each tissue. The dimensions of reconstruction volumes were 256 x 256 x 95 with a 

voxel size of 0.475 x 0.475 x 0.796 mm3. The counts were decay-corrected and 

expressed in Bq/cc.  

  

 

3.4 Method - Image co-registration 

3.4.1 Theory of the image co-registration 

Image registration is the process that precisely overlays two or more than two 

images of the same area through the geometrical fusion of common features or 

control points identified in each image. The image to which a transformation will be 

applied is referred to as the target image while the image that serves as a reference is 

referred to as the “reference” or “source” image. The images can be taken at different 

times, from different viewpoints or by different imaging systems. Therefore, image 

registration techniques normally can be grouped into four categories: multi-model 

registration, template registration, multi-viewpoint registration and multi-temporal 

registration. In the present thesis where information of different imaging modalities will 

be fused, only the first category is considered. 

Image co-registration or image alignment algorithms can be classified into 

intensity-based and feature-based (McLaughlin et al., 2002; Teverovskiy et al., 2007). 

Intensity-based methods compare intensity patterns in images via correlation metrics, 

while feature-based methods find correspondence between image features such as 

points, lines, and contours. Feature-based methods (Boda, 2009) establish a 

correspondence between a number of especially distinct points in images. With the 

aid of this correspondence, a transformation is then determined to map the target 



41 
 

image to the reference image, thus establishing a point-by-point correspondence 

between the reference image and target image. In a more detailed way, Brown et al. 

has also classified the registration algorithms into four approaches: frame based, 

point landmark based (using external and/or internal landmarks), surface based and 

voxel based (Brown, 1992). In voxel-based registration, the mutual information-based 

registration approach is one of the most commonly used method for registration of 

multimodal images in medical imaging (Pluim et al., 2003). It begins with the 

estimation of the joint probability of the intensities of corresponding voxels in the two 

images.  

Point landmark and surface based registration algorithms are typically used for 

the alignment of anatomical scans, while voxel similarity based registration algorithms 

seem to be more robust for alignment involving functional scans, although surface 

based registration algorithms is also used in the latter case. A point landmark can be a 

fixed geometrical point that is called a fiducial: this is the way that the co-registration 

has been performed in the present thesis. 

 

 

3.4.1.1 Rigid body registration/ rigid transformation and non-rigid 
registration 

 

In clinical and preclinical study, depending on the application and regions of the 

body involved, the image registration can been performed using two general 

approaches: rigid or non-rigid registration, according to the transformation models 

they use to relate the target image space to the reference image space.  

Rigid body registration is a fundamental task in three-dimensional (3-D) medical 

image processing that serves to align two or more 3-D scans taken at a different time, 

or generated using different medical imaging modalities (Ashburner and Friston, 

2004). It is one of the simplest forms of image registration. Rigid body registration 

involves simple geometric transformations (rigid transformation) such as translation 

and rotation, to match the two image data sets (Eggert et al., 1997). In other words, 
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fusion of the two images is performed by finding the rotations and translations that 

optimize common information provided by the images, which generally involves 

matching the images by minimizing the sum of squared difference between them. 

These techniques have been successfully applied to brain studies (Myers and Hume, 

2002), and are routinely used in clinical and research settings. 

 

Translations 

If a point x is to be translated by q units, then the transformation is simply: 

𝑦 = 𝑥 + 𝑞                                Eq. 3-1 

In matrix terms, this can be considered as: 
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                       Eq. 3-2 

where (q1, q2, q3) corresponds to the translation in x, y, z from point (x1, x2, x3) to point 

(y1, y2, y3). 

 

Rotations 

In two dimensions, a rotation is described by a single angle. Consider a point with 

coordinates (x1; x2) on a two dimensional plane. A rotation of this point to new 

coordinates (y1; y2),  by  θ  around  the  origin,  can  be generated by the transformation: 

𝒚𝟏 =    𝐜𝐨𝐬(𝜽) 𝒙𝟏 + 𝐬𝐢𝐧(𝜽) 𝒙𝟐
𝒚𝟐 = −𝐬𝐢𝐧(𝜽) 𝒙𝟏 + 𝐜𝐨𝐬(𝜽)𝒙𝟐

                    Eq. 3-3 

This is an example of the rotation in a rigid transformation. For the three 

dimensional case, there are three orthogonal planes that an object can be rotated in. 

These planes of rotation are normally expressed as being around the axes. A rotation 

of q1 radians about the x axis is normally performed by: 

𝐲𝟏
𝐲𝟐
𝐲𝟑
𝟏

=

𝟏 𝟎
𝟎         𝒄𝒐𝒔(𝒒𝟏)

𝟎 𝟎
𝒔𝒊𝒏(𝒒𝟏) 𝟎

𝟎 −𝒔𝒊𝒏(𝒒𝟏)
𝟎 𝟎

𝒄𝒐𝒔(𝒒𝟏) 𝟎
𝟎 𝟏

𝐱𝟏
𝐱𝟐
𝐱𝟑
𝟏

               Eq. 3-4 

Similarly, rotations along the y and z-axes are carried out by the following 
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matrices: 

 

cos(𝑞 )     0
0     1

sin(𝑞 ) 0
0 0

− sin(𝑞 ) 0
0     0

cos(𝑞 ) 0
0 1

 and 

𝑐𝑜𝑠(𝑞 ) 𝑠𝑖𝑛(𝑞 )
− 𝑠𝑖𝑛(𝑞 ) 𝑐𝑜𝑠(𝑞 )

0 0
0 0

0                         0
0                         0

1 0
  0 1

   Eq. 3-5 

Rotations are combined by multiplying these matrices together in the appropriate 

order.  

In mathematics, a rigid transformation is a transformation from a Euclidean space 

to itself that preserves distances between every pair of points. As mentioned the 

rigid-body transformation consists of only rotations and translations. They are a 

subset of the more general affine transformations (Davis et al., 1995). All rigid 

transformations are affine transformations. Affine transformation includes Translation, 

geometric contraction, expansion, dilation, reflection, rotation, shear, etc. The affine 

transformation has more degrees of freedom than the rigid transformation.  

Over decades, the solutions to the image registration problem have become more 

complicated. However, when applied to regions of the body that can bend and where 

flex geometric relationships between different anatomic regions might be affected by 

the shape of the studied subject, the orientation of the body and also the respiratory 

state etc., the image registration process might result in good matching of only one 

particular   region   of   a   patient’s   anatomy and not necessarily to that of the whole 

scanned region.  

The drawback of rigid body transformation is that it tends to ignore organ 

deformation owing to issues discussed previously (differences between shapes of the 

gantry bed, internal organ shift, respiratory motion, and so forth). To address these 

limitations, non-rigid registration algorithms that permit compensation for perceived 

organ deformation for different modalities have been proposed.  

Non-rigid registration has been introduced as a technique to improve registration 

accuracy  over  a  larger  region  of  a  patient’s  body (Crum et al., 2004a; Rueckert and 

Aljabar, 2010). It is generally used in computer vision for document analysis and 

image recognition. It involves more complicated and sophisticated algorithms than the 
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rigid transformation, and often demands large amounts of data set computation. 

Software-based non-rigid image registration is challenging and time consuming in 

most cases (Saxena et al., 2010), thus limiting its use to academic institutions with 

advanced technical support that can accommodate the requirements of these 

procedures and perform scanning with both modalities on the same day using 

carefully matched anatomic positioning and respiration protocols. 

However, robust multimodality image registration for small-animal imaging 

remains challenging and likely will continue to be an active research field for years to 

come. In this work, the studies involve only rigid transformation, and non-rigid 

transformation thus has not been introduced in detail here. 

 

3.4.1.2 Fiducial marker based registration 
 

As discussed previously, image registration techniques have been developed to 

co-register images of different imaging modalities. The result of the co-registration 

algorithms is a transformation matrix that allows the co-registration of one image into 

another one. The first step for the calculation of the transformation matrices is the 

identification of reference points visible by each modality. These landmarks are called 

fiducials.  

A fiducial marker or fiducial is an object used for multimodal imaging system that 

appears in each image produced as a point of reference or a point of measurement. It 

may be either something placed into or on the surface of the subject, in the form of 

either one or a set of landmarks. Images of the same subject produced with two 

different imaging systems may be correlated by placing fiducial markers in the area 

imaged by both systems. Therefore, it is necessary to make sure that the marker is 

visible in the images produced by both imaging modalities.  

Fiducial markers are used in a wide range of medical imaging applications (Wang 

et al., 1996; Nahrendorf et al., 2009). For example, functional information from SPECT or 

PET has been related to anatomical information provided by MRI (Stout and Zaidi, 
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2008). Moreover, adhesive markers on the skin are widely used for image registration 

(Wang et al., 1996), with the centers of these markers serving as fiducial points in 

registration. It is important that a clearly recognizable fiducial point is defined in 

images of both modalities. Many studies have been done in order to propose 

algorithms to detect the fiducial point in multimodal images (Wang et al., 1996; West 

et al., 1997; Fitzpatrick et al., 1998). For modalities such as CT, PET, SPECT and 

MRI, the position of the fiducial can be selected manually, semi-automatically or 

automatically.  

For preclinical studies, some co-registration techniques use external fiducial 

markers that are visible in the datasets. Those techniques have been widely used for 

dual-modality image registration with CT, PET or MRI (Nahrendorf et al., 2009; 

Nelson et al., 2011). However, most of the existing studies using the fiducial marker 

based co-registration in preclinical field are achieved manually. Challenges remain in 

the development of automatic fiducial marker based co-registration method serving 

for preclinical application. 

 

3.4.2  Fiducial markers method for FDOT  

 

Methods for the automatic identification of   the   FM’s   coordinates   have   been  

developed for co-registration of CT, PET and MRI modalities (Wang et al., 1996; 

Fitzpatrick et al., 1998; Liu, 2003; Yang et al., 2006)  

However, so far these methods have not been adapted to image co-registration 

with fDOT because fDOT reconstructions are spatially restricted and do not cover the 

FM that is usually placed in close vicinity to the subject. There are some limitations 

that characterize fDOT acquisition and do not allow the parallel reconstruction of the 

organ signal and the FM signals. In fDOT, the laser beam is restricted to areas of high 

scattering, i.e the tissue, and fDOT is not suitable to image a disconnected FM source. 

Moreover, since the acquisition time of the fDOT is relatively long, the scanning area 
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is limited to the region of interest (ROI) and the scanning of multiple regions in the 

field of view of the CCD camera is a time consuming process. In figure 3-6, an 

example of the fDOT reconstruction is shown, this example illustrates that the 

fluorescent signal is restricted only to the region of the kidneys, excluding the area of 

the fiducial marker. 

Accounting with the particularity of preclinical molecular imaging in terms of 

image resolution and size of the animal, a feasible and efficient co-registration method 

is essential to the image fusion of the two modalities. Previous studies used CT as an 

anatomical referential to co-register optical images with the PET image (Garofalakis et 

al., 2010; Nahrendorf et al., 2010). In our study, a new method has been proposed 

that directly and automatic all co-registers fDOT with PET. Our method has taken into 

account the particularities of fDOT, i.e. its capacity for surface extraction. 

 

 
Figure 3-6: example of a fDOT reconstruction (rainbow color) is presented 
overlapping with the mouse white light image. Four cubes of fiducial markers are 
located in close position but disconnected to the mouse body. 
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3.4.3 Co-registration of fDOT image with PET image 

 

 As presented previously, the fDOT reconstruction is a local image of the 

region of interest and does not include the region of the fiducial markers. In order to 

co-register the regional fDOT reconstruction to the whole-body PET image, the 

co-registration is a combination of two steps, co-registration of the fDOT 

reconstruction to the planar white light image, and co-registration of the planar white 

light image to the PET image.  

 The three optical images (white light photo, surface and fDOT reconstruction) 

were acquired in the same spatial referential under the same fDOT imaging system 

and in the same imaging session. The field of view of the CCD camera holds the 

panorama of the mouse body and the FMs around it, and was recorded in the planar 

white light image. The region of interest refers to the scanning area of the laser source, 

which is defined by the user according to the FOV of the CCD camera. It also defined 

the relative position of the fDOT reconstruction image with respect to the white light 

image. Figure 3-6 shows the relative position of the fDOT image in the white light 

image. 

The position of the fDOT reconstruction area is defined a priori according to 

the planar white light image. The transformation matrix between the fDOT image and 

the white light image is (Figure 3-6) calculated using the intrinsic 

parameters of the fDOT system (image dimension, coordinates of the defined region 

of interest, etc.).  The fiducial marker based method presented in the following 

section is used to co-register the planar white light image with the PET image

. Finally, to co-register the fDOT fluorescence reconstruction with the whole 

body PET image, the two previous steps are combined and the  

transformation matrix for fDOT to PET co-registration is calculated as the product of 

 and :  

 



TfDOT photo

PETphotoT 



TfDOT PET

  

TfDOT  photo PETphotoT 
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                Eq. 3-6      

 

The co-registration of the planar white light image to the PET image (Tphoto-PET) 

was performed in 4 steps. 

 

3.4.3.1 Detection of the optical planar (x, y) FM Coordinates 
  

 The planar white light image is used to identify the optical planar coordinates 

of the FM. The Tipp-Ex® spot drawn on the top of each Plexiglas cube indicates the 

planar position of the FM in optical white light images. Four Regions of Detection 

(ROD) were assigned onto predetermined positions in the planar white light image 

(Figure 3-7). These regions can be squares, rectangles or circles, according to the 

shape of the FM included inside the ROD. Here, as our FM is a cubic object, the 

RODs were defined as four squares around the FM. Each ROD had a size of 6mm x 

6mm, corresponding to 30x30 pixels in the concatenated mouse photograph, i.e. 

three times larger than the Tipp-Ex®   spots’   dimensions. This size of the ROD is 

chosen in order to obey the Nyquist–Shannon sampling theorem (Marks, 1991) for the 

following image processing step (given the dimension of the ROD as the largest 

bandwidth, the sampling should be at least twice larger than the bandwidth), while 

avoiding too large RODs that may induce parasite signals from the mouse body.  

 

 The first step consisted in the automatic detection of the x and y coordinates of 

the FM based on the maximal intensity inside the corresponding RODs (Figure 3-7). 

Three image pre-processing steps were firstly performed successively: (i) filtering with 

a 3x3 median filter that eliminated most of the noise present in the RODs, as the 

median filter is used to eliminate the noise present in the image while preserving the 

edge of the subject; (ii) high-pass thresholding of image pixel intensities at a threshold 

value of 90% of the maximum intensity, so that it eliminates the low intensity signal 

inside the RODs; (iii) application of a Deriche's recursive Gaussian filter (Deriche, 

PETphotophotofDOTPETfDOT TTT  
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1993) in order to center the gradient intensity change in the filtered image of the 

Tipp-Ex® spots. Following these three steps, the coordinates of the local maximum 

intensity in each ROD coincided with the center of the FM signal given by the 

Tipp-Ex® spots in the planar white light image and this position was assigned as the 

planar coordinate (xopt, yopt) of the FM. 

 

3.4.3.2 Detection of the optical altitude (z) FM coordinates 
  

 The optical surface image and the planar white light image were acquired with 

the same fDOT apparatus and the same field of view. These two images were 

concatenated into the same orientation and the same pixel size, the (x, y) coordinates 

in both images inter-correspond directly. The planar coordinates (xopt, yopt) of the FM 

identified previously were then relocated to the optical surface image. The intensity 

values of the optical surface image, representing the distance between the upper 

surface of the FM and the supporting plate were then measured at position (xopt, yopt) 

to yield the corresponding z0opt value of the upper surface of the FM. Altogether, the 

combination of the optical surface image and the planar white light image allowed 

assigning full 3D coordinates (xopt, yopt, z0opt) to each FM in the optical image. 

 

3.4.3.3  Detection of PET FM coordinates 
  

 As the PET image is a 3D volumetric image that presents all the x, y and z 

information, four 3D RODs of 9 mm3 dimension (three times larger than the dimension 

of the FM signal in the PET image) were defined in the PET volume image (Figure 

3-7). Following completion of the same image pre-processing steps as for the 

detection of the optical planar coordinates (median filtering, thresholding and 

Gaussian filtering), the local maximum was identified in each ROD to yield directly the 

coordinates (xPET, yPET, zPET) of the FM in the PET volume image.  
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 Since signals of the FM from the optical and PET images do not coincide in the 

z dimension (i.e. the optical signal is on the top of the Plexiglas cube, and the PET 

signal given by the 68Ge is inserted inside the cube), a distance dz, which is half the 

length (Z dimension) of the Plexiglas cube, was added to account for translation in the 

z direction after the calculation of the rigid transformation matrix between the optical 

and PET images.  

 

 

Figure 3-7: Schematical framework of the FM coordinates detection in optical images 
and PET image. The planar white light image is used to calculate the x and y 
coordinates of the optical image; the z coordinate detected with the optical surface 
image using the x and y previously calculated. The 3D coordinates of FM in the PET 
image (xpet, ypet, zpet) can be extracted directly from the PET image; the coordinates 
(xpet, ypet, zpet) and (x opt, y opt, z0 opt) of both modalities are used to calculate the rigid 
transformation.  
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3.4.3.4 Transformation from the planar white light image to the PET 
volume image 

  

 A rigid transformation with translation and rotation was calculated to 

co-register the optical and PET coordinates of the FM. With Po= {Po1, Po2, Po3, Po4} 

and Pp= {Pp1, Pp2, Pp3, Pp4} being the four FM positions in the optical and the PET 

volume images, respectively, the translation T and rotation R were defined as;  

                               Eq. 3-7 

 

And 

                                          Eq. 3-8                                              

  

 The algorithm to compute the transformation [R, T] used the singular value 

decomposition (SVD) (Eggert et al., 1997) approach to find the least square error 

criterion (Eq. 3-9), 

     , (where N =4 is the number of FM.)    Eq. 3-9 

 

 The point sets {Ppi} and {Poi} were imposed the same centroid to calculate the 

rotation:  

                               Eq. 3-10 

 Rewriting and reducing equation (Eq. 3-9): 
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                        Eq. 3-11 

 Transformation was expressed as: 

                               Eq. 3-12 

 The [ , ] is the optimal transformation that maps the set {Ppi} to the {Poi}. 

Equation (Eq. 3-11), also known as the orthogonal Procrustes problem (Eggert et al., 

1997; Gower and Dijksterhuis, 2004), s minimal when the last term is 

maximal.  

 The optical images is proportionally larger than the PET images, due to (i) the 

difference in the pixel size between the optical planar image (0.21mm x 0.21mm) and 

the PET image (0.47mm x 0.47mm); and (ii) to the parallax induced by the camera 

detecting the Tipp-Ex® spots from the upper surface of the cube. Therefore a scaling 

factor was applied additional to the rigid transformation matrix, so that the FMs in the 

PET image are well overlapped with the FMs in the optical image. The scaling matrix 

including the scaling factor of the three axes was then integrated into the rotation 

matrix. The value of this scaling factor was calculated with the average distance of the 

points in the x and y axes between the two modalities as (dox, doy) and (dpx, dpy): 

                 Eq. 3-13 

A 3x3-scaling matrix was then built: 

                                      Eq. 3-14 

where  ;      and        (i.e., no scaling in the z direction)                                        
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 After correcting for distance dz, by adding this value to Z translation , the 

final transformation matrix Tphoto-PET for the optical photograph to the PET volume was: 

                        Eq. 3-15 

                                                   

where RS are the rotation matrix elements R multiplied by the scaling matrix elements 

S of (Eq. 3-14).   

  

 Applying matrix (Eq. 3-15) to the optical white light image (Figure3-8. f) aligned 

the 3D PET image (Figure 3-8 g) to yield the co-registered bimodal image shown in 

Figure 3-8 h. 

 

3.4.3.5 The barycenter-based method  
  

 In previous studies (Wang et al., 1996; West et al., 1997; Fitzpatrick et al., 

1998), the barycenter-based approach has been used for automatic identification of 

FMs for CT and MRI imaging. The barycenter-based method calculates the average 

location of a mass weighted in space. The barycenter was calculated as the center of 

mass B of a system (i.e. all voxels within the RODs) defined as the average of their 

positions ri, weighted by their mass mi: 

                                                         Eq. 3-16 

 

 For the mouse photograph, as the barycenter was calculated in two 

dimensions, the left upper corner of each ROD was taken as origin and the vector ri 

corresponded to the relative position from this origin to each pixel within the ROD. The 
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signal intensity of each pixel inside the ROD gave the value of mi. For the PET image, 

the barycenter was calculated in 3D and the position of the first voxel (left upper in 

axial view and first section in the z direction) of the 3D ROD taken as the origin. The 

position of each voxel relative to this point was taken as ri and the value of each voxel 

as mi. The barycenter calculated for each ROD represented the FM's position. The 

transformation matrix was calculated with the coordinates of the FM detected in the 

optical image and the PET image using this barycenter based method and compared 

with our maximum intensity based method. The results of the comparison will be 

presented in the Results section. 

  

 

3.5 Results 
 

3.5.1 Co-registration procedure 

 The general outline of the co-registration method is depicted schematically in 

Figure 3-8. Five steps are implemented successively: (i) registration of (xopt, yopt, 

z0opt), i.e. the x, y and z coordinates of the optical fiducial markers using both the 

white light (Figure 3-8 B) and optical surface (Figure 3-8 c) images; (ii) calculation of 

, the transformation matrix from the fDOT reconstruction image to the whole 

body image; (iii) registration of (xPET, yPET, zPET), i.e. the x, y and z coordinates of the 

fiducial markers in the PET images (Figure 3-8 d,e); (iv) calculation of , the 

transformation matrix from optical to PET volumes (Figure 3-8 h); and (v) calculation 

of , the transformation matrix for the co-registration of the fDOT volumes 

with the PET volumes. 



TfDOT photo



TphotoPET



TfDOT PET
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Figure 3-8: General outline of the automatic co-registration method for optical and 
micro-PET images: (A) View of the multimodality mouse support system showing the 
four Plexiglas cubes containing the fiducial markers (FM). (B) Planar white light image 
of the subject used for the extraction of the planar coordinates of the FM. (C) Optical 
surface image used for the extraction of the z (vertical) coordinates of the FM (z0opt). 
(D) A stack of coronal PET slices that corresponds to the different z positions.  (E) 
Projection image of the PET volume signal. The localization of the FM where their 
coordinates correspond to the radiation signal (xPET, yPET, zPET) is highlighted by dotted 
yellow rectangles (F) Bird's eye view of the optical image of the mouse. (G) Bird's eye 
view of the micro-PET volume image.  (H) Assembled image of the co-registered 
optical- 3D PET images. The image shows the coronal view of the animal with signals 
from both modalities while the sagittal view depicts only the PET signal. The signals of 
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the co-registered FM were zoomed and shown at the four corners of image H. 

 

 The complete image processing method was written in C++ and integrated in 

Python with a user-friendly interface within the Brainvisa image processing software 

(http://brainvisa.info/index_f.html) (Cointepas et al., 2001). Input files include (i) the 

mouse photograph, (ii) the optical surface scan, (iii) a header file containing the 

position   of   the   fDOT   image   relative   to   the   camera’s   field-of-view, and (iv) the PET 

volume image. With this user-friendly toolbox, three transformation matrices (TfDOT-photo, 

Tphoto-PET, TfDOT-PET) are calculated and sent as outputs. The program is completed in 

20 to 30 seconds on a Dell PrecisionTM T7500 workstation with a 64-bit Intel® Xeon® 

quad-core processor. 

 

3.5.2 Quantitative Evaluation of the Co-registration 

3.5.2.1 Fiducial Registration Error (FRE) 
  

 To evaluate quantitatively the performance of our co-registration method, the 

Fiducial Registration Error (FRE) (Wang et al., 1996; West et al., 1997; Fitzpatrick et 

al., 1998) was calculated as the root-mean-square (rms) distance of the positions of 

the FM in the two image modalities after co-registration, in six independent 

experiments in six mice. It is a commonly used evaluation factor for the fiducial marker 

based co-registration. The FRE evaluates the certitude of the overlap between points, 

taking as landmark the relative distance of the detected markers’ position by each 

modality in the co-registered images.  

 In the first place, attention was paid to the evaluation of the planar 

co-registration performance in the x and y planes. Therefore, the FRE in a 2D view 

was calculated where the white light image co-registered with the PET image, at the 

same horizontal plane of the FM (Figure 3-8H). In this plane, the FRE of the four FMs 

in the co-registered image are measured separately and then the mean value of these 

four FRE values of the four FMs is taken as the final FRE for the planar evaluation. 

http://brainvisa.info/index_f.html
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The errors were calculated in the co-registered images with the distance in pixel units, 

multiplied by the pixel size of each modality.  

                         Eq. 3-17 

 

 The FRE of our maximum intensity method (MI) was compared with that of the 

manual co-registration (MC) as a reference method, and of the barycenter-based (BC) 

method (Table 3-2). 

 

FRE (mm) MC MI BC 

Optical Mean 0.279 0.259 0.545 

SD 0.05 0.06 0.11 

PET Mean 0.217 0.256 0.448 

SD 0.09 0.12 0.08 

Table 3-2: Fiducial Registration Errors (FRE). MC: Manual Co-registration; MI: Maximal 
Intensity co-registration; BC: Barycenter-based Co-registration; SD: Standard 
Deviation of the mean (n=6 for all calculations). All values are in mm. 
 
 
 Due to the differences of the pixel size in the fDOT image (0.212mm2) and the 

PET image (0.67mm2), individual FRE values were calculated for each modality. 

Using the BC approach, the FRE was 0.55  0.11 mm (mean  Standard Deviation; 

n=6) and 0.45  0.08 mm for optical and PET images, respectively. Using the MI 

approach the FRE was 0.26  0.06 mm and 0.26  0.12 mm for optical and PET 

images, respectively. The FRE of the MC approach was 0.28 mm  0.05 mm in optical 

images and 0.22  0.09 mm for PET images. Comparison of the three approaches 

showed that the MI approach produced average FRE smaller than the BC approach 

and in the same range as that of the MC approach. 

 In all cases, statistically significant differences were found between the FRE 

values  of   the  MI  and  BC  approaches   (Student’s   t   test,   p=0.0003  and  p=0.0007   for  

optical and PET images, respectively), while no statistically significant differences 
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were found between the MI and the MC approaches (p=0.51 and p=0.55 for optical 

and PET images, respectively). Taken together, these results indicate that the MI 

approach has the same co-registration performance as the MC approach and that 

both are more precise than the BC approach.  

 

3.5.2.2 Evaluation of Co-registration quality in the z direction 
  

 In order to evaluate the co-registration error in the z direction of our MI 

approach, the mouse envelope reconstructed by the optical surface image was fused 

with the PET image using the transformation matrix Tphoto-PET, as both of these 

volumetric images contain the information of the position of the FM. The average error 

in the z direction was 0.37 0.06mm, a value smaller than the voxel size in the z 

direction (1 mm in optical images and 0.475 mm in PET images). Taking into account 

the error in the z direction, the 3D FRE value of our MI approach was 0.452 mm for 

the optical image and 0.446mm for the PET image. These values are smaller than the 

diagonal of the image voxel for both modalities. 

 

3.5.2.3 Fiducial Localization Error (FLE) and Target Registration 
Error (TRE) 

  

 The Fiducial Localization Error (FLE) represents the root-mean-square error 

distance between the estimated and the true position of a FM (Wang et al., 1996; 

Fitzpatrick et al., 1998). It is not easy to measure experimentally the real position of 

the signal of the FMs, especially for the PET image as its signal is given by the 

positron-emitting isotope 68Ge during acquisition without indication of precise 

structural position of the FM. Thus, the FLE was calculated following Eq 3-18, 

proposed by Fitzpatrick et al using the values of the FRE and the number of the 

fiducial N (Fitzpatrick et al., 1998): 

                                         Eq. 3-18 

22 21 FLE
N

FRE 
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 Using the average value of the FRE calculated previously for MI approach 

(here, n=4), the FLE was 0.35 mm for the PET images and 0.37 mm for the optical 

images. The FLE values are independent from the fiducial configuration (Fitzpatrick et 

al., 1998), and when these values were compared with the FRE, it showed that they 

were smaller than the 3D FRE values. This means that the shape and other physical 

characteristics of the FM do not influence much the accuracy of the FMs’ position 

identification by the imaging systems.  The error of the intra-modality FM detection is 

smaller than the error of the inter-modality co-registration, which proves that no extra 

error is added to the co-registration performance due to the localization of the position 

of the FM for both modalities.  

 The Target Registration Error (TRE) is defined as the distance after 

co-registration between the corresponding points in two modalities that not have been 

used in calculating the co-registration. As the fDOT and PET imaging systems provide 

both functional images, it is not evident that the images from these two modalities 

share any common signal distribution in the area other than the FMs. However TRE 

can be derived mathematically from the mean FRE and FLE according to Fitzpatrick 

et al (Fitzpatrick et al., 1998): 

                               Eq. 3-19 

 The mean TRE was 0.26 mm for optical images and 0.25 mm for PET image. 

The calculated TRE was similar as the FRE for both modalities, indicating that the 

co-registration error derived from the FM position and other positions on the image 

remained coherent. This guarantees the accuracy and the performance of the fDOT 

/PET co-registration in whole image for both modalities. 

3.5.3 In-vivo Co-registration of tumor vascularity and metabolism  

 The fDOT-to-PET co-registration method was applied to 6 female nude mice 

bearing tumor xenografts of PC12-MEN2A cancer cells that mimic a human medullar 

thyroid carcinoma (Michiels et al., 1997). MEN 2 stands for “Multiple   endocrine  

neoplasia   type   2” which is a dominantly inherited cancer syndrome that comprises 

222 FREFLETRE 
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three clinical subtypes: MEN type 2A (MEN-2A), MEN type 2B (MEN-2B), and familial 

medullary thyroid carcinoma (FMTC). The majority of MEN2A and FMTC mutations 

are located in the extracellular domain of the membrane protein RET and cause the 

replacement of one of five juxtamembrane cysteines by a different amino acid 

(Michiels et al., 1997). 

 The diameter of tumors ranged from 4.5 to 8 mm, corresponding to tumor 

weights of 50-270 mg. Each mouse received two injections, one of the fluorescent 

probe Sentidye®, a probe that passively accumulates in tumors by virtue of the 

Enhanced Permeability and Retention (EPR) effect, and one of [18F]FDG for tumor 

visualization with PET. The mouse was imaged sequentially with fDOT and PET. The 

objective was to find out how these two probes with molecular characteristics interact 

with the tumor tissue and how they are located one with respect to the other, and 

moreover to define what complementary information they provide.   

 The signals of the FDG and the Sentidye have been segmented to allow 

quantification of the signal. In the case of PET image, a threshold of 30% of the maximum 

signal in the tumor was applied, while in the case of the fDOT a threshold of 10% of 

maximum plus a constant value was applied. This constant represents the noise of fDOT 

reconstructions, which is calculated by dilution of the fluorophore concentration until 

reaching the limit of fDOT system detection,. The choice of the thresholds was based on 

the study of Garofalakis et al (2010) on the evaluation of the volumes occupied by the 

signals of PET and fDOT with CT acting as a reference. 

 The correlation between total FDG uptake (the average FDG signal multiplied 

with the volume) of the PET image and the tumor volume measured from PET signal 

is shown in Figure 3-9. The coefficient of determination R2 equals to 0.7752, indicating 

that there was a correlation (R2>0.7) between the volume of the tumor and the total 

uptake of FDG.  The correlation between the PET tumor volume and the PET signal 

concentration shown in Figure 3-10 yielded a coefficient of determination R2 = 0.0811, 

therefore there was no correlation between the tumor volume and the concentration of 

FDG in the tumor expressed in percentage of injected dose per cc. In other words, the 

radioactivity concentration remained independent of the tumor volume.  
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Figure 3-9: The correlation between the total FDG uptake (Total PET Signal expressed 
in Bq/cc) and the PET volume of the tumor. 

 

 

Figure 3-10: The correlation between the PET concentration (Bq/cc) and the PET 
volume of the tumor. 

  

 

 Besides, the fDOT signal increased with tumor size but plateaued for tumors 

larger than 150 mg, corresponding to a tumor with a diameter larger than 6 mm. Again, 
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as shown in figure 3-11 and figure 3-12, no correlation between tumor volume and 

total fDOT signal and moderate correlation between tumor volume and the 

concentration of the fDOT signal were found in the tumor area.  

 

 
Figure 3-11: The correlation between the total fDOT signal of the Sentidye and the PET 
volume of the tumor. 
 

 

 
Figure 3-12: The correlation between the concentration of the fDOT signal (mean 
fDOT signal in arbitrary unit) and the PET volume of the tumor. 
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 The fDOT-PET fused images (Figure 3-13) showed the localization of the 

optical probe with respect to the glucose consumption of the tumor. After the RODs 

had been defined for the mouse holder as indicated above, fDOT and PET images 

were co-registered automatically and the localization of FDG and Sentidye® uptakes 

were compared directly.  

 
Figure 3-13: Co-registration of fDOT and micro-PET in a mouse bearing a MEN2A 
tumor xenograft.  Left: Fusion fDOT/PET image in the sagittal (A), coronal (B) and 
axial (C) planes. The corresponding zooming images focus on tumor region in the 
sagittal (D), coronal (E) and axial (F) planes.  Color	   scales	  are	   “temperature”	   (dark	  
red	   to	   brilliant	   yellow)	   for	   PET	   and	   “rainbow”	   (blue	   to	   white) for fDOT. The white 
dotted rectangles point at the reconstruction mesh of the fDOT while the white arrows 
indicate the position of the tumor. Right: PET and fDOT signals rendered to the 
envelope of the mouse corresponding to the sagittal (G), coronal (H) and axial (I) 
projections are shown. Pink volume: [18F]FDG segmented volume inside the tumor; 
Yellow volume: Sentidye® segmented volume (manual segmentation) inside the tumor. 
Both volumes were extracted from the volumes of interests (VOIs) used for the 
quantification of each type of signal. 
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 Tumor volumes measured based on PET-FDG uptake ranged from 53 to 271 

mm3 (mean= 143, SD= 105); tumor volumes measured from fDOT after Sentidye® 

uptake ranged from 83 to 265 mm3 (mean= 170, SD= 86). There was no significant 

correlation between the volumes measured with the two modalities (as shown in 

Figure 3-14, with R2=0.5548), i.e. the ratio of fDOT-based to PET-based tumor 

volumes varied over almost one order of magnitude (range: 0.35-3.1; mean= 1.6; SD= 

1.0). More interestingly, co-registration of fDOT with PET showed that the signal of 

overlap between vascular accumulation of Sentidye® and tumor uptake of FDG, 

calculated with the signal of the overlapping region divided by total fDOT signal, was 

4214%, indicating that only part of the tumor was hypervascular while the majority of 

the fDOT signal appeared located in the vasculature surrounding the tumor (Figure 

3-9 D-F).  

 

 

 
Figure 3-14 The correlation between the tumor volume (mm3) measured from fDOT 
signal and from the PET signal. 
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3.6 Discussion 

 

 There is a clear trend towards multimodal imaging of tumor as the best way to 

provide relevant information on a significant number of cancer hallmarks (Culver et al., 

2008; Hanahan and Weinberg, 2011). Recent studies have demonstrated the 

possibility to combine fDOT and PET imaging for co-registered localization of two or 

more biological processes at the molecular level (Garofalakis et al., 2010; Nahrendorf 

et al., 2010). These studies required the use of CT for the anatomical structure, 

therefore leading to irradiation of the animal that might have an effect on tumor cell 

development. This prompted us to develop direct co-registration of PET/fDOT without 

use of CT. 

 Moreover, the acquisition of 3D fDOT data is slow and would require extremely 

long acquisition times to scan a complete volume of the mouse body. The FM is not 

contiguous to the mouse body, thus requiring simultaneous 3D acquisition for 

unconnected objects (i.e. mouse body plus FM), which is a difficult task to implement. 

Finally, mice would need complete depilation since hair is incompatible with the 

proper transmission of fluorescent signals.    

 Interestingly, the planar image and the surface scan are acquired in the same 

referential as the fDOT volume, and thus intrinsically co-registered with it. After an 

initialization step to define the regions in which the FM should be detected (the RODs), 

the method automatically detects the coordinates of the FM and immediately 

co-registers the fDOT image with the PET image. Since the FM are permanently 

attached to the animal plate holder, the definition of the RODs needs to be performed 

only once for a given animal supporting plate and remains valid for all following 

imaging sessions with that plate.  

 It should be noted that the co-registration based on the FM is appropriate only 

in the case of rigid body transformation. The co-registration is achieved thanks to the 

stability of the relative positions of the FM with respect to the entire image in each 

modality. During the experiments, the FM remained in a fixed position with or without 
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contact with the subject. The co-registration does not take account for the deformation 

and the movement of the subject relatively with respect to the FM. Consequently, the 

subject should be kept unmoved during acquisition from one modality to the other. 

Therefore this FM based method cannot be applied to the case of follow-up studies of 

inter or intra subject follow-up imaging. To account for the deformation or the 

movement of the subject, a deformable model may be applied a posteriori to the 

co-registration, as a post-correction of the image quality (Krol et al., 2006).  However, 

this deformation correction was not applied in this thesis, which has only considered 

the case of a rigid transformation based on FMs.   

 The method is based on the same principles as a manual co-registration, i.e. a 

detection of the points with maximum intensity, while the barycenter approaches use 

intensity weighting. However, Wang et al. have reported that co-registration based on 

barycenter intensity weighting performed better than an unweighted intensity 

approach (Wang et al., 1996). This apparent discrepancy is likely due to the shape of 

the signal of the FMs in the PET images, which is generally not well-rounded because 

of the noise generated by the reconstruction from punctiform sources known as the 

“star”  artefact (Figure 3-15). This adds irrelevant weight to the RODs and renders the 

detection of the barycenter largely dependent on the size and localization of the ROD, 

leading  to  unpredictable  and  often  poorly  reproducible  calculation  of  the  FM’s  position.  

In contrast, detection by maximal intensity is well adapted to automatic co-registration 

and can be generalized to any ROD to give reliable co-registered image results. As 

long as the signals from the FM remain above the surrounding background in the 

defined regions, the size and shape of the RODs have no influence on the results and 

can be larger or smaller than three times the diameter of the FM signal size.  
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Figure 3-15: Illustration of the star artifact presents in PET image. Image (A) is the raw 
image of PET reconstruction of the mouse and the FM. Activity in reconstructed image 
is not located exclusively in original source location, but part of it is also present along 
each line of projection. (B) and (C) are the filtered image in axial and coronal view, 
where the noise is eliminated. Distinguished signal of the mouse and the FM are 
shown; (D) is a zoom of the FM signal in the region of ROD with emphasized signal 
intensity , where the noise of star artifact is still present. 

 

 Two general solutions are available to compute the point-based rigid body 

transformation [R, T] between the optical and PET coordinates: the iterative method 

(Zhang, 1994) and the closed form solution method (Horn, 1987; Eggert et al., 1997). 

The closed form solution method is generally superior to the iterative method in terms 

of efficiency and robustness (Eggert et al., 1997). Eggert et al. have compared four 

popular algorithms (Eggert et al., 1997): singular value decomposition (SVD), a 

solution involving orthonormal matrices (OM), a solution involving unit quaternions 

(UQ) and a solution involving dual quaternions (DQ). Each computed the translational 

and rotational components of the transform in closed form, as the solution to a least 

squares error criterion given by (Eq. 3-9). These four algorithms differ according to the 

representations used for the transformation components, as well as in the manner 

that they minimize a criterion function. Among the four methods, the singular value 

decomposition (SVD) developed by Arun et al. (Arun et al., 1987) was described to 
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give the best results in terms of 3D accuracy and stability (Eggert et al., 1997). This 

algorithm was therefore chosen in the present study. 

 The quantitative evaluation has been calculated for optical and PET image 

separately due to their different spatial resolution. According to Table 3-2, it is 

observed that the standard deviation of the co-registration error in PET image is 

higher than in optical image which indicates a slightly higher variation of the 

co-registration performance. In other words, the differences in spatial resolution 

between PET image and optical image could impact the accuracy of the image 

co-registration.  

 In addition, the method is adaptable to most fDOT or planar optical imaging 

instruments with surface reconstruction. Moreover, once the RODs have been 

initialized for a mouse holder with FM, multiple experiments can be co-registered 

automatically with the same or different mice. Where FDG is routinely used for the 

staging of tumors, it can be complemented with fDOT optical images of a second 

tumor-related activity fused to the FDG readouts. 

 As a proof-of-concept, images of two well-established hallmarks of cancer 

were co-registered: deregulation of glucose consumption through aerobic glycolysis 

and increased vascularisation through angiogenesis and neo-vessel formation. The 

mutation induces constitutive activation of the RET signalling pathway through 

dimerization of RET and is found in families with hereditary MTC and other disorders 

(Jhiang, 2000). There is evidence that RET constitutively activates angiogenesis, 

likely through increased VEGF secretion, in MTC (Soh et al., 1996), and RET 

inhibitors induce inhibition of angiogenesis (Petrangolini et al., 2006). The new blood 

vessels   produced  within   tumors   by   chronically   activated   angiogenesis   (‘‘angiogenic  

switch’’)  are  abnormal  in  their  structure,  distorted,  enlarged,  leaky,  and  cause  erratic  

blood flow and hemorrhagic lakes within the tumor (Nagy et al., 2010). Sentidye® is a 

NIR fluorescence lipidic nanoparticle that accumulates passively in the leaky, 

abnormal vascular network of MEN2A MTC tumors. The observation that it distributes 

in a pattern distinct from that of FDG is indicative of the fact that the tumors are 

organized into regions with distinct underlying physiological and molecular 
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characteristics. Assuming that the distribution of the FDG signal indicates the 

localization of cancer cells and serves as a reference to the optical signal (Garofalakis 

et al., 2010), it can be concluded that the hypervascular part of the tumor covers 

approximately 40 % of the tumor area. The spatial accuracy of both PET and fDOT 

reconstructions has been validated with the use of CT in a previous study (Garofalakis 

et al., 2010). In addition, in a different set of combined PET/fDOT scans, the tumor 

area was sampled after sacrifice of the mice and sectioned for histology (data not 

shown). The ex vivo distribution of the probes matched the in vivo reconstructions 

perfectly. We, therefore, conclude that the mismatch in the observed contrast 

distribution between fDOT and PET is due to the nature of the process underlying 

probe distribution and not to artifacts in the co-registration method. Interestingly, high 

FDG uptake which reflects aerobic glycolysis is not superimposed with high 

vascularity in MEN2A-MTC tumors. It would be interesting to explore further the fine 

architecture of tumors with other molecular tracers in order to segment tumoral 

regions based on, e.g., oxygen pressure, pH, apoptosis, proliferation or other 

important hallmarks of cancer (Hanahan and Weinberg, 2011). Alternatively, it could 

be envisioned to co-register the distribution of a labeled drug, refine the anatomical 

information or superimpose maps of diffusion or viscoelastic properties using other 

imaging techniques such as MRI or ultrasound.  
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4 Multi-angle fDOT imaging with the use of 
mirrors 

  

  

 In the previous chapter, fDOT reconstruction images were fused with PET 

images. The uptakes of the vascular agent Sentidye® (optical) and the nuclear agent 

FDG for the tumor activity were simultaneously visualized and compared. This 

enabled to extract information of the vascular distribution around the tumor. The fused 

image enabled the direct comparison of fDOT reconstructions with those of PET. It 

was noted that fDOT imaging provides comparable image quality to PET imaging in 

terms of resolution (in the order of 1mm for preclinical scanners).  

When comparing the system characteristics of the two modalities, the PET 

benefits from a gantry that records signals from every possible angle. In fDOT, in 

contrast, the detector (CCD camera) is fixed to the top while a planar scan is 

performed on the opposite side of the subject (figure 4-1). In general, the geometry of 

the acquisitions is expected to influence the output of a reconstruction algorithm. 

Given the relative position of the camera and the sources (Figure 4-1), the 

reconstruction algorithm is expected to favour the reconstruction resolution on the x-y 

plane which is normal to the camera–source z-axis. On the other hand the depth 

resolution along the z axis is expected to be poorer. 
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Figure 4-1: Conventional fDOT geometry; with fluorescent probes (orange spot) inside 
the subject (in grey color) excited by the source and the fluorescent light is captured 
by the CCD camera. This geometry favors the plan parallel to the fOV of camera (spot 
line) 

 

 The influence of the acquisition geometry on the reconstructions has already 

been shown in several experiments. In a study, Garofalakis et al. (2010) has 

co-injected a radio-labelled and optically-labelled nucleotide in a control mouse. The 

probe was cleared by the organism and strong accumulation of the two types of 

probes was reported in the region of kidney. It has allowed giving good contrast in 

both fDOT and PET images (Garofalakis et al., 2012). In this study the in-built 

software of the TOMOFLUO3D was used for the fDOT reconstructions. The accuracy 

of the fDOT and PET reconstructed signal was evaluated with anatomical CT scans in 

the kidney region. The fused kidney images of fDOT with CT and PET with CT (figure 

4-2) allowed the comparison of the reconstruction resolution. The segmentation has 

been done following the same principle as presented in section 3.5.3, where a 

threshold of 30% of the maximum signal in the tumor was applied for PET images, and a 

threshold of 10% of maximum plus a constant value that represents the noise of fDOT 

reconstructions was applied for fDOT images. In figure 4-2, the red volume represents 

the volume occupied by the PET reconstruction, the green volume represents the 

fDOT reconstruction and the grey colour is the CT image of the kidneys. In the coronal 
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view, the PET and the fDOT give comparable results (Figure 4-2 A and B), in 

comparison to the CT volume, though the PET overestimates the kidney volume. 

However, in the axial view, the PET volume still overestimates the kidney volume 

(Figure 4-2 C), but more interestingly a significant compression of the fDOT signal 

(Figure 4-2 D) is observed along the Z direction.  

 

 

Figure 4-2: PET reconstruction of the mouse kidney (red) and fDOT reconstruction of 
the kidney (green) co-registered with CT volume (grey) (manual segmentation). Top 
row shows images in coronal view and following row shows the axial view. In the 
coronal view, reconstruction of both modalities overlapped with the CT image though 
PET overestimated the volume. In the axial view, the reconstruction of fDOT is clearly 
compressed comparing to the CT image and also to the PET volume. 

  

In another experiment, the fDOT reconstruction was tested with a subject of 

dimensions comparable to the resolution limit of the fDOT apparatus (~1mm). A 

1mm-diameter glass capillary was filled with a near infrared fluorophore and was 

inserted subcutaneously to the mouse scapula. A fDOT acquisition was performed at 

the level of the capillary and the reconstruction was performed with the in-built 

software of TOMOFLUO3D (Figure 4-3). Then, the accuracy of the fDOT 

reconstruction is evaluated from the comparison to the actual dimensions of the 

capillary. In this case, the reconstruction gives the accurate diameter value in the 

coronal view (Figure 4-3 A), but in the axial view the reconstructed signal is extended 

deeper than the capillary diameter (Figure 4-3B). This test experiment has been 

repeated several times and similar results were observed.  
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The above experiments show that the fDOT reconstruction is degraded with the 

depth, in a manner of compressing big organs such as kidneys, and while extending 

the dimensions of small targets. This degradation was assumed to be a consequence 

of the  limited  collection  of  signal  due  the  “single  angle”  camera  acquisition. 

  

 
Figure 4-3: fDOT reconstruction of the capilary insert under the mouse skin. Image is 
overlapped with the 2D mouse photograph to indicate the position of the capilary. Left: 
image on the coronal view, the diameter of the reconstructed capilary remains the 
same as the real value. Right: image of the sagittal view, the dimension of the 
reconstructed capilary is longer than the real  value. 
 

In the present thesis, an approach to assess Z-axis degradation problem is 

proposed with the use of multi-angle acquisition geometry. Mirrors are placed at the 

two sides of the subject in order to redirect lateral fluorescent signals to the camera. 

Then a basic open source reconstruction algorithm is modified to account for these 

additional views in order to improve the fDOT reconstruction quality.  

In the following sections a detailed presentation of this method is provided.  

In section 4.1, a general introduction to multi-angle fDOT imaging is presented. In 

section 4.2 the principle of fDOT image reconstruction is introduced. In section 4.3 the 

open access fDOT reconstruction algorithm TOAST (Time resolved Optical 

Absorption and Scattering Tomography) is described together with a finite element 

method (FEM) inverse solver. In section 4.4, the materials and method of this study 

are presented, including the incorporation of the mirrors to the conventional fDOT 
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geometry and the implementation of mirror geometry to the TOAST reconstruction. In 

section 4.5 the results of the present study are shown and finally the discussion 

follows in section 4.6. 

 

 

4.1 The conventional fDOT system and the multi-angle 

approach 
 

4.1.1 The conventional fDOT system 

 As has been already mentioned in previous chapters, the fDOT is a relatively 

novel technology that is still under development. fDOT like any other tomographic 

system  requires  a  set  of  “projections”  in  order  to  reconstruct  a  3D  image  (Kak et al., 

1988). The term projection refers to an image that is captured at a given angle 

determined from the different spatial combination of the three major imaging 

components: the detector, the source and the subject. Different projections can be 

obtained by the moving each of the above components of the system.  

 
 
Figure 4-4: Schematical representation of the fDOT imaging system  
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In figure 4-4 the standard geometry of a single-angle non-contact fDOT system is 

presented. The subject is scanned with a laser source. The CCD camera fixed to the 

top records the emission light, with several emission filters selecting signals of 

different wavelengths. As the excitation laser scans the animal at different source 

positions, the image captured with each source-detector combination corresponds to 

a different projection. Since the orientations of the source and detector are fixed, all of 

these projections are generated with signal coming from the same side of the subject.  

Currently the majority of fDOT apparatus uses the above presented single camera 

apparatus or variations of this geometry (Zacharakis et al., 2005a; Garofalakis et al., 

2010; Nahrendorf et al., 2010; Correia et al., 2011). Many reasons justify this choice, 

notably the low cost, the simple instrumentation, the user convenience and also the 

comfort provided to the subject. 

4.1.2 Multi-angle optical imaging 

Although single camera systems have been the method of choice for many 

experimental and commercial fDOT scanners, several multi-angle optical imaging 

systems have been also proposed.  

The first fDOT systems represent in multi-angle systems since they were 

incorporating fibers that were surrounding the subject for the collection of signals 

(Ntziachristos et al., 2002) (Figure 4-5). A fiber-based time-resolved reconstruction 

method has been proposed to retrieve depth-related information on absorption 

variation of the tissue (Montcel and Poulet, 2006; Montcel et al., 2006). 
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Figure 4-4-5: Schematic of the first fiber-based fDOT imager used for the experimental 
measurements. The imager consisted of a 675 nm laser diode (a) and a beam splitter 
(b) that divided light to a reference channel (c) and an optical switch (d). 24 source 
fibers (e) and 36 fiber bundles (g) were employed to illuminate and collect light 
respectively from the optical imaging bore (f). The fiber bundles and reference fiber 
were arranged on a grid (h) and imaged with a CCD camera (j) using appropriate 
filters (i). The insert surrounded by the dotted line describes the typical 
measurements (F, I, B) and formation of the composite field (C) used to produce 
quantified fDOT images. (Ntziachristos et al., 2002) 

  

Later, CCD cameras were proposed as a means of signal detector (Ripoll et al., 

2003). The advantage of CCD cameras is their ability to detect high sampling data 

(Schulz et al., 2004). CCD camera acquisition detects high resolution images, 

however they are less flexible components and therefore sophisticated apparatus 

need to be constructed in order to achieve multi-angle detection. One solution was 

proposed where the subject turns at multiple angles while the position of camera and 

source are unchanged.  One such approach was proposed by Turner et al. in 2005. It 

consisted of a time-resolved complete angle fDOT system with a incorporated rotation 

stage (Figure 4-6) to collect transillumination images of both early-arriving photons 

and later-photons which is also capable for continuous wave photon acquisitions 

(Turner et al., 2005).  
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N EW  T ECH N O LO G Y

diluted in  buffer. All capillaries con tain ed
th e cath epsin  B-sen sitive NIR fluorescen t
probe (1  M). Fig. 2c sh ows a slice recon -
struction  24 h ours after substrate/en zym e
in teraction . Activation  of th e cath epsin  B-
sen sitive probe by cath epsin  B was clearly
eviden t, wh ereas it was lackin g for th e
oth er cath epsin s. Measurem en ts per-
form ed un der iden tical con dition s in  n on -
turbid m edia usin g a fluorom eter are
plotted on  Fig. 2d as trian gles an d verify
th e activation  rate calculated by FMT.
Sum m arily, th e above results sh ow th at
th e tech n ique is specific in  differen tiatin g
fluorescen ce activation  im parted by differ-
en t en zym es; th at th ere is a predictable re-
lation  between  en zym e activity an d
gen erated fluorescen ce un der th e tested
con dition s; an d th at m easurem en ts ob-
tain ed by FMT im agin g from  with in  turbid
m edia closely reflect th ose obtain ed usin g
an  an alytical fluorom eter un der n on -
turbid con dition s.

FMT of enzyme act ivity in vivo
Alth ough  th e above experim en ts were per-
form ed in vitro usin g ph an tom s an d tissue-
like turbid m edia, th e m ain  ch allen ge was to determ in e wh eth er
sim ilar experim en ts could be perform ed in  m urin e m odels. As an
exten sion  to th e above validation  studies, we ch ose to im age
cath epsin  B activity in  9L gliosarcom as stereotactically im plan ted
in to un ilateral brain  h em isph eres of n ude m ice, as cath epsin  B ac-
tivity h ad been  im plicated in  tum or in vasion 14. All an im als (n = 7)
were subjected to MR im agin g to determ in e th e presen ce an d loca-
tion  of tum ors before th e FMT im agin g studies (Fig. 3a an d b). Fig.
3c, e an d f depict th e th ree con secutive FMT slices obtain ed from
top to bottom  of th e volum e of in terest. Fig. 3d sh ows a superposi-
tion  of th e MR axial slice passin g th rough  th e tum or on to th e cor-
respon din g FMT slice after appropriately tran slatin g th e MR im age
to th e dim en sion s of th e FMT im age. Align m en t between  MR an d
FMT im ages was perform ed by m ean s of a m ouse restrain er th at

position ed th e an im al at th e desired z-axis depth  with in  th e two
im agin g setups an d secured th e an imal’s  h ead at a preset position .
Head rotation  was registered by m ean s of th e ch aracteristic
an atom ical m arker th at was left by th e filin g of th e stereo-tactic
im plan tation  open in g (eviden t on  th e top righ t side of Fig. 3a an d
visible on  th e m ouse surface). Th e in vivo im agin g data correlated
well with  surface-weigh ted reflectan ce im agin g of th e excised an d
sliced brain  (Fig. 3g–i). Brain  slicin g was guided by th e sam e
an atom ical m arker used for MR/FMT registration . On  average, th e
con cen tration  of activated fluoroch rom e per tum or, as calculated
by FMT was about 110 ± 30 n M. Cath epsin  B expression  in  th e tu-
m ors was furth er con firm ed by im m un oh istoch em istry, western
blottin g an d RT-PCR (data n ot sh own ). Th e above results con firm
th at cath epsin  B can  be used as an  im agin g m arker15.

Fig. 1 Schematic of the FMT imager used for the experimental measurements. The imager con-
sisted of a 675 nm laser diode (a) and a beam splitter (b) that divided light to a reference channel
(c) and an optical switch (d). 24 source fibers (e) and 36 fiber bundles (g) were employed to illumi-
nate and collect light respectively from the optical imaging bore (f). The fiber bundles and refer-
ence fiber were arranged on a grid (h) and imaged with a CCD camera (j) using appropriate filters
(i). The insert surrounded by the dotted line describes the typical measurements (F, I, B) and forma-
tion of the composite field (C) used to produce quantified FMT images.

Fig. 2 In vitro evaluation of tomographic capacity. a , Photograph of the turbid resin tube in-
serted into the optical chamber. The tube was used for 2 in vitro experiments summarized here.
The 4 capillaries, apparent as four symmetrically placed openings on the top of the resin insert,
were filled with 1  M of a cathepsin B-sensitive NIR activatable probe for both experiments. b,
Experiment 1: Probe activation as a function of cathepsin B concentration obtained with FMT at 4
( ) and 24 ( ) h after enzyme addition. c, Experiment 2: FMT reconstruction obtained from the
middle slice of the resin tube at 24 h after 25  g of cathepsins (B, D and H) were added in different
capillaries as marked on the image. The fourth capillary did not contain any enzyme. d, Experiment
2 continued: Activation kinetics obtained with FMT from the capillaries containing cathepsin B ( )
and D ( ). The orange triangles indicate measurements obtained in parallel with a fluorometer in
the absence of the turbid medium.
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Figure 4-6: Schematic montage of the Time-resolved full-angle fDOT imaging system, 
using noncontact technology.  
 

Similar system geometries have been used for fDOT in-vivo imaging of tumors 

(Deliolanis et al., 2006, 2009) immune function imaging (Garofalakis et al., 2007; 

Meyer et al., 2007). However, these systems require that the subject sample is fixed in 

an upright position which does not represent a physical position. 

 Later apparatus designs took into account the animal comfort by incorporating a 

geometry where the animal is lying down on a plate (Zacharakis et al., 2005a, 2005b). 

Still multiple angles can be recorded but given the positioning of the subject the 

camera and/or the laser source should move. This can be done with the use of a 

gantry. Da Silva et al. has proposed a method that combined the fDOT with XCT 

imaging (Da Silva et al., 2007). More recently, another system has been developed by 

Schulz et al. for the development of a FMT/CT hybrid system (Schulz et al., 2010) 

(Figure 4-7). However this system is technically challenging and another 

disadvantage is the long acquisition sequences when multiple angles are involved.  
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Figure 4-7: Schematical representation of the hybrid imaging system for simultaneous 
fluorescence tomography and X-ray computed tomography (XCT) of small animals. 
The system is based on a 360° rotating gantry, which accommodates the XCT hardware 
and a CCD camera–based optical detection modality (fDOT) (Schulz et al., 2010) 

 

A simple way to achieve multi－angle projections is the utilization of mirrors while 

the subject stays lying in the holder. Such systems have been already proposed in the 

case of planar fluorescence, bioluminescence studies and fDOT. In bioluminescent 

imaging, the idea of using mirror to reflect the signal from different angles has been 

proposed in a commercial system (Kok et al., 2007). Instead of rotating the subject or 

the camera, a mirror is placed near the subject and is rotated at eight different angles 

to reflect the bioluminescence signal from different projections (Figure 4-8).  

 

Figure 4-8: 3D bioluminescent imaging (IVIS 3D, Xenogen Capiler Life Science): A) 
Scheme of the system. B) Illustration of 4 possible positions of the mirror out of 8 that 
generate sequential images 
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Wang and al. (2008) proposed a fixed arrangement of mirrors with a single CCD 

camera that recorded four views of reflected bioluminescence images simultaneously 

(Wang et al., 2008) (Figure 4-8 A), which allowed the recording of higher data 

throughput comparing to the previous system. Similarly, Roncali et al. (2008) 

developed a system equipped with a conical mirror that collected all the signals on 

one single frame (Roncali et al., 2008) (Figure 4-8 B).  

 

 

Figure 4-9: Set-up of the simultaneous multi-angle acquisition with a fixed 
arrangement of four mirrors proposed by Wang et al. (A) and with a conical mirror 
proposed by Roncali (B). 
 

Another mirror-based system was developed by Chaudhari et al (2005) (Figure 

4-10 A) and Biospace Lab (Figure 4-10 B), for simultaneous acquisition of 

multispectral imaging data over most of the surface of the animal (Chaudhari et al., 

2005).  

 

Figure 4-10: Set-up of the mirror based simultaneous multi-angle acquisition of 
Chaudhari et al (A) and Biospace Lab (B).  
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Both systems rely on an implementation of mirrors oriented at 45 ° with respect to the 

optical axis, offering the opportunity to observe simultaneously the main parts of the 

mouse in a fairly similar way as in conventional geometry (Chaudhari et al., 2005). 

In the case of the fDOT, Li et al (2011) implemented the conical mirror system 

(Figure 4-11) for the different projections. This approach has been introduced in order 

to fit a fDOT system inside a PET gantry (Li et al., 2011) for combined fDOT/PET 

imaging. However in this study no comparison with the conventional imaging was 

made to characterize the reconstruction quality.   

 

 
Figure 4-11: Design of conical mirror and schematic of 3D FOT system 
 
 

4.2 Image reconstruction 

 

In the following sections, the basic steps for reconstructing a fluorescent probe 

inside a diffusive medium will be presented. The reconstruction of a fluorescent 

concentration inside a diffuse medium can be divided into two steps: the forward 

problem and the inverse problem. 
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Figure 4-12: General representation of the forward problem and the inverse problem. 
N(r) stands for the spatial distribution of the optical property in tissue. 
 

In optics, 3D reconstruction refers to determining the spatial distribution of an 

optical property based on a set of detection images and on the geometrical 

parameters that describe the experiment geometry (source/detector positions and 

subject’s  geometry) (Arridge, 1999; Ntziachristos and Weissleder, 2001). This process 

is the inverse to the process of determining the light propagation at any point inside 

the subject (and therefore at its surface) by taking into account its distribution of 

optical properties and the experimental geometry. The first process is called solving 

the inverse problem and the second is called solving the forward problem (Figure 

4-12). From the above, it is evident that the problem of optical reconstruction is a 

two-step process. Solving the inverse problem first requires solving the forward 

problem.  

 

4.2.1 Forward problem - Diffuse optics theory 

As has been stated in the introduction, fDOT accounts for the diffusive 

propagation of photons in tissue in order to solve the forward problem and therefore 

reconstruct fluorescent signals inside opaque mediums. The problem can be 

assessed thanks to theoretical tools based on the diffusive theory that were 

developed in the mid-nineties (Yodh and Chance, 1995). Below is a brief description 
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of this theoretical framework. 

Given the light source Xinc and the distribution of the fluorescent concentration 

Nt(r) at position r within a volumetric medium V(Figure 4-13), the propagation of light 

Xprop at any position of the medium and consequently on the surface of the object S is 

represented by the following function:  

     

                                                                Eq 4-1      

  

 
Figure 4-13: Basic scheme of the forward model based on the diffusion theory 

 

 

In theory of tissue optics, a convenient way to describe light propagation is by the 

use of analytical methods (Arridge, 1999). These methods model the propagation of 

photons as a propagation of energy and use differential equations in order to extract 

an equation for the intensity of light (Ishimaru, 1978; Yodh and Chance, 1995). 

The diffusive photon propagation for the case of a continuous wave illumination of 

a scattering medium can be described by the diffusion equation (Patterson et al., 

1989). 

  

∇[𝐷∇Φ(𝑟)] + 𝜇 Φ(𝑟) = 𝑆(𝑟)           Eq 4-2 

Where  Φ(𝑟) is the average intensity of light at position r and S is the source term and 

D is the diffusion coefficient  

      trXrNtrXf proptinc ,;, 
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𝐷 =
( )

                    .    Eq 4-3 

In equation 4-3, two important intrinsic parameters of tissue are presented, μa and μ's. 

μa represents the absorption coefficient, which is defined as the multiplicative inverse 

of the path that a photon travels before it is absorbed and μ's is the reduced scattering 

coefficient.    

                         Eq 4-4 

with μs being the scattering coefficient, referring to the multiplicative inverse of the 

random walk path of a photon between two scattering events. Finally, g is factor taking 

in account the scattering anisotropy.  

The diffusion equation is solved by applying a source term on the right side of Eq 

4-2. In the problem of fluorescence imaging inside a tissue, two sources of diffusive 

light are identified. The first is produced from the laser beam as it enters the medium 

(excitation light). In tissue optics a light beam entering the subject is often simulated 

as a point source originating from a depth 1/μs below the surface (Arridge and 

Schweiger, 1995). The source term in Eq. 4-2 is defined as: 

                                        Eq 4-5 

where δ(r) is the Dirac function and S0 accounts for the intensity of the incident beam.  

The average intensity of the excitation photon Φ (𝑟)   emitted by a continuous wave 

external source S at 𝜆   at location 1/μs below r ∈   Ω is then given by  

−∇D(r, 𝜆 )∇Φ + 𝜇 (𝑟, 𝜆 )Φ (𝑟, 𝜆 ) = 𝑆 𝛿(𝑟 )       Eq.4-6 

 

Equation 4-6 can  be  solved  using  Green’s  function (Arridge, 1995; Fantini et al., 

1997) for homogeneous medium: 

[−∇𝐷(𝑟)∇ + 𝜇 (𝑟)]𝐺(𝑟, 𝑟 ) = 𝛿(𝑟 − 𝑟 )         Eq 4-7 

   

The solution of equation 4-6, which is the average photon density of the excitation 

source at position r within a volume V is then given by: 

 

ss g  )1(' 

)()( 0 rSrS 
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Φ (𝑟) = ∫ 𝑑𝑟 𝐺(𝑟 , 𝑟)𝑆(𝑟 )  
                 Eq 4-8 

  

Photons from the incident light propagate inside the medium; excite the residing 

fluorescent molecules giving rise to fluorescent light.  

 

 
Figure 4-14: Schematic representation of the photon excitation from the ground state 
to the excited state by the energy of excitation wavelength  𝝀𝒆𝒙  , followed with the 
photon emission of 𝝀𝒆𝒎. 
 

The emission of fluorescence corresponds to a second source of light (fluorescent 

light) with a bigger wavelength (Figure 4-14). The fluorescent source term which 

represents the number of emitted fluorescent photons is defined as:  

𝐹(𝑟, 𝑟 ) = 𝜂𝜎 𝑁 (𝑟, 𝑟 )Φ (𝑟, 𝑟 )          Eq 4-9 

where the 𝜂 is the fluorescence quantum yield and the 𝜎  is the absorption 

cross section of the fluorescent molecules at the excitation wavelength. Nt is the total 

number density of the fluorescence molecules.  

The emission photon intensity Φ (𝑟)originating from a fluorescent inclusion is 

given by: 

−∇𝐷(𝑟, 𝜆 )∇Φ (𝑟, 𝜆 ) + 𝜇 (𝑟, 𝜆 )Φ (𝑟, 𝜆 ) = 𝐹(𝑟, 𝑟 )Eq 4-10 

          

After solving equation 4-10, the average photon density of the fluorescence signal 

Φ (𝑟) in a volume V is expressed with the aid of Green’s function as (Born and 

λex λem 
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Wolf, 1999): 

 

Φ (𝑟) = ∫ 𝑑𝑟 𝐺(𝑟 , 𝑟)𝐹(𝑟 )Φ (𝑟 )               Eq 4-11 

 

The excitation and the fluorescence signals are emitted by the medium and are 

recorded by a CCD camera. 

 

4.3 Inverse problem  

A means of solving equation 4-11 for the unknown 𝑁 (𝑟, 𝑟 ) is based on a 

forward model using the finite-element method (FEM) (Weaver and Gere, 1980; 

Strang and Fix, 2008). The FEM method was first developed for solving the problem 

in solid mechanic, based on the matrix method for mechanical structural analysis. 

 

Figure 4-15: Simple illustration of the elements and nodes in FEM, the system is cut 
into elements and the   elements   are   reconnected   at   “nodes”   as the point of 
conjunction. 
 

The basic idea of the FEM method is to subdivide the entire system into 

“elements”,  to form of matrix that describes a system of complex structure containing 

a large number of components. In FEM, the system is cut into elements and the 

elements  are  reconnected  at  “nodes”  as  if  each node being the point of conjunction 

(Figure 4-15). Therefore the system is represented with a sum of units constituted of 

16.810 (16.682) 6

What is the FEM?

Description
- FEM cuts a structure into several elements (pieces of the structure).

- Then reconnects elements at “nodes” as if nodes were pins or drops 
of glue that hold elements together.

- This process results in a set of simultaneous algebraic equations.

FEM: Method for numerical solution of field problems.

Number of degrees-of-freedom (DOF)

Continuum: Infinite

FEM: Finite
(This is the origin of the name, 
Finite Element Method)
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nodes and elements.  

 

Figure 4-16: basic sheme of the FEM discretization. 
 

In the FEM approach, the solution of equations 4-8 and 4-11 can be extracted for 

both homogeneous and heterogeneous media. Let us recall the basic problem of 

fDOT reconstruction as illustrated in Figure 4-12. The inverse problem aims at 

determining the spatial distribution of an optical property based on a set of detected 

images and the geometry of the problem. For the case of the measurements, the 

detector readings should be related to the theoretical equations of photon density 

described in the previous section. The measurements are then modelled by a 

Gaussian kernel centered at the detector location and computed as a linear factor ℳ, 

acting on the photon density at the boundary of the domain. Thus the measurements 

of the photon density of the excitation and emission terms at the detector position rd 

are given by: 

Φ (𝑟 ) = ℳΦ (𝑟);        Φ (𝑟 ) = ℳΦ (𝑟)     Eq 4-12 

 

Many authors have proposed the normalization of the fluorescence data with the 

excitation data (Ntziachristos and Weissleder, 2001; Garofalakis et al., 2007) This 

approach is called the Normalized Born approximation (Ntziachristos and Weissleder, 

2001) and it is expressed as:  

𝑈 (𝑟 ) = ( )
( )

=                     Eq 4-13 

 

where vector Ub accounts for all source-detector pairs of measurement. It is 

common to consider the fluorophore distribution as a perturbation over a 

homogeneously fluorescent medium (Ntziachristos and Weissleder, 2001). The 
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emission photon density Φ  is often approximated as being linearly dependent on 

the fluorophore concentration F(r). Based on equation 4-11, a small variation of the 

fluorophore concentration 𝛿𝐹 in the medium induces a variation of the emission 

photon density  𝛿Φ . In the FEM, the studied volume is discretized in small elements. 

In our case the volume is considered to consist of N elements, j and the 

fluorophore coefficient F can be represented by an N x 1- vector. Based on the above, 

the variation of the emission photon density is given by: 

        Eq 4-14 

where Φ 𝑟 , 𝑟  is the excitation photon density at rj due to a source at rs. 

Eq 4-14 expresses the relation between Φ(r) and F(r). Optical tomography 

involves multiple projections which correspond to multiple source–detector pairs, M. 

Let us consider as i each source-detector pair and by taking into account Eq. 4-13 and 

Eq 4-14, and: 

                𝑈 (𝐹) = 𝐽𝐹                      Eq 4-15 

 Where 𝐽 are the corresponding Jacobian matrix entries that relate each 

measurement (Ub)i to the F(r): 

 

𝐽 = ( ) =
( , ) ∫ 𝑑𝑟 𝐺(𝑟 , 𝑟 )Φ (𝑟 , 𝑟   )       Eq 4-16 

 

According to Schweiger (1994), the reconstruction problem was transformed into 

minimizing iteratively the error norm ℇ of equation: 

             Eq 4-17) 

with the regularisation parameter , and for quadratic Tikhonov 

regularisation (Schweiger, 1994). 

. 
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4.4 Materials and Methods 
 

4.4.1 Experimental Setup 

The imaging system used in this study consisted of the 3D optical imager 

TomoFluo3D (Cyberstar, Grenoble, France) that has been introduced in chapter 3 

(shown in Figure 3-1).  

CT measurements were performed using the PET/CT scanner Inveon® 

(Siemens, France). A total of 360 images were recorded with an angular step of 1°. 

The reconstructions were performed with the in-built reconstruction software based on 

a filtered back-projection method. Each reconstruction resulted in a volume of 

480x480x480 voxels with a voxel size of 0.206x0.206x0.206 mm3. 

               
Figure 4-17: Inveon® CT scanner (Siemens) 

 

 

4.4.2 Tissue-like phantoms 

Phantoms are often used in optical imaging studies in order to simulate tissue 

properties. Their optical properties can be defined during the manufacturing process. 

Phantoms serve to test the fDOT under controlled conditions. In the present study 

polyester resin phantoms were used. Resin phantoms are solid and inert and their 

optical properties are controlled by adding titanium oxide and ink for scattering and 
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absorption respectively. The recipe for the phantom used in this study can be found in 

(Boas, 1996). The  µs’   is   set   to  15   cm-1 and the µa set 0.2 cm-1. These values are 

chosen to simulate the tissue optical properties The phantom used in the present 

study has been built in the Universidad Carlos III de Madrid, Departamento de 

Bioingenieria e Ingenieriq Aeroespacial. 

 

4.4.3 Data processing algorithm 

In the present thesis, the inverse problem was solved using a finite element 

approach which is the basis of the open access optical tomographic algorithm  

TOAST (http://web4.cs.ucl.ac.uk/research/vis/toast/) (Schweiger, 1992, 1994; 

Schweiger et al., 1993; Arridge and Schweiger, 1995). TOAST stands for 

'Time-resolved Optical Absorption and Scattering Tomography'. It is an image 

processing toolbox developed by Martin Schweiger and Simon Arridge (Schweiger et 

al., 1993) in the Department of Computer Science at University College London (UCL). 

TOAST consists of a set of Matlab® (Mahworks, USA) functions and was originally 

designed for image reconstruction of the predecessor of fDOT, the diffusion optical 

tomography (DOT). It allows numerical modeling of light transport and parameter 

recovery and performs high-level tasks in modeling, reconstruction and visualization. 

TOAST can be freely downloaded software and provides open source code that 

allows the user to develop programs based on the particularities of each problem. 

TOAST relies on the FEM to model diffuse light transport in tissue.  

 

4.4.4 Incorporation of mirrors in a conventional fDOT imager 

In section 4.1.2, a multitude of fDOT imaging geometries has been presented. In 

each case  different  criteria  were  governing  the  system’s  design.  The  most  essential  

are the following: instrumentation simplicity, maximization of information content, 

comfort of the subject and simplicity for the user.   

http://web4.cs.ucl.ac.uk/research/vis/toast/
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In the present study, minor modifications were made to a prototype fDOT system 

operating in the trans-illumination mode. This system has been developed by the 

CEA/LETI in Grenoble, France (Koenig et al., 2010). In this system the camera 

records signals from the top of the subject and the laser is illuminating from the 

bottom. The idea of the mirrors method is to capture the signal coming from both 

sides of the subject, by modifying the existing apparatus. For this reason, two mirrors 

were placed at the two lateral sides of the subject that reflect the signal coming from 

the profile (Figure 4-18). 

 
Figure 4-18: basic scheme of the mirror geometry after the modification of the 

conventional fDOT geometry. 

 

The two mirrors were placed symmetrically on the two sides of the animal with an 

angle predefined at 45 degrees. The CCD camera on the top records the central view 

and two lateral views that are created by the mirror reflection. This arrangement is 

considered equivalent to an assembly of three cameras of identical optical 

characteristics that are situated at three positions (top, left and right) to record image 

simultaneously (Figure 4-19). The two lateral views are symmetric with respect to the 

central view.    
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Figure 4-19: equivalent representation of the mirror geometry as virtual cameras 
locatied at both sides of the subject 

 

As can be seen in (Figure 4-20), given the x and y axes for the coronal view, the 

mirrors enable to reflect the signal coming from the XZ plan. 

 

   
Figure 4-20: Left: the experimental set-up of our mirror geometry fDOT imaging 

system, Right: white light image acquired by the CCD camera during image acquisition. 

 

This approach offers simplicity in terms of instrumentation and results in a 

simultaneous multi-angle acquisition. Comparing to the acquisition geometries 

mentioned previously (Chaudhari et al., 2005; Wang et al., 2008), the present 

arrangement is simplified but still appropriate for the fDOT acquisition. The excitation 

and fluorescence signals are recorded by changing the emission filter under the CCD 

camera, and both the central view and the lateral view were recorded at the same 

time. The next steps consist in reconstructing the fluorescence distribution inside the 
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animal’s body using the acquired multi-view data set. 

 

4.4.5 Implementation of the TOAST reconstruction algorithm 

 

The image reconstruction algorithm applied was based on the TOAST software 

developed by Prof Simon Arridge and Dr Martin Schweiger in UCL (Schweiger et al., 

1993; Schweiger, 1994; Arridge and Schweiger, 1995). TOAST is a software suite for 

image reconstruction in optical tomography. TOAST provides open source code in 

Matlab and can be adapted to the particularities of a given study. This adaptation 

consists of generating the input files for TOAST, modifying the source code and the 

parameters of the functions according to the acquisition geometry. It solves the 

diffusion equation with the finite element method to calculate the photon density within 

the medium and the photon current through the surface. The processes in TOAST 

reconstruction consist of a mesh generator, a FEM solver, and a data processing and 

analysis tool. The mesh is used to take the geometry and the boundary of the subject 

into account. The reconstruction generates a spatially resolved map either of the 

scattering, or the fluorescence absorption inside the tissue from a set of 

measurements, by iteratively minimizing an error function that describes the 

differences between the true measurement data and the data simulated by the FEM 

forward model using pre-defined optical parameters.  

Four input files are necessary for TOAST reconstruction:  

a) a mesh file (.msh) contained the coordinate of the nodes and element of the 

FEM mesh of the subject with the connectivity of the nodes;  

b) a source/detector file (.qm) that includes the coordinates of each the 

source/detector pair;  

c) the fluorescence image matrix Mfluo and  

d) the excitation image matrix Mexi recorded at different excitation source 

position. 
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TOAST is well-developed software that has been used by many science groups. 

Template functions in Matlab are available that allow users to modify or create new 

functions based on these templates. Therefore, the users were simply asked to 

generate the input data corresponding to their particular study and modify the 

parameters of the template function according to the particular optical system.  

In this thesis TOAST functions were modified in order to account for the mirror 

acquisitions. More specifically, this work consisted of generating the mesh file of the 

subject. Then the qm file defining the position of the source and detectors was 

calculated given the additional detector signal provided by the mirror images. Finally 

the matrices of the fluorescence image (Mfluo) and the excitation image (Mexc) 

obtained from the acquisition raw data, in a way that the side images are 

incorporated.  

The above data were integrated as input data into the template TOAST functions. 

Function coefficients related to the imaging system were modified and a regularization 

parameter related to the error function for the reconstruction iteration was defined. 

Finally, all above factors were adjusted to optimize the reconstruction performance. 

 

4.4.6 Mesh file generation. 

In order to reconstruct the fluorescence image, it is necessary to take into 

account the shape of light propagation medium. The mesh volume of the subject was 

acquired during the imaging acquisition. The mesh files utilized in TOAST are used to 

define the node coordinates and element connectivity of the finite element mesh 

required by the FEM forward solver. The elements of the FEM after discretization 

have the form of tetrahedrons. 

In this study, a CT scan of the subject has been used to extract the correct 

surface volume. Therefore, for each fDOT acquisition, a CT scan was performed. 

Thanks to the fiducial markers-based automatic image co-registration method 

introduced in chapter 3, the volume image acquired by the CT scan was co-registered 
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to the fDOT images. 

 The Iso2mesh software (http://iso2mesh.sourceforge.net/cgi-bin/index.cgi) (Fang 

and Boas, 2009) has been chosen to convert the CT image to FEM mesh. Iso2mesh" 

is a Matlab/Octave-based mesh generation and processing toolbox designed for the 

creation of surface and tetrahedral meshes from 3D volumetric images. Iso2mesh 

allows the conversion of 3D volume images like CT, PET etc., into the FEM 

discretized mesh with extraction of the nodes coordinate information. Iso2mesh 

toolbox enables the input from volumetric image and can create 3D tetrahedral finite 

element (FE) mesh from surfaces, 3D binary, segmented or grey-scale images, 

allowing the generation of a tetrahedral mesh with custom mesh resolution from the 

direct input of the grey-scale CT volume image. The CT image volume and the 

desired size of element are taken as input parameters, and as an output a matrix 

including the node coordinate list and the connectivity list of the mesh is generated. 

The following figure (Figure 4-21) presents an example of conversion of the CT 

gray-scale volume image into the FEM mesh.  

 

Figure 4-21: example of converting the CT gray-scale volume image in to the FEM mesh 

 

A general problem with 3D mesh is the choice of the number of elements and 

nodes. The number of elements and nodes should be sufficient enough to ensure the 

correct resampling of the reconstruction and providing enough reconstruction 

resolution. However, a large amount of elements and nodes results in large matrices 

and consequently in longer computational times. Therefore, a compromise should be 

found for the number of elements and nodes by taking into consideration the desired 

http://iso2mesh.sourceforge.net/cgi-bin/index.cgi
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resolution and the computational time needed for the reconstruction. According to 

(Schweiger, 1994), typically the number of elements for a 3D mesh is limited to less 

than 105, and is varied according to different size of the studied subject.  

The mesh is selected with respect to the zone of the optical scan, which is in turn 

selected with respect to the position of the targeted organ. Two limits are selected on 

the coronal image (X1 and X2) approximately 2mm from the top and bottom edge of 

the optical scan region respectively, so that the laser source defined by the red 

rectangle in figure 4-22 would not coincide with the edge of the segmented mesh. 

Since  the  typical  value  of  µs’  for  tissue  in  NIR  is  15  cm-1, this distance of 2mm which is 

about three times of transfer mean free path has been chosen to ensure the diffusion 

equation stands for the fDOT reconstruction of the three views. This zone is relocated 

onto the CT volume image using the transformation matrix calculated with the 

co-registration method presented in chapter 3. 

In our study which concerned the imaging of the kidneys, a segment of the entire 

CT volume (region covered by blue rectangle in figure 4-22) around the region of 

interest ROI (red rectangle) is selected and used for the mesh generation. The 

segment is defined by firstly pre-selecting a region based on the X1 and X2 limits. 

From the entire CT volume a region in the level of the kidneys is selected. 

 
Figure 4-22: identical selection of the region of interest in data image (fluorescence 
and excitation image) and the CT volume segmented for mesh, via image 
transformation between the optical image and the CT image 
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The selected segment of the CT image is then used as the input gray-scale image in 

Iso2mesh. The size of nodes and elements is defined so that the mesh contains about 

2400 nodes. Then Iso2mesh function returns as the output the matrix containing 

nodes information, which is used to generate the proper mesh file with extension .msh 

as one of the input for the TOAST reconstruction. 

 

4.4.7 The Source/detector file (QM file)  

The other input of the TOAST reconstruction program is the source/detector file, 

which is also called the QM file. In the FEM model, the physical source is 

approximated as an isotropic point source on the surface. Three principle elements 

are contained in the QM file: the coordinate of the source positions, the coordinate of 

the detector position and the link list between the sources and detectors (Annex). 

During image acquisition, the laser source scans the animal at different position 

one point after another in the ROI that is predefined at the beginning of the 

experiment. The TOMOFLUO3D scanner generates a header file containing the laser 

positions at the end of each acquisition. The source coordinates defined in the QM file 

were extracted from this header file by copying the laser positions contained in the 

header file in the order of the laser movement during acquisition. The coordinates of 

detectors presented in the qm file are defined by the position of the camera, by which 

the image has been recorded at a certain laser position. The source and the detector 

positions are given in the same coordinate system in the QM file. One source position 

related to one detector position, and this correspondence between the source and the 

detector was indicated in the QM file.   

In this study of multi-angle fDOT imaging, the detector CCD camera captures the 

images of the central and lateral view simultaneously in a fixed position. This 

configuration is equivalent to images captured by three cameras: one real CCD 

camera on the top, and two virtual cameras on the right and left. Therefore one source 

position corresponds to 3 detectors position: central, left mirror and right mirror. The 
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source position defined in the QM file is given by the position of the laser scan within 

the predefined ROI; the detector position in the QM file is defined by the position of 

the CCD camera (position A in figure 4-23)  and  of  the  viral  camera  (position  A’  in  figure  

4-23). 

In practise the use of mirrors represents a system of three cameras: one is real 

and two others are virtual cameras. The choice of the mirror angle determines the 

position of the virtual camera. In the present thesis the virtual cameras are chosen to 

be at 90 degrees with respect to the laser direction. This requirement is fulfilled by 

choosing an appropriate angle of the mirrors. Figure 4-23 shows how this angle is 

calculated with respect to any desired camera position and consequently to the 

chosen 90 degrees geometry. 

 

 
Figure 4-23: scheme of the calculation of the position of the equivalent virtual camera 
according to the position of the mirror (presented in one side of the mirror, identical 
for the other side) . 
 

As shown in the figure above, the position of the subject is at O (x0=0, y0=0, z0=0). 

The CCD camera is at position A (x, y, z). The mirror is on the supporting plate with its 

fixed edge at point M and its other edge forms an angle  with the plate. The IObj is 
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the mirror image of the object, ICCD is the mirror image of the CCD camera. The mirror 

image of the object captured by the CCD camera is equivalent to the actual image of 

the object as it is captured by the virtual camera. The coordinates of position  A’  of  the 

virtual camera position are expressed (x’,   y’,   z’). These coordinates depend on the 

angle α. The relation between the coordinates (x’,  y’,  z’) and the angle α has been 

calculated as follow.   

 The distance AO between the subject and the CCD camera (40 cm), as well as 

the distance MO between the subject and the lower point of the mirror (5cm) and the 

angle of the mirror  can be measured from the imaging system, and represent the 

known parameters. The subject and the image of the subject Iobj are symmetric and 

the CCD camera and the ICCD are also symmetric with respect to the axis of the mirror 

M0M1, then: 

                    𝛽 = 90⋄ − 𝛼
𝛾 = 𝛼 − 𝛽                               Eq 4-18 

                    𝑂𝑀 = 𝑂𝑀 ∗ tan𝛼                   Eq 4-19 

A′M =   AM    = OM + AO                    Eq 4-20 

the  coordinate  of  A’  :                     
        x = x

y = −A′M ∗ cos 𝛾
z =   OM − A′M ∗ sin 𝛾

,                    Eq 4-21 

 

The position of the virtual camera is chosen to be at the level of the subject, the 

angle of the mirror should be fixed to . 

 

4.4.8 Data file - Fluorescence matrix (Mfluo) and Excitation matrix (Mexc)  

The data file contains boundary forward data for a set of source and detector 

sites at the surface of the imaged subject. In our case, the data file consists of the 

fluorescence and excitation image acquired during the imaging experiments. Matlab 

was used for the data processing. Since in Matlab images are represented as 

matrices, the fluorescent and excitation data were transformed in matrices, Mfluo and 

Mexc.  
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Figure 4-24 shows a typical fluorescence image acquired by the imaging system. 

From each camera image three regions were selected corresponding to the views 

captured by the central, the left and the right detector. Only signal from the rectangular 

region around the scanning frame is selected from the raw image to form the data 

matrices. The central view (grey rectangle 2 in the center) is defined based on 

scanning frame, with an extension of approximately 2 millimetres so that the position 

of the laser source would not be located on the edge of the segmented mesh to 

ensure the validity of the diffusion equation. Keeping the same interval in x-axis and 

extending in the y-axis, the left “mirror” (grey rectangle 1) and right “mirror” (grey 

rectangle 3) frames were chosen with respect to the targeted organ.  

 
Figure 4-24: Generation of fluorescence image matrix Mfluo with the fluorescence tiff 
image (raw data) 
 

 

Each laser source point gives two images by using an excitation and an emission 

filter in front of the camera. From each camera image three sub-images are created 

corresponding to the three detector views. The data are organized as 3D matrices 

(image stacks) following the pattern presented in figure 4-24.  

The fluorescent and excitation images are projected to the mesh according to the 

source/detector position defined in the QM file: Based on the position of the camera 
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and its distance to the subject, the algorithm projected the data onto the surface of the 

subject, taking into account the free space propagation (Ripoll et al., 2003) of the 

diffusing light from the surface to the detector. In order to simplify the overlapping 

between the mesh and optical image for the evaluation of the fDOT reconstruction, 

the resolution of the fluorescence and excitation tiff image (raw data) as well as the 

CT volume image have been resampled to 1mm in the x, y and z axes direction.  

 

 

4.4.9 Modification and execution of the TOAST algorithm with the 
generated input data 

In loading all the files, the program associates the forward model with the input 

image data, calculates the Jacobian and executes the reconstruction iteration with a 

defined regularization parameter. The program returns as the output the 3D 

reconstruction matrix that can be visualized in different slices.  

Two parameters are influencing the most the reconstruction result: a) the mask 

based on the excitation image 

             𝐷𝑚𝑎𝑠𝑘 > % ∗max  (Φ ),                     Eq.4-22 

which is used for the Normalized Born approximation (see section 4.3). The masked 

excitation image is used to calibrate the fluorescence image, i.e.  (see equation 

4-13).  

More analytically, the elements in the excitation matrix Mexc= Φ     is filtered 

with Dmask, where indices x y and z are the positions in the excitation matrix 

corresponding to the coordinates of the excitation image. Only the Φ   values 

superior to the Dmask were selected.. Taking the multiplicative inverse of the 

Φ (𝐷𝑚𝑎𝑠𝑘) the excitation matrix is converted to M’exc (Eq.4-23), which is then 

multiplied with the fluorescent data for normalization. 
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𝑀 =   Φ
0 0 0
0 Φ (𝐷𝑚𝑎𝑠𝑘) 0
0 0 0

 

  
⇒ 𝑀′ =

0 0 0
0

( )
0

0 0 0
                    Eq. 4-23 

 

The excitation mask Dmask is an important parameter in TOAST algorithm since it 

calibrates the fluorescence image data to account for the heterogeneity of the medium. 

The choice of Dmask is based on the noise of the recorded images. A general rule is 

that the higher the noise the higher the value of Dmask. This allows filtering the images 

based on their noise background signal.  

Another important parameter of the reconstruction is the regularization parameter 

(RP) involved in the inverse model and that defines the degree of iteration. This 

parameter corresponds to the error function implicated to the iterative process of the 

reconstruction algorithm. It affects the performance of the reconstruction. Different 

methods have been proposed to define the value of the RP (Correia et al., 2009; 

Chamorro-Servent et al., 2011). In our study, since the TOAST toolbox provides 

template function with some predefined coefficients, RP here is initialized to a value of 

certain order of magnitude, e.g. 0.001, then the result of reconstruction is optimized in 

changing slightly the value of RP within this order of magnitude. This initialization 

value of RP was suggested by the TOAST developer in UCL, and is generally set 

within the range of 0.1 to 0.0001, depending on the signal to noise ratio of the input 

data and the size of the data matrices. 

The image processing time of this program depends on the number of elements 

in the mesh and also depends on the size of the Mfluo and Mexc. Typical computational 

times varied between five and ten minutes in a Window 32-bits system Inter®  Core™  

i7 CPU (DELL Precision M6500) for an organ of the size single mouse kidney.  
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4.5 Results 

 

So far a general introduction of the TOAST reconstruction algorithm is introduced. 

In the following sections, the   term   “mirror   geometry”  will be used to represent our 

multi-angle fDOT system   with   one   camera   and   two   mirrors,   and   “conventional  

geometry”   stands   for   the   conventional   fDOT   imaging   system   of   a single view 

geometry .The experiment set-up and results of the reconstruction using TOAST with 

our mirror geometry will be presented in two different cases: a phantom experiment 

and an in-vivo mouse experiment with the reconstruction of the mouse kidney (healthy 

mouse).  The comparison of reconstruction of the mirror geometry with the 

conventional geometry will be addressed, to evaluate the improvement in term of the 

depth resolution brought by the mirror geometry. Points such as the choice of the 

reconstruction parameters, influence of the mesh resolution to the reconstruction will 

be discussed at the end. 

 

4.5.1 Semi-cylindrical phantom experiment 

In this experiment, measurements were performed on phantom that has a 

semi-cylindrical form. This geometry has been chosen since it simulates the form of 

the mouse geometry. The design of the phantom is shown in figure 4－25 A. The 

optical property of the phantom is: µs’=15  cm-1 and the µa = 0.2 cm-1. These values are 

chosen to simulate the tissue optical properties. The phantom contains two cavities 

with a diameter of 2mm and a length of 10mm where the fluorophore 

Hypoxisense680®(PerkinElmer™)  has  been inserted. This fluorescent probe exhibits 

an excitation peak at 680 nm and emits at 730 nm. The objective of this experiment is 

to reconstruct the form of the fluorophores inside the phantom. 
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Figure 4-25: (A) schematically representation of the phantom with the position of the 
two cavities shown as yellow spots. (B)White light image recorded during image 
acquisition; the red square is the region ROI of the excitation laser source. 
 

The phantom was fixed in the center of the supporting plate. Figure 4-25 B shows 

the white light image captured by the CCD camera, with the central view of the 

phantom and the two mirror reflections. The laser scan was performed in the area 

shown by the red frame.  

A scan was performed in the level of the phantom cavities. The scanning grid 

consisted of 5x5 sources/detector pairs in steps of 2 mm and the detection area, 

shown as a white frame, was 10 x 10 mm2. The mouse underwent a 10-minute fDOT 

acquisition followed by a 10-minute CT scan. A mask was applied to threshold the 

signal of the acquired images. The mask was defined as Dmask > 1%*max  (Φ ) with 

intensity greater 1% of the maximum value in the excitation image. The regularization 

parameter (RP) was set to 𝛼 = 0.001 

The result of reconstruction of mirror geometry was compared with the 

reconstruction of the conventional geometry using the same mask and RP value. The 

comparison of the reconstruction will be evaluated using two criteria: 1) the position of 

the capillary reconstructed in Z direction compared to the real position; 2) the signal 

distribution of the reconstructed capillary. 

The reconstructions of the fluorescent signal for both geometries are shown in 

figure 4-26. Figures A and B are the 2D representation in the axial view while figures 

D and E are the 3D volume of the fluorescence signal segmented and co-registered 

with CT volume. For the segmentation, a threshold of 30% of the maximum signal in the 
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tumor was applied for PET images, and a threshold of 10% of maximum plus a constant 

value that represents the noise of fDOT reconstructions was applied for fDOT image. As 

shown in figure 4-26, both geometries could reconstruct two distinct regions 

corresponding to the two cavities (position 1 and position 2). In the case of the mirror 

geometry the two cavities have similar sizes however differences are reported with 

respect to the intensity of the reconstructed signal. In the case of the conventional 

geometry the reconstruction of position 1 is spread in a larger space when compared 

with position 2.  

 

 
Figure 4-26 The fluorescence reconstruction of the conventional geometry shown in 
2D image (A) and 3D volume (D), compared with the reconstruction of the mirror 
geometry presented in 2D (B) and 3D (E), The image of the phantom (C) indicates the 
positions 1 and 2 of the two capillary inside the phantom. The 2D images of the 
reconstructions are axial views. For the 3D representation, the reconstructed 
fluorescent signal are shown in purple and green corresponding to the capillary at 
positions 1 and 2 respectively, the CT mesh volume is presented in grey color. 

 

The centers of the fluorescent signals have been reconstructed at the same Z 

position in both geometries. The reconstruction with the mirror geometry provides 

better resolution in Z direction and also in y direction; in term of distinguishing 

between two separate reconstructed regions compared to results obtained with the 

conventional geometry. 
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Besides the visual comparison, the quantitative comparison of the reconstruction 

for both geometries has been performed from the segmented volumes (Figure 4-26, D 

and E). The result of this quantitative analysis will be presented in section 4-6. 

 

4.5.2 In-vivo experiments 

Experiments were also carried out using mouse models. An in-vivo experiment 

has been conducted to test the performance of the mirror geometry with respect to the 

conventional geometry. The in vivo experiment consisted of reconstructing signal from 

the kidney of a control mouse. In the case of the in-vivo experiment, co-registered CT 

images of the subject were used as a reference in order to evaluate the quality of the 

reconstructions.  

The kidney was chosen as a targeted organ since it is located deep inside the 

subject and can be in principle visualized with the use of CT. The fluorescent probe 

used was the B subunit of the Shiga toxin (STxB) coupled with the fluorophore 

AlexaFluor680 (Viel et al., 2008). A 25 gr female mouse received an Intravenous 

injection of 150 μL of a probe of a concentration of 1.6 mg/mL. The STxB targets the 

kidneys due to its small size and it gives strong image contrast in the region of kidney 

(Figure 4-27).   

 

 

Figure 4-27 Fluorescent signal of the kidney given by Shinga toxin coupled with 
AlexaFluor680 overlapped with mouse photograph 

 

A scan was performed at the level of the left (upper) kidney. The scanning grid 
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consisted of 5 x 5 sources/detector pairs in steps of 2 mm and the detection area was 

16 x 16 mm2. The mouse underwent a 10-minute fDOT acquisition followed by a 

10-minute CT scan. The CT scan provided the geometry of the mouse surface and 

among other anatomical structures the shape of the kidney inside the mouse (Figure 

4-28) 

 

Figure 4-28 the CT scan in the region of mouse kidney, the approximate shape of the 
left kidney is contoured with red spot line  

 

In figure 4-29, the red frame corresponds to the source scan and the white frames 

correspond to the regions selected for the image matrices Mfluo and Mexc of 

reconstruction algorithm. A sub-volume of the CT image (blue rectangle in figure B) 

that covered the left kidney was segmented to serve as the mesh volume.  

The signal from the kidneys was quite strong and thus the signal to noise ratio 

was high, resulting in a relatively small threshold (20%) to eliminate the noise signals. 

Different regularization parameters (RP) have been tested and the best reconstruction 

was achieved by setting the RP to 0.001. 

 
Figure 4-29: selection of the region of interest for left kidney. A is the white light image 



108 
 

of the mouse overlapped with the fluorescent signal of the kidney. The red frame 
correspond to the laser source scanning region; The white rectangles are the regions 
of the fluorescence or excitation signal coming from the mouse body or reflected by 
the mirror, which are selected for the image matrix of TOAST reconstruction. B is the 
CT volume with blue rectangle representing the subvolume extracted for the mesh file 
of TOAST reconstruction 
 

The CT reconstruction of the kidney was taken as the gold standard for the evaluation 

of the fDOT reconstructions.  

Figure 4-30 shows the fDOT reconstructions fused to the CT image of the kidneys. 

The reconstruction of mirror geometry was compared with that of the conventional 

geometry, with respect to the region of kidney given by CT image. 

 

 
Figure 4-30: comparison of the reconstruction of the kidney in conventional geometry 
and the mirror geometry. Images are fused with CT image and showed in axial section, 
with fDOT reconstruction in rainbow color and the CT image in grey-scale image  

 

As shown in figure 4-30, for both reconstructions the higher signal is found inside 

the kidney volume. In the case of the conventional geometry the signal forms a narrow 

pattern that is extended from the bottom of the mouse until the top of the body. Also 

the strongest signal was located near the surface of the mouse. For the mirror 

geometry, a better visualization of the shape of the kidney was achieved. However, 

the signal is distributed with its higher intensity in the center less noise was presented 

outside the contour of the kidney.  

From this experiment, it is observed that the mirror geometry offered better 

reconstruction than that of the conventional geometry in terms of the shape of 
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reconstructed organs. The percentage of the overlapping region in the mirror 

geometry is much higher than the conventional geometry. The quantitative evaluation 

of the volume overlap will be presented in the following section. 

 

 

4.6 Quantitative evaluation of the reconstruction 
 

 

As mentioned previously, quantitative evaluation of the reconstruction has been 

performed for the semi-cylindrical phantom experiment presented in 4.5.1 and the 

in-vivo experiment presented in 4.5.2.  

4.6.1 Quantitative evaluation of the phantom experiment 

For the semi-cylindrical phantom experiment, the segmented volume (Figure 4-26 

D, E) and intensity of the fluorescence signal at two positions have been quantified for 

both geometries. Table 4-1 presents the measured fluorescent signal intensity and 

volume of the reconstructed cylinders.  

To clarify the significance of this table, separate analysis are presented below 

(Figure 4-31 and Figure 4-32) in comparing the reconstruction of two geometries in 

terms of the volume of the reconstructed cylinders and fluorescent signal intensity in 

the cylinders.  

 

 

 position 1 position 2 
Mirror Conventional Mirror Conventional  

Signal 
intensity 
(a.u) 

min 86 86 86 86 
max 255 255 215 243 
mean 119.011 111.37 118.744 131.767 
STD 34.4942 25.9416 27.6359 37.2949 

Volume (nb of voxel) 88 284 422 861 
Table 4-1: The values of different parameters measured from the reconstructed 
images: the fluorescent signal intensity (in arbitrary unit) and the volume of the 
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reconstruction (in number of voxel counted from the volume), calculated with the 
reconstruction at position 1 and position 2, for mirror geometry (Mirror) and 
conventional geometry (Conventional) respectively. 
 

 

 
Figure 4-31: Comparison of the volume of the reconstructed cylinders between the 
mirror geometry and conventional geometry for the capillary at position 1 and 
position 2. The volumes are expressed as the number of voxel, within the region of the 
segmented volumes. 

 

In figure 4-31, the volumes of the reconstructed cylinders are compared between 

the mirror geometry (in blue color) and conventional geometry (in red color) at position 

1 and position 2 respectively. The values of the volume are presented as the number 

of voxel counted within the segmented volumes. Obvious differences between the 

blue and red bars are observed for both position 1 and position 2, and the values of 

the voxel number shown in the figure indicate that the volume of the reconstruction of 

the mirror geometry is three times smaller than that of the conventional geometry at 

position 1 and two times smaller at position 2. These differences well support the 

results of visual comparison presented in section 4.7.1, which proves that the mirror 

geometry offers a better resolution in term of separating two distinguished 

reconstruction regions, although quantitative accuracy could still be improved. 

However, the real sizes of the two capillaries are the same while the volumes of 
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the reconstruction at the two positions are different for both geometries. This could be 

in fact due to the different location of these two capillaries; the position 1 is much 

closer to the surface of the phantom than the position 2, more scattering has taken 

place during fluorescent light transmission for the deeper location. The reconstruction 

used in this thesis is based on the diffusion theory and the absorption during light 

propagation is considered to be negligible. Then, it is expected that the larger volume 

in deep location comes along with a lower concentration, and the intensity of the 

reconstruction of the two locations remain identical. As a consequence, it is necessary 

to compare quantitatively the fluorescence intensity of the reconstruction between 

these two positions and between the two geometries. 

 

 

Figure 4-32: Comparison of intensity of the fluorescence reconstruction at position 1 
and position 2, for the mirror geometry and conventional geometry respectively. The 
signal intensity of the fluorescence is expressed in arbitrary unit (a.u). 

 

The quantification of the fluorescent signal has been performed with the values 

expressed in arbitrary unit. This has brought to a quantitative comparison and 

evaluation of the fluorescent intensity between the reconstructions at different 

positions for both geometries. For both geometries, the intensity values of the 
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reconstructions between the two positions are compared since the real intensity of the 

fluorescent probes present in the capillaries at position 1 and 2 are identical. 

Therefore, an accurate reconstruction normally should not bring much difference to 

the reconstruction in term of the signal intensity between the two positions. Figure 

4-32 shows that the intensity of the reconstruction at two positions are almost the 

same for mirror geometry, while a difference of 20 a.u. between the two positions is 

shown for the conventional geometry. This means that the mirror geometry has been 

able to reconstruct the fluorescent signal with the same intensity for the both 

capillaries. This result proves that the reconstruction of the mirror geometry is more 

accurate than the reconstruction of the conventional geometry. 

4.6.2 Quantitative evaluation of the in vivo experiment 

To evaluate quantitatively the percentage of overlapping region for the in-vivo 

experiment presented in section 4.5.2, the volume of fDOT reconstruction of both 

geometries and the CT volume of the kidney have been segmented. A threshold of 30% 

of the maximum signal in the tumor was applied for PET images, and a threshold of 10% 

of maximum plus a constant value that represents the noise of fDOT reconstructions was 

applied for fDOT images. The total segmented volumes and the regions where the 

fDOT reconstruction of both geometries overlapped with the CT image of the kidney 

are shown in figure 4-33 and table 4-2. 

 

Figure 4-33: Segmentation of the fDOT reconstruction overlapped with CT image for 
the conventional geometry (A) and the mirror geometry (B): both the CT and fDOT 
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image are segmented manually. The grey triangle volumes in A and B represent the 
segment of the mouse body in axial plan; the volumes in magenta color show the CT 
image of kidney. The fDOT reconstruction of conventional geometry is the yellow 
volume in A; the fDOT reconstruction of the mirror geometry is shown with the light 
blue color in B. 

 

 Volume  
(mm3) 

Volume overlapping 
with volume kidney  

(mm3) 

% of overlap (overlapped 
volume/ CT volume) 

CT volume of 
the kidney 

220   

Mirror 
geometry 

116 73 33,18% 

Conventional 
geometry 

112 50 22,73% 

Table 4-2: The volume of the fDOT reconstruction in the mirror geometry and the 
conventional geometry, compared with CT volume of the kidney.  
 

As shown in Figure 4-33, the shape of segmented volume of the mirror geometry 

(shown in B) is more comparable, than that of the conventional geometry, to the 

segmented kidney volume of the CT image. The quantification of the segmented 

volumes for fDOT reconstruction and CT image is given in Table 4-2. The overlapping 

region between the fDOT reconstruction and the CT image of the kidney is 73mm3 for 

mirror geometry and 50 mm3 for the conventional geometry.  The percentage of the 

overlapping region shown in the fourth column was calculated by dividing the volume 

of the overlapping region (values in the second column) with the CT volume of the 

kidney (220 mm3) respectively for each of the two geometries. This table indicates 

that the reconstruction of the mirror geometry provided a larger overlapping region 

than the conventional geometry. The percentage of overlapping for the mirror 

geometry (33.18%) is 1.5 times higher than the conventional geometry (22.73%). 

Since the CT image of the kidney has been considered as the standard reference for 

the reconstruction evaluation, a higher percentage of overlapping means closer 

location of the reconstruction to the real position of the kidney. Therefore the mirror 
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geometry has offered a more accurate reconstruction than the conventional geometry. 

However; further improvement and quantitative calibration of the reconstruction are 

needed to quantify the method and to achieve a better accuracy of the fDOT 

reconstruction with mirror geometry. 
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5 Discussion  

 

One of the limitations of the fDOT technique is the resolution accuracy which is of 

the order of ~1 mm. Although this limit, imposed by physical restrictions, cannot be 

drastically minimized, several methods are aiming to improving the fDOT resolution. 

As has been presented in the introduction, multi-angle fDOT geometries have not yet 

been fully explored because of several technical challenges. Here a system 

incorporating two mirrors is built and tested in a phantom and in an in-vivo 

experiment.  

 

5.1 Reconstruction parameter 

Despite the fact that the improvement was found in the phantom and the in-vivo 

case, the performance of the reconstruction with this mirror geometry was sensitive to 

different parameters. One of the main parameters that affected the reconstruction 

performance is the excitation mask Dmask, which is used to filter and select the 

excitation data which in turn were used for the normalization of the fluorescence data 

(as described in equations 4-22 and 4-23). This parameter depends on the signal 

quality of the raw image: when the fluorescent raw images provide good image quality 

(strong signal to noise ratio), a small threshold of filtering is defined; in the contrary, 

when the raw images is much noisier, this threshold in % is increased to eliminate 
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more noise. During the test of the reconstruction quality, multiple values of the masks 

were chosen before achieving a good reconstruction. This demonstrates the 

sensitivity of the code to this parameter.  

Another important parameter of the reconstruction is the regularization parameter 

RP. In our study, as mentioned in the previous chapter, the RP value is defined by 

optimizing the initial RP of the TOAST template function, and this initial RP value 

suggested by the TOAST developer can be varied within a certain interval. The 

change of RP value impacts the reconstruction result.  

 

 
Figure 5-1: Variation of the reconstruction signal with different values of 
regularization parameter at three different x positions. The images of the 
reconstruction are shown in axial view and the fluorescent signal is present in yellow 
and red color depending on the intensity. 

 

In general, the smaller the RP value, the finer and more accurate the 

reconstruction. This is because theoretically (Eq.4-17) smaller RP value yields a 

smaller  error  function  ε  defined  for  the  inverse  problem  thus  closer  match  between  the  

theoretical projections to the true measurement. This influence of the variation of RP 
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to the fDOT reconstruction has been verified using the data of the semi-cylinder 

phantom experiment (Figure 5-1) by changing the RP value in the reconstruction 

algorithm. As shown in figure 5-1, when the RP value increased, the reconstructions 

begun to lose its resolution since the reconstruction signal of two capillary merged into 

one region. The signal to noise ratio decreased as the RP value increased. 

Ideally, FDOT reconstruction should be robust and not depend on the fine tuning 

of several parameters. Therefore future improvements include the automatization of 

the reconstruction process by defining rules governing the selection of the parameters 

based on values related to the signal intensity or the subject geometry.  

Besides, the fDOT reconstruction algorithm used in chapter 3 and the examples 

of depth deformation presented at the beginning of chapter 4 (Figure 4-2 and figure 

4-3) were achieved using the reconstruction software developed by CEA/LETI, which 

is integrated in the fDOT imaging system TOMOFLUO3D (Hervé et al., 2007; Koenig 

et al., 2010). Since all the z resolution problems were observed with this algorithm, it 

would be preferable  to choose it in the reconstruction with mirror geometry for a fair 

investigation of the impact of the acquisition geometry on the fDOT reconstruction. 

Because a different method, the  “Algebraic  Reconstruction  Method  (ART), was used 

to solve the inverse problem in TOMOFLUO3D software, which involves different 

parameters in the calculation compared to TOAST. However the TOMOFLUO3D code 

is not yet open access although its principles are presented in various publications 

(Hervé et al., 2007; Koenig et al., 2010). In this thesis it was chosen to modify an open 

access fDOT algorithm (TOAST) instead of rewrite the TOMOFLUO3D in-built 

algorithm. It would be interesting to reconstruct the data acquired with the mirror 

method with the CEA/LETI code and compare the performance. In each code, the 

multi-angle geometry is expected to give better results in comparison to the one angle 

geometry. 
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5.2 Comparison of TOAST reconstruction with TOMOFLUO3D 

reconstruction  
 

The fDOT reconstruction using TOMOFLUO3D code has been applied for the 

conventional geometry and not to the mirror geometry. However, a fair investigation of 

the impact of the geometry would require that the reconstruction of TOAST and the 

reconstruction of TOMOFLUO3D be both performed for the phantom experiment and 

in-vivo experiment, under the conventional geometry.   

5.2.1 The reconstruction comparison of phantom experiments 

The data of the phantom experiment acquired under conventional geometry was 

used to reconstruct images with TOMOFLUO3D reconstruction code. The 

TOMOFLUO3D reconstruction was then compared with the TOAST reconstruction of 

conventional geometry which has been presented in section 4.5.1.  

 

Figure 5-2: 3D image of the fDOT reconstruction using TOMOFLUO3D (A) and TOAST 
(B), fused with the CT mesh volume. The reconstructed fluorescent signal is shown in 
purple and green corresponding to the capillaries at position 1 and 2 respectively; the 
CT volume is presented in grey color.  
 

From figure 5-2, the regions in green and purple shown in the reconstructed 

image using the TOMOFLUO3D code are smaller than those obtained with TOAST 

reconstruction, and are much closer to the real dimension and the positions of the 
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capillaries. It shows that the volume of the TOMOFLUO3D reconstruction is far better 

than the TOAST reconstruction. However, when the two reconstructions were 

evaluated quantitatively by comparing the intensity of the reconstructed signal at two 

capillary positions (Table 5-1), it was observed that the mean intensity value at the two 

positions are closer for the TOAST reconstruction than for the TOMOFLUO3D 

reconstruction. The deviation of the mean intensity between the two positions (the 

deviation here is defined as the difference of the mean intensity between the position 

1 and the position 2, divided by the mean intensity of the position 1) is 37.4% for 

TOMOFLUO3D reconstruction and 18.3% for TOAST reconstruction. This indicates 

that TOAST provides a more accurate reconstruction than TOMOFLUO3D code in 

term of reconstructed fluorescent intensity, since the real concentration of the 

fluorescent probes presented in the two capillaries were the same.  

 

 

TOMOFLUO3D TOAST 

Position 1 Position 2 Position 1 Position 2 

Min 0.115424 0.106115 86 86 

Max 0.51602 0.347641 255 243 

Mean 0.279255 0.174847 111,37 131,767 

STD 0.100826 0.0654689 25,9416 37,2949 

Volume 21.3335 21.778 284 861 

Table 5-1: Comparison of the fluorescent	   signal	   intensity	   at	   the	   two	   capillaries’	  
positions for the TOMOFLUO3D reconstruction and the TOAST reconstruction. The 
values are presented in arbitrary unit (A.U). 

 

5.2.2 The reconstruction comparison of in-vivo experiments 

In the case of in-vivo experiment, the data acquired under conventional geometry 

in the experiment presented in section 4.5.2 was used to reconstruct fluorescent 

images of kidney with TOMOFLUO3D reconstruction code. The result of this 
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reconstruction was then compared with the TOAST reconstruction of conventional 

geometry which has been presented in section 4.5.2. Again, the CT image of the 

kidney was taken as the reference image to evaluate the reconstruction performance 

of these two algorithms.   

The images of both reconstruction algorithms were fused with the CT image (as 

shown in figure 5-3). The fluorescent signal of the TOMOFLUO3D reconstruction was 

found to be smaller than that of the TOAST reconstruction in the region of kidney. 

Moreover, distinct artefact signal was presented outside the region of mouse body in 

the TOMOFLUO3D reconstruction (figure 5-3 A), which is not the case for the TOAST 

reconstruction (figure 5-3 B), 

 

 
Figure 5-3: Comparison of the kidney image reconstructions using TOMOFLUO3D code 
and TOAST. The fluorescent images are fused with the CT images and showed in axial 
section. The 2D slices of the TOMOFLUO3D reconstructions (A) and of the TOAST 
reconstructions (B), with fDOT reconstruction in rainbow color and the CT image in 
grey-scale image. The manual segmentation of the reconstructed volume for 
TOMOFLUO3D code (C) and TOAST (D): The volumes in magenta color show the CT 
image of kidney. The TOMOFLUO3D reconstruction is in purple color and the TOAST 
reconstruction is presented in yellow. 
 

The volumes of the reconstructions are segmented for both reconstruction 
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algorithms (Figures 5-3 C and D), and the total reconstructed volumes and the 

regions where the fDOT signal overlapped with the CT image were counted and 

compared (Table 5-2). As shown in Table 5-2, the total volume of the reconstruction 

for TOAST is bigger and closer to the CT volume. The percentage of the overlapping 

region in TOAST reconstruction is higher than the TOMOFLUO3D reconstruction. 

These values illustrated that TOAST in conventional geometry provides a better fDOT 

reconstruction than the TOMOFLUO3D code in reducing the reconstruction artefact 

outside the mouse body and also in term of the reconstructed volume overlapping 

with the kidney region.  

 

 

Volume (mm3) 

Overlapping volume 

(mm3) 

% overlap (overlapping 

volume/ CT volume) 

CT 220 

  TOMOFLUO3D 43 35 15,91% 

TOAST 112 50 22,73% 

Table 5-2: The volume of the fDOT reconstruction for TOMOFLUO3D and TOAST, 
compared with CT volume of the kidney.  
 

With the two comparisons presented above and the quantitative evaluation 

presented in section 4-6, the three method of reconstruction: the TOMOFLUO3D, the 

TOAST with conventional geometry and the TOAST with mirror geometry have been 

compared together. It has been concluded that: first, the TOAST reconstruction with 

mirror geometry has provided better result than TOAST reconstruction with 

conventional geometry in term of reconstructed fluorescent intensity. However, further 

calibration is needed to quantify the reconstruction method with mirror geometry. Then, 

the TOMOFLUO3D algorithms reconstructed the signal of the two capillaries with a 

much higher precision in reconstructed volume for the phantom experiment, although 

the TOAST reconstruction has been better in term of the reconstructed fluorescent 
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intensity. Overall, a promising result indicating an improvement of the fDOT 

reconstruction using mirror geometry has been shown; however, further studies are 

still necessary to quantify this method of the fDOT reconstruction with mirror geometry, 

as well as to improve the accuracy of TOAST reconstruction performance. 

 

5.3 The use of CT image for mesh generation 

In this study, a CT scan of the subject has been used to extract the correct 

surface volume. However, as presented in section 3.3, the TOMOFLUO3D system 

incorporates a surface extraction technique which uses a laser to generate the optical 

surface image. With this surface image, the mesh of the subject can be reconstructed. 

Yet, the use of a laser line is not capable of accurately reconstructing the lateral sides. 

The geometry of the surface pattern laser (section 3.3) favours the correct 

reconstruction of the contour of the upper surface of the mouse. But the form of the 

animal  body  creates  some  “hidden  zones”  that  cannot  be  reconstructed  with  the use 

of the actual surface extracting method (Figure 5-4) 

 

 

Figure 5-4: The “hidden	  zoon”	  where	  the	  green	  laser	  cannot	  reach	  to	  the	  surface	  of	  the	  
subject, thus the lateral side of the subject cannot be reconstructed with surface 
extraction technique of the fDOT. A: The red arc show the scanning area of the laser 
where it is able to extact information of the surface. The black arc corresponds to the 
zoon where the laser cannot reach to. B: the reconstructed optical mesh of the mouse 
that lacks the shape of surface on the lateral side . 



123 
 

 

In the conventional one camera imaging signal is mainly coming from the top 

surface. In the case of mirrors where the lateral signals are incorporated, an accurate 

reconstruction of the lateral regions of the subject is necessary. As a consequence, 

the CT scan of the subject has been used to extract the accurate surface volume, 

especially of the lateral side of the subject.  

However, the objective of this study as defined at the beginning was to improve 

the fDOT reconstruction quality with the help of two mirrors adding to the conventional 

fDOT system. It was not expected to involve a third modality other than PET and fDOT, 

since the advantage of our previous study on the PET/fDOT image co-registration 

was the absence of the CT as a reference modality. Therefore, instead of using CT 

image for the mesh volume, the optical surface extraction technique incorporated in 

the TOMOFLUO3D system could be improved to adapt to the mirror geometry. The 

most obvious solution is that during the optical surface image acquisition, the green 

planar laser scans the subject under the mirror geometry: first, the lateral sides of the 

subject is illuminated by the green laser reflected by the mirrors, and then, the surface 

image of lateral side is reflected by the mirror recorded by the CCD camera (Figure 

5-5). 

As shown in figure 5-5, under this geometry, double or even triple reflection of the 

green laser signal takes place during the optical surface image acquisition. The 

situation becomes very complicated, as it is hard to define the path of the light 

transmission and the solid angle where the surface of the subject is recorded by the 

CCD camera, especially when the subject is of arbitrary shape. Moreover, since the 

accuracy of the optical mesh depends on the quality of the optical surface image while 

the signal to noise ratio of surface image is sensitive to the laser reflectance and the 

exposure time of the laser, it is not ideal that the method introduces complicated laser 

illumination. 
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Figure 5-5: Scheme of the acquisition of the surface image on the lateral side of the 
subject, with the planar green laser scanning the subject under the mirror geometry 
(example of one side only). The green laser illuminates the lateral surface via mirror 
reflection; The reflecting surface signal upon illumination (green spot line) will then 
be recorded by the CCD camera. 

 

Therefore, it is necessary to find another solution that allows generating the mesh for 

fDOT reconstruction under mirror geometry, without the use of a third modality. 

However, since this problem was not addressed in this thesis, it is too early to say that 

the optical surface extraction technique cannot be used to solve this problem. Further 

studies remain to be done in order to e.g. find the experimental or theoretical tools to 

minimize the complexity brought by the laser reflections.  
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5.4 Conclusion 
 

To conclude, this thesis has presented the molecular imaging techniques as tools 

to explore biological and physiological information of the living tissue at molecular 

level. Among different techniques for molecular imaging, the fDOT has recently 

emerged to provide volumetric and quantitative information of fluorescent contrast 

in-vivo. The fDOT imaging after calibration provides functional quantitative fluorescent 

images and is relatively low-cost incorporating non-ionizing radiation comparing to 

other imaging modalities. Additionally, benefits from combining the fDOT image with 

other well-established imaging techniques can be expected. In this thesis a novel 

method was developed for co-registering Positron Emission Tomography (PET) with 

fDOT. 

 The method for co-registration of PET and fDOT presented here is based on the 

detection of the position coordinates of FM visible by both modalities. While detection 

of radiolabelled FM with PET is relatively straightforward, it is not trivial for fDOT since 

planar optical images do not provide any information on the position of the FM in the z 

axis. With these limitations in mind, we developed a semi-automatic method based on 

the combination of a planar optical image with a surface scan of the animal that 

automatically determines the full 3D coordinates of four FM placed around the body of 

the animal.  

Moreover the method allows the precise and fast co-registration of individually 

taken images without any operator dependent bias which can be advantageous when 

a study involves a large amount of experiments. It allows the processing of throughput 

measurements in a supervision-free manner. The accuracy of co-registration with the 

present automatic method was comparable to that of manual methods, and found to 

be better than that of the barycenter-based (BC) approach, while being as accurate as 

an experienced human observer. The aforementioned evaluation results show the 

advantages of our method in terms of reliability and robustness. 

As a proof of concept, co-registered images of two well-established hallmarks of 

cancer were imaged: deregulation of glucose consumption through aerobic glycolysis 
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and increased vascularization through angiogenesis and neo-vessel formation. 

Automatic co-registration of glycolysis with FDG-PET and vascularity with Sentidye® 

fDOT clearly demonstrated that the two signals were independently distributed in 

Multiple Endocrine Neoplasis syndrome type 2A (MEN2A-induced medullary thyroid 

carcinoma (MTC) xenografts. MEN2A syndromes are linked to a mutation of the RET 

(rearranged during transfection) proto-oncogene coding for a membrane tyrosine 

kinase receptor. 

It is noteworthy that co-registration of fDOT and PET offers the interesting 

possibility to co-register and therefore visualize two purely molecular contrast–based 

imaging methods, without the need for referring to another anatomical imaging 

method. The proposed co-registration method can easily be customized for specific 

applications. The method can also be applied to co-registration between fDOT and 

modalities other than PET, such as CT or MRI, as long as the images contain the 

relevant FM. 

Future applications could include the use of other types of fluorescent probes, in 

particular those that are activated only after interaction with the target for the 

monitoring of a variety of tumor-related molecules (Nahrendorf et al., 2010). 

Additionally, since optical imaging allows the imaging of several probes with distinct 

emission spectra at the same time, the concept of complementing the FDG signal with 

a growing number of information could be further extended. The benefits from the 

fusion of fDOT and PET in combination with CT are expected to give rise to scanners 

where the two modalities are integrated within the same apparatus and there are 

ongoing efforts for the development of this type of methods (Li et al., 2009, 2011; 

Solomon et al., 2011). The combination of these two modalities offers new 

opportunities for describing tissue physiopathology non-invasively at refined 

molecular levels, and opens experimental molecular imaging to simultaneous 

detection of multiple molecular targets  and  activities  (“multiplexing”). 

In the first part of the present thesis, an automatic co-registration method has 

been developed for fusing fDOT with PET. This combination of modalities is not quite 

common in the field of molecular imaging. The benefits of this approach have been 
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discussed previously in the manuscript. Multimodal PET/fDOT images allow a direct 

comparison of the two machines and may serve in the evaluation of the fDOT in 

particular since it represents a novel technique. fDOT is in constant development 

since its first implementation fifteen years ago. New acquisition geometries are 

proposed based on the experimental needs, the cost and the reconstruction quality. A 

parameter that has been the target of improvements has been the resolution accuracy.  

The multi-angle approach of the fluorescence diffuse optical tomography may improve 

performance over the conventional fDOT imaging system in terms of the spatial 

resolution in depth.  

Under this context, a new multi-angle fDOT system has been developed which by 

slightly modifying a standard fDOT scanner. Optical imaging benefits from optical 

components that may redirect photon signal. Based on this principle, the positioning 

of two mirrors in the two sides of the subject is considered equivalent to using two 

additional cameras. Therefore the simplicity of the original fDOT systems is retained 

while the information that can be recorded is multiplied. This modification can be 

easily implemented to the majority of the fDOT scanners incorporating 

trans-illumination geometry with the subject lying on a plate holder.  

In the present study the FEM-based TOAST reconstruction algorithm forward 

model (Schweiger, 1994) was modified in order to account for the new geometry. The 

mirror approach was implemented to provide multi-angle acquisitions of a phantom 

and a mouse. Reconstructions have been performed with the use of multi-angle data 

and the results were compared to those of the conventional geometry.  

A phantom experiment and an in-vivo experiment have been performed. The 

comparison and the quantitative evaluation showed that the mirror geometry fDOT 

system yields better reconstruction performance, especially in terms of the position 

and the shape of the reconstructed structures. However, this method should be further 

tested in phantoms of different shapes and in in-vivo models. Also the evaluation of 

the quality of the fDOT reconstruction by CT could be improved by using CT contrast 

agents that can provide better contrast of the targeted organs. The development of 

dual CT/optical probes is expected to optimize the evaluation of the fDOT 
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reconstructions by comparing them directly to the high resolution CT images. 

The mirror modification proposed in this study is not affecting the positioning of 

the animal in the fDOT scanner. Therefore the simplicity of the fDOT/PET 

co-registration approach is retained. A mirror-based fDOT system could lead to better 

reconstructions for the case of combined fDOT/PET imaging.   

To summarize, the study presented here aims at contributing to the development 

of the fDOT imaging. Benefits from the above described approaches can be applied to 

a wide field of applications. Accurate fDOT reconstructions and co-registration 

techniques combining multiple imaging modalities would likely to (i) facilitate in vitro to 

in vivo correlations through ex vivo fluorescent imaging of pathological samples 

(Nahrendorf et al., 2010); (ii) document the mechanism of uptake of clinically used 

radiotracers and contrast agents by adding complementary molecular information 

(Nahrendorf et al., 2010); (iii) decipher the changes induced by administration of 

therapy (Kossodo et al., 2010); and (iv) validate the in vivo targeting capacity of new 

molecular probes prior to radioactive labeling for PET or SPECT or tagging with 

paramagnetic atoms for MRI (Nahrendorf et al., 2010).   
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6 Annex  

 

 

6.1 An example of the mesh file in TOAST 

____________________________________ 

Mesh file header 

 MeshData 5.0 

Node coordinate list 

NodeList n d  

x1 y1 [z1]  

x2 y2 [z2]  

...  

xn yn [zn] 

where n is the number of nodes in the list, and d is the number of degrees of freedom 

per node. Values for d other than 1 are currently not supported. 

Element connectivity list 

ElementList m  

t1 n1,1 n1,2 ... n1,v(t1)  

t2 n2,1 n2,2 ... n2,v(t2)  

...  

tm nm,1 nm,2 ... nm,v(tm) 
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where m is the number of elements in the list, ti is a one-character identifier for the 

element type, and ni,j is the node index for the j-th node of element i.  

_______________________________________ 

 

 

6.2 An example of the QM file in TOAST  

 

Header 

QM file  
Dimension d 
d is 2 or 3, for 2D and 3D problems 

Source list 

SourceList n [fixed]  
x1 y1 [z1]  
x2 y2 [z2]  
...  
xn yn [zn] 
where n is the number of sources in the list, which itself contains of the Cartesian 2D 
or 3D coordinates of each of the source points. If `fixed' is specified after n, then toast 
will use these positions directly without modifications. Otherwise, toast will shift 

them to the closest boundary point r, and from there to a distance of  1/ s(r) below 

the boundary, along the surface normal at r. With fixed source points, it is the 
responsibility of the user to ensure the positions are not outside the mesh. 
 
Measurement list 

MeasurementList m  
x1 y1 [z1]  
x2 y2 [z2]  
...  
xm ym [zm] 
which defines the cartesian coordinates of m detector locations on the surface. If a 
specified position is not located exactly on the mesh boundary, toast will shift it to the 
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nearest boundary point. Locations should be defined as close to the boundary as 
possible to avoid placement errors. 
 
Link list 

LinkList  
d1: m1,1 m2,1 ... md1,1  
d2: m1,2 m2,2 ... md2,2  
...  
dn: m1,n m2,n ... mdn,n 

The link list contains one line for each source. di is the number of detectors active for 

source i. m1,i ... mdi,i is the detector index list for source i. Note that this index 

list is zero-based, i.e. index 0 refers to the first entry in the MeasurementList.  di > 0 

is required, i.e. each source must be linked to at least a single detector.  The total 

number of measurements is d = d1+d2+...+dn. Each data file associated with a 

given QM file is expected to contain d entries.  
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