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ABSTRACT 

Background. Hyperthermic intraperitoneal chemotherapy (HIPEC) is a complex, expensive 

and time-consuming procedure. Despite its good results in the treatment of peritoneal 

carcinomatosis, these factors have precluded the wider use of this procedure around the world. 

We hypothesized that HIPEC could be performed by heating the liquid within the abdomen 

and thus avoiding the need for an external heating circuit and a pump. The aim of this study 

was to assess the feasibility and safety of an internal heating device for hyperthermic 

intraperitoneal chemotherapy in an experimental model. 

Methods. Four large-white pigs underwent one-hour open intraperitoneal hyperthermia with 

closed abdomen using this new device. Constant stirring of the liquid around the viscera was 

performed in the first three animals, but not in the fourth one. At the end of the procedure, all 

of the viscera were carefully examined to look for thermal injury. Any lesion or doubtful area 

was removed and sent to pathologic examination. 

Results. No adverse events occurred during surgery in any of the animals. A temperature of 

42°C was reached in an average time of 14 minutes and maintained homogeneously between 

42°C and 43°C for one hour. No visceral injury was detected in the first three animals. Three 

foci of thermal injury to the mucosa were detected in the absence of stirring (fourth animal).  

Conclusion. Heating the solution within the abdomen during hyperthermic intraperitoneal 

chemotherapy is feasible, safe and achieves perfect thermal homogeneity. This device 

provides a time-saving inexpensive way to perform intraperitoneal hyperthermic 

chemotherapy. 
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INTRODUCTION 

Hyperthermic intraperitoneal chemotherapy (HIPEC) is an increasingly recognized and used 

technique in patients with peritoneal carcinomatosis1-4. Despite its good results, some 

drawbacks of HIPEC have probably hindered its wider use around the world. It is a complex, 

time-consuming operation that requires expensive, sophisticated equipment5-7.  

There are two types of HIPEC: one in which the abdomen is left open during chemotherapy 

(open-abdomen HIPEC) and another one in which the abdomen is closed (closed-abdomen 

HIPEC). We chose to perform open abdomen HIPEC after improving the security of the 

procedure with the use of an abdominal cavity expander (a modification of Sugarbaker’s 

“coliseum technique”) 7-9 and a water-tight cover transforming the abdomen into a sort of 

glove box10. This technique has been called “semi-open” (or “semi-closed”) 11; it provides a 

safe way to obtain optimal exposure of the viscera during HIPEC (as it is an open procedure) 

while avoiding exposure of the personnel (as in closed HIPEC).  

We hypothesized that (using the “semi-open” technique) the heating source could be placed 

within the abdomen. This would avoid the need for the current complex and expensive 

perfusion machine and the extracorporeal circuit (heating device, reservoir, pumps), which 

can become blocked or leak chemotherapy liquid and requires the watchful surveillance of 

one member of the team. Such a system would also save time, as preparing the circuit is a 

time-consuming step in HIPEC. We designed a novel HIPEC technique which involves 

heating the liquid inside the abdomen. The safety and efficacy of this device were assessed in 

an animal model.   
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ANIMALS AND METHODS 

Description of the prototype 

The device consists of a 17 m long electric heating cable covered with silicon rubber 

insulation. This cable was connected to a 24-volt transformer which was itself connected to a 

220-volt electric outlet (figure 1 a and b).  

Animals 

Four 3-month-old large white female pigs were used, weighing 50-60 kg.  All of the pigs were 

allowed to acclimatize to the laboratory environment for 7 days with free access to standard 

food and water. They were then operated on and sacrificed at the end of the procedure with an 

intravenous injection of pentobarbital (Dolethal®, Vétoquinol, France). This project was 

approved by the Animal Ethics Committee of the University of Burgundy, France. 

Anaesthesia 

Anesthesia was induced by intramuscular injection of 1 g ketamine + 1 mg atropine, and then 

completed by intravenous ketamine and sufentanil until endotracheal intubation. The animals 

were maintained under anaesthesia by isoflurane (1.5%), intravenous sufentanil and 

cisatracurium. Heart rate, electrocardiogram, esophageal temperature and oxygen blood 

saturation were measured using the NICO system (Novametrix Medical Systems Inc., 

Wallingford, CT). Fluid resuscitation was achieved with isotonic saline and Ringer lactate 

with a mean volume of 2 litres per pig.  

Surgical technique 

We used A large midline laparotomy to access the abdomen. Our usual device for closed 

HIPEC with open abdomen was installed. This procedure has already been described in detail 

elsewhere10. Briefly, it consists of a latex abdominal cavity expander stapled to the cutaneous 

edges and suspended on a metallic frame held by a Thompson retractor (Landanger, France). 

Two temperature probes (one fixed with a stitch to the diaphragm and one into the pelvis) 
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were passed through the latex sheet and connected to an integrated system of temperature 

control (Bodytherm 8180, version 1.2.0, EFS électronique, France). The abdominal cavity 

was filled in with 3 litres of physiologic serum at 37°C. Two prototypes were used for every 

animal, one in the supramesocolic and one in the inframesocolic area. The loops of the 

heating cable passed through the abdominal cavity expander and were uniformly distributed 

within the abdominal cavity, between bowel loops, in the infradiaphragmatic and infrahepatic 

areas, in the lesser sac, in both paracolic gutters and in the pelvis. A transparent metacrylate 

cover with a Gelport in its centre (Landanger, France) was placed over the metallic frame and 

the latex piece hermetically closing the abdominal cavity in our usual way to perform HIPEC. 

We switched on both devices and the temperature progressively increased until 42°C was 

reached. A temperature between 42°C and 43°C was maintained for one hour. In the first 

three animals, thermal homogeneity was ensured by constant stirring of the liquid by the 

surgeon’s hand with sequential opening of the different abdominal spaces, thus avoiding a 

permanent contact within a segment of cable and a part of a viscus. We switched off the 

device for some minutes when the temperature rose above 43°C in the concerned area. In the 

fourth animal, stirring was not performed and the cable loops remained in the same position 

throughout the procedure in order to check if the close contact between the cable and the 

viscera for one hour induced any thermal injury. After one hour, the liquid was sucked out 

and the cable loops removed, as were the temperature probes. The skin was incised a few 

millimetres outside its junction with the expander and both were removed en bloc. All of the 

viscera were then carefully examined to look for thermal injury. We removed and sent any 

lesion or doubtful area for pathologic examination.  

Statistical data. Time is presented as mean value ± standard deviation. 
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RESULTS 

Feasibility 

The distribution of both loop-wires (one in the supramesocolic and one in the inframesocolic 

area) took 15 minutes in every animal. After filling the cavity with 3 liters of physiologic 

serum at 37°C and switching on the prototypes, the temperature progressively increased to 

reach 42°C in 14 ± 3 minutes. The temperature was uniformly maintained between 42°C and 

43°C for one hour. An almost perfect thermal homogeneity was achieved (figure 2).  No 

adverse events occurred during the procedure. 

Safety 

At the end of the procedure, we did not find any thermal injury in the first three animals 

despite a thorough search for lesions along the gastrointestinal tube, the vessels, the liver, the 

biliary tree, the spleen, the urinary bladder and the retroperitoneum. In the fourth animal (in 

which the liquid was not stirred at all during the 1-hour heating period allowing permanent 

close contact along the cable and the viscera), three lesions were found in the small bowel 

with thermal injuries involving only the mucosa (figure 3), as confirmed by the microscopic 

analysis. There were also disseminated evanescent whitish marks along the bowel serosa 

which resolved within some minutes. The three injured bowel segments were removed and 

sent to pathologic examination, which confirmed prenecrotic ulcerated bowel mucosa without 

involvement of the muscular layer or the serosa in any case. 
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DISCUSSION 

Set up procedure 

With this new device, homogeneous intraperitoneal hyperthermia was achieved. The 

installation of the prototype was quick and easy. Problems of circuits or tubes becoming 

blocked were obviously avoided. We think it is important to use two different wires for the 

supramesocolic and the inframesocolic area as they often behave differently with regard to 

temperature: temperature in the former is usually lower (probably due to the cooling effect of 

the ventilation in the lungs). This would allow independent thermal management to achieve 

homogeneity in both areas (one device can be switched off for some minutes if the 

temperature rises in that area). Constant stirring also helps to maintain thermal homogeneity. 

The duration chosen for HIPEC was 1 hour. This is an intermediate point between the 30-

minute HIPEC performed by most teams with oxaliplatine for peritoneal carcinomatosis of 

colorectal origin14 and the 60-minute or 90-minute HIPEC used for peritoneal 

pseudomyxoma, mesothelioma or ovarian cancer15-18. 

Logistic drawbacks of HIPEC 

Cytoreduction prior to HIPEC is the most time-consuming step of the operation, but the 

installation of the circuit is also a time-consuming part of the operation. The external heating 

circuit can become blocked by the suction of viscera or by lumps of fatty tissue, meaning that 

one person has to watch it almost full time throughout the procedure. The required equipment 

is expensive, which may hinder the wider use of HIPEC around the world12,13. There is also a 

fear of exposure of the personnel to chemotherapy drugs. All these problems need to be 

overcome. 

Originality and interest of this device 

Placing the heating source in the abdomen avoids the need for a circuit and a pump, saving 

time and money. It also makes HIPEC safer, as there is no external circuit with its risk of 
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leaks of chemotherapy drugs. If this device is used in the context of our previously described 

closed abdominal cavity expander10, it provides a safe and  less expensive way to perform 

open HIPEC. This simplification of the traditional technique could make HIPEC available for 

more surgical teams. 

To our knowledge, no authors have performed HIPEC without an external circuit and a pump. 

Cho et al. evaluated two annular-phased-array applicators in order to perform external 

regional hyperthermia associated with systemic standard chemotherapy for peritoneal 

carcinomatosis, but there was no HIPEC19. Mochiki et al. performed gastrectomy with 

postoperative intraperitoneal hyperthermo-chemotherapy (PIHC) using Thermotron RF-8 (a 

heating device that can raise temperatures in both superficial and deep-seated tumours using 

radiofrequency electromagnetic waves as a source of heat)20. However, the concept of heating 

the liquid inside the abdomen during surgery in HIPEC is totally new. 

Risk of thermal injury 

The main concern with this new concept is the risk of thermal injury. Stirring within the 

abdominal cavity was done in the first three animals due to the fear of thermal injuries in case 

of a close and permanent contact between a segment of the heating cable and the viscera. In 

the absence of stirring during the one-hour hyperthermia (fourth animal), three sites of 

thermal injury were found in the bowel. Even though the external layers of the bowel were not 

involved (probably due to the fact that the mucosa is the most sensitive layer of the bowel), 

we must emphasize the need for constant stirring in order to obtain a totally safe procedure. It 

could be argued that thermal injuries are not always immediately apparent and that a survival 

of the animals with a follow-up was necessary. However, if the three lesions that were 

apparent after an extensive search in the fourth animal involved only the mucosa, we think 

this is a supplementary argument to think that there were no full-thickness injuries at all.  
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We can conclude that heating the liquid inside the abdomen during HIPEC is feasible, safe 

and achieves optimal thermal homogeneity. A phase I clinical study in which this cable is 

used to heat the liquid within the abdomen during open HIPEC with closed abdomen is 

warranted. 
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FIGURE LEGENDS 
 

Figure 1. The prototype consists of a low-voltage insulated electric resistance cable 

connected to a 24 volts transformer (a). The two heating cables used for every HIPEC passed 

through the abdominal cavity expander and were distributed within the abdomen (b). 

 

Figure 2. Temperature curves (in °C) in both probes (“Diaphragme”: diaphragm and 

“Douglas”: pelvis) during the procedure showing thermal homogeneity. Central temperature 

(“Oesophage” denotes the thermal probe in the oesophagus) was never above 39.5 °C. 

 

Figure 3. Three thermal injuries were encountered in the small bowel in animal number 4 (no 

stirring during the 1-hour procedure). Only the mucosa was involved..  
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