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Prompt-gamma imaging during ion therapy has proven its ability to control the ion range in real time.
The achievable precision is of the order of the millimeter for a single spot in proton pencil beam scanning. Colli-
mated gamma cameras have been developed, that are close to clinical application. The Compton cameras are also
under development in various laboratories. Time of �ight enables the reduction of the background due to other
prompt radiations.
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1. Introduction

The aim of cancer radiotherapy is to deposit a max-
imum of dose in the targeted tumor, while minimizing
the dose to surrounding healthy tissues, especially to the
organs at risk. The therapeutic window has to be set
in conditions where local control probability is at maxi-
mum, whereas the probability of complications � such as
radio-induced secondary cancers � is at minimum. Al-
though high contrast between dose inside and outside a
tumor can be reached in modern X-ray therapy, this will
necessarily be done at the expense of a large volume of
irradiated tissue, since only a small fraction of the energy
is actually deposited in the tumor volume for deep-seated
tumors. In contrast, ions have a �nite range in matter
and deposit a maximum of energy at the end of their
range. Thus the corresponding advantages of ion-therapy
are (i) a better targeting of the tumor volume, with en-
hanced ratio of energy deposited inside the tumor to the
energy delivered to healthy tissues, (ii) a unique lateral
and longitudinal ballistic precision enabling a sparing of
organs at risk and (iii) in the case of light ions like carbon,
enhanced radiobiological e�ectiveness relative to photons
or protons in the tumor volume makes carbon therapy
suitable for radioresistant tumors.
Actually, the ballistic precision of particle-therapy

makes this technique quite sensitive to any cause of devi-
ation with respect to treatment planning (due to mispo-
sitioning, organ motion or anatomic evolution between
fractions), or uncertainties in the planning itself (due
to relative stopping power estimation from CT scans).
Nowadays, safety margins are applied in order to ensure
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that the target volume is e�ectively irradiated with the
prescribed dose. In proton-therapy such margins are typ-
ically ≈2.5−3%+2−3 mm [1]. The reduction of margins
could be obtained either by improving the precision of the
treatment planning or by online control of the deposited
dose. Proton radiography may provide direct measure-
ment of the electron density during planning, and also
control of the position before treatment [2]. However,
this imaging modality is still at a research stage, and its
implementation would require beams that traverse the
patient, i.e. often with higher energies than currently
available.

2. Rationale

Online control of the treatment, and in particular the
measurement of the range, can be performed by means
of secondary radiations issued from nuclear reactions.
Other imaging modalities, like ion-induced ultrasounds,
appear promising in some speci�c cases [3]. The main
imaging modality that has already been applied clinically
is positron emission tomography (PET) [4]. Positron
emitters are created during fragmentation of projectiles
(carbon therapy) or target nuclei (any kind of parti-
cle therapy). The observation of the beta decay is de-
layed, with respect to the irradiation, by the lifetime of
the radioactive isotopes, which extends from a few sec-
onds (10C) to few minutes (11C, 15O...). O�ine PET
imaging devices can be used right after a treatment ses-
sion, and give access to the delayed emission of long-
lived isotopes. However, this represents an a posteriori
veri�cation of the irradiated volume, and the images suf-
fer from relatively low statistics and from blurring due
to metabolism in blood-irrigated organs. Online PET
systems are able to acquire short-lived isotope decays
during beam pauses and just after the treatment stops,
which limits washout e�ects. However, this implies lim-
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ited solid-angle devices to be compliant with the irradia-
tion and patient positioning systems. Furthermore, PET
acquisitions will still require acquisition times longer than
the irradiation to reach su�cient statistics, and thus PET
will anyway remain an a posteriori control.
In contrast, prompt-gamma (PG) imaging presents

some assets:
� PG emission is correlated to the primary ion

range [5, 6];
� transmission of high energy photons through the

patient without scattering is likely to occur [7];
� a su�ciently large number of photons are emitted

to ensure millimetric control of proton range for a single
pencil beam spot [8�10], and at an energy slice level for
carbon ions, in the distal part of the irradiated volume;
� real-time information is obtainable with collimated

devices, without sophisticated reconstruction;
� little dependence is expected on the tissue and the

organs under treatment (unlike ultrasound or MRI for
instance); therefore, PG imaging can be considered as
generally applicable;
� PG imaging is applicable for proton and carbon

beams, at the expense of time-of-�ight selection for car-
bon therapy [11].
PG emission is synchronized with the beam delivery,

as most of other secondary radiations. Therefore, their
detection is somehow hindered by a background due to
other particles, mainly neutrons. As neutrons are sub-
ject to scattering with high cross-sections, they do not
keep the information on their creation vertex position.
Discrimination techniques such as time of �ight (TOF),
provided the distance of observation to the beam is large
enough, help in reducing this background. In the case of
carbon ions, such discrimination is necessary due to the
large yield of neutrons.
Using collimated devices and TOF discrimination, our

collaboration collected a series of PG pro�les at various
proton and carbon beams, with water and poly(methyl
methacrylate) (PMMA) targets. Consistent analysis, us-
ing the same residual background subtraction method,
has led to typical PG yields above 1 MeV of ≈3 ×
10−3 cm−1 per proton and≈2×10−2 cm−1 per carbon ion
in a PMMA target [12]. These yields are those directly
induced by the projectiles (i.e. measured at the target en-
trance). A built-up along the ion path is observed, that is
due to the production by secondary particles, and partly
to the increase of fragmentation cross-sections when the
energy decreases.
Detailed spectral analysis of the discrete PG lines pro-

vides information on the chemical composition of the
irradiated volume, in particular the relative weights of
carbon and oxygen along the beam path [13]. Verburg
et al. combined the spectral information with the spa-
tial information on the emission point, using a collimated
detection setup [14]. By means of multi-parametric anal-
ysis, they have shown that both chemical composition
in the �eld of view of the slit and ion range can be
measured. The latter work also showed that individ-

ual gamma lines result from di�erent energy-di�erential
cross-sections, and therefore the shape of gamma emis-
sion pro�les may vary upon which lines are considered.
This may render more complex the prediction and inter-
pretation of PG pro�les in heterogeneous media.
In addition to PG pro�le measurements, it was re-

ported recently that PG timing also gives access to the
transit time of ions inside the patient, and thus to the
ion range [15]. A non-collimated device measures a time
pro�le with respect to the time of impact of the ions on
the patient, which is related to the duration of the path.
Sub-centimeter variation of the ion range is detectable as
a few tens of picosecond variation of the time spectrum.
Actually, PG imaging of ion ranges remains quite chal-

lenging in real treatment conditions: the energy range
above 1 MeV makes it incompatible with current SPECT
imaging devices. Moreover, the high instantaneous count
rates during treatments require sophisticated detection
and acquisition devices, able to operate in noisy neutron-
background. Last, online devices have to be compli-
ant with patient positioning and beam delivery systems
(e.g. gantries). This explains why PG imaging has not
yet been implemented clinically, although the idea was
raised more than ten years ago [16].

3. Device developments

Several groups around the world started to build or de-
sign PG imaging prototypes, based either on collimated
devices or Compton cameras, in particular during ENVI-
SION [17], a joined e�ort between European teams, in-
cluding studies on PG, PET and secondary proton imag-
ing. Collimated cameras are of two types: on the one
hand, knife-edge single-slit cameras [8, 18] present the
advantage of compactness, simple collimation and de-
tection. On the other hand, multi-slit cameras enable
non-restricted �eld of view and potentially better spatial
resolution [10, 19].
The Compton cameras should be well adapted for the

present application, since Compton scattering is by far
the dominant interaction process of PGs. Compton imag-
ing is based on the determination of the Compton scat-
tering angle of an incident photon, for which either the
energy is known (general case in medical imaging) or
from a point-like polychromatic source (general case in
gamma-astrophysics). The particular application in the
control of hadrontherapy combines both disadvantages
of an extended- and polychromatic source. Therefore, an
ideal Compton camera would require the measurement of
the full energy and position of the scattered photon in an
absorber detector and of the electron in the scatter detec-
tor, or a second Compton scattering in a second detector,
or the full tracking of the scattered electron (angle and
energy). Several prototypes have been under study over
the last years [20�24], combining the various options.
In order to realize a multi-collimated camera proto-

type, simulations and data acquired with single and
multi-collimated cameras at proton and carbon beams
were used to optimize the detection con�guration.
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The retrieval precision of the PG pro�le fall-o�, or of
the prompt-gamma pro�le length (PGPL), characterizes
the precision of a given setup with which these quanti-
ties are measured for a given statistics. Actually, it has
been shown that statistics on the detected photons is the
main parameter governing this precision in homogeneous
target phantoms [8, 9]. With heterogeneous targets, how-
ever, one has to consider a compromise between high
statistics and spatial resolution, since heterogeneities lo-
cated close to the patient entrance or the Bragg peak may
lead to distorted pro�les, and thus misinterpretations.
Our technical solution consists in a multi-collimated cam-
era, with use of TOF to maximize the contrast to back-
ground ratio. Simulations were undertaken to optimize
the collimator geometry, by optimizing the fall-o� re-
trieval precision [10]. The localization of the photons
behind multi-collimation slits was measured by means of
segmented detectors, which validated the use of streaked
BGO blocks as detectors [22]. The detector under con-
struction should allow for a determination of the PGPL
with millimetric precision at the scale of a single pro-
ton spot in pencil beam scanning delivery (≈108 incident
protons) in the distal region of the tumor.

In parallel, a Compton camera has been developed.
We adopted the con�guration of a two-stage Compton
camera, i.e. with only a single scattering stage. In-
deed, simulations showed that the total e�ciency of a
single-scattering stage camera is more than one order of
magnitude higher than a double-scattering one. In addi-
tion, an absorber con�guration with highest possible ef-
fective atomic number Zeff makes the localization in the
absorber detector quite precise [25]. The resolution cal-
culated on a point spread function (PSF) was degraded
from 6 mm to 8.3 mm FWHM when using single scatter-
ing [26] instead of double scattering [27]. The detector
under assembly comprises a stack of 7 double sided sil-
icon strip detectors (DSSD) as a scatter detector. Each
DSSD is 96 × 9.6 × 2 mm3 in size, with 64 strips on
each side. Dedicated low-noise, large dynamics and high
count-rate capability micro-electronics front-end was de-
signed and successfully tested [28]. The absorber detec-
tor is the same as for the collimated camera, i.e. it is
made of an assembly of BGO blocks, each block being
streaked in order to have a position reading with a pitch
of 4 mm in X and Y . The size of an individual block is
34 × 34 × 30 mm3, and its readout is made by means
of 4 photomultiplier tubes. The front-end acquisition
is made of analog sampling modules with 1 GHz sam-
pling digitizers. The global acquisition system is made
with micro-TCA standard. A single AMC card commu-
nicates with 4.8 GHz input/ouput rate capability with
the 34 front-end modules.

A beam triggering system may be necessary for long-
pulsed beams to perform TOF measurements, and then
reduce the background induced by neutrons and other
particles. Therefore, we developed a beam hodoscope,
consisting of two planes of scintillating �bers, read by
photomultipliers. It comprises 2 × 128 square �bers of

1 mm size. The light is transported by means of opti-
cal �bers toward 64-channel multi-anode PMTs. 8 PMTs
are used to read the 256 �bers on each extremity. A 32-
channel ASIC readout front-end of the PMTs comprises
a current-conveyor with comparator and analog output,
and a delayed-locked-loop digital timing with 60 ps res-
olution [29].

4. Conclusions

Prompt-gamma imaging has proven its ability to mon-
itor online hadrontherapy. Real-time veri�cation of the
range with millimetric accuracy is achievable during pro-
tontherapy at the scale of a single pencil beam, i.e. at
the �rst millisecond of the treatment. Thanks to the de-
velopments undertaken during the European project EN-
VISION and by several other groups all over the world,
PGI is now close to clinical translation, and will account
for the beam time structure and intensities of the large
variety of beam delivery modes. The clinical-sized colli-
mated camera and Compton camera that are currently
developed by the French collaboration aim at maximized
performances in terms of �eld of view, spatial resolution
and contrast-to-noise ratio using time-of-�ight discrimi-
nation. The cameras will be tested under clinical condi-
tions soon.
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