Real-time Error Control for Surgical Simulation
Huu Phuoc Bui, Satyendra Tomar, Hadrien Courtecuisse, Stéphane Cotin, Stéphane Bordas

To cite this version:

HAL Id: hal-01571194
https://hal.archives-ouvertes.fr/hal-01571194
Submitted on 1 Aug 2017

HAL is a multi-disciplinary open access archive for the deposit and dissemination of scientific research documents, whether they are published or not. The documents may come from teaching and research institutions in France or abroad, or from public or private research centers.

L’archive ouverte pluridisciplinaire HAL, est destinée au dépôt et à la diffusion de documents scientifiques de niveau recherche, publiés ou non, émanant des établissements d’enseignement et de recherche français ou étrangers, des laboratoires publics ou privés.
Real-time Error Control for Surgical Simulation
H. P. Bui\textsuperscript{1,2,*}, S. Tomar\textsuperscript{1}, H. Courtecuisse\textsuperscript{2}, S. Cotin\textsuperscript{3}, S. P. A. Bordas\textsuperscript{1}

1: University of Luxembourg, L-1359 Luxembourg, Luxembourg
2: University of Strasbourg, CNRS, ICube, F-67000 Strasbourg, France
3: Inria Nancy-Grand Est, F-54600 Villers-lès-Nancy, France

Introduction

Real-time simulations are becoming increasingly common for various applications, from geometric design \cite{1, 2} to medical simulation \cite{3}.

Two of the main factors concurrently involved in defining the \textit{accuracy} of surgical simulations are: the modeling error and the discretization error. Most work in the area has been looking at the above sources of error as a compounded, lumped, overall error. Little or no work has been done to discriminate between modeling error (e.g. needle-tissue interaction, choice of constitutive models) and discretization error (use of approximation methods like FEM). However, it is impossible to validate the complete surgical simulation approach and, more importantly, to understand the sources of error, without evaluating both the discretization error and the modeling error.

Our objective is thus to devise a robust and fast approach to measure the discretization error via a posteriori error estimates, which are then used for local remeshing in surgical simulations. To ensure that the approach can be used in clinical practice, the method should be robust enough to deal, as realistically as possible, with the interaction of surgical tools with the organ, and fast enough for real-time simulations. The approach should also lead to an improved convergence so that an \textit{economical} mesh is obtained at each time step. The final goal is to achieve optimal convergence and the most economical mesh, which will be studied in our future work.

Methods

We use corotational elasticity and a needle/tissue interaction model based on friction. The problem is solved using hexahedron-based finite elements within SOFA\textsuperscript{†}. The local \textit{h}-refinement strategy is based upon simple Zienkiewicz-Zhu a posteriori error estimation method. Zienkiewicz-Zhu smoothing procedure \cite{4} is used to first recover the stress field. Then, we define the approximate error of an element $\Omega_e$ as

$$\eta_e = \sqrt{\int_{\Omega_e} (\epsilon^h - \epsilon^s)^T (\sigma^h - \sigma^s) d\Omega}, \quad (1)$$

which is the energy norm of the distance between the FEM solution (denoted by $h$) and an improved (recovered) solution (denoted by $s$). We mark an element for refinement if

$$\eta_e \geq \theta \eta_M \text{ with } 0 < \theta < 1 \text{ and } \eta_M = \max_e \eta_e. \quad (2)$$

Results

We control the local and global error level in the mechanical fields (e.g. displacement or stresses) during the simulation. We show the convergence of the algorithm on academic examples, and

\*Corresponding author: huu-phuoc.bui@alumni.unistra.fr (Huu Phuoc Bui)

\†https://www.sofa-framework.org/
demonstrate its practical usability on a percutaneous procedure involving needle insertion in a liver. For the latter case, we compare the force displacement curves obtained from the proposed adaptive algorithm with that obtained from a uniform refinement approach (see [5]).

Fig. 1: Convergence of the relative error on L-shaped domain test, comparison between uniform and adaptive refinements. The detailed study is described in [5].

Fig. 2: Needle insertion simulation into a liver (a). Needle-liver phantom interaction force during needle insertion and pullback (b). The interaction force varies due to advancing friction and tissue cutting strength, globally increases (with positive values) during the insertion stage. At 4 cm of the needle-tip displacement, the needle is retracted and the interaction force changes the direction, varies due to retrograding friction, globally decreases and gets zero when the needle is completely pulled out. The maximum DOFs (at the end of insertion step) for adaptive refinement schemes is 1140. More details can be found in [5].

References